
Lab Equipment Calibration

Lab Id Lab Name

129Total Equipment:

Central Chemical Lab92        

Frequency 
(Mnths.) Count of Equip.

0 3

1 3

6 5

12 77

24 41

Bath

2040003020LV0045 Fisher Scientific IC-2100 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/11/2026

Bath Heater

In Service

Date Technician CertificateAction Status

Id Nbr.

593

3/11/2025 Lai, Binh     0057 ViewCheck

3/11/2024 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/9/2022 Lai, Binh     0057 ViewCheck

3/10/2021 Lai, Binh     0057 ViewCheck

12/14/2020 Lai, Binh     0057 ViewCheck

12/17/2019 Lai, Binh     0057 ViewCheck

12/14/2018 Lai, Binh     0057 ViewCheck

Page 1 of 554/8/2025 9:54 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2040003020.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320250311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320240311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320220309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320210310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320191217.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59320181214.pdf


Lab Equipment Calibration

Cement Testing

11-CTR11 Humboldt H-3761 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/18/2025

Trowel

In Service

Date Technician CertificateAction Status

Id Nbr.

3681

4/18/2024 Lai, Binh     0057 ViewCheck

4/24/2023 Lai, Binh     0057 ViewCheck

4/24/2023 McCullough, Donald     0004 ViewIn Service

125LAT0269 TESTING Bluhm&Feuerdt 1.0297 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-142

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/30/2024

Blaine Air-Permeability Apparatus (linear measure)

In Service

Date Technician CertificateAction Status

Id Nbr.

3569

11/14/2023 Corbin, Roger B. Jr.     3424Out of Service for Repair

6/30/2022 Lai, Binh     0057 ViewCheck

6/30/2022 McCullough, Donald     0004 ViewIn Service

6/22/2022 McCullough, Donald     0004Spare Equipment

125_QualLAT0269 TESTING Bluhm&Feuerdt 1.0297 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-142

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 5/20/2025

Blaine Air-Permeability Apparatus (Qualification)

In Service

Date Technician CertificateAction Status

Id Nbr.

3853

11/20/2023 Lai, Binh     0057 ViewCheck

11/14/2023 McCullough, Donald     0004In Service

Page 2 of 554/8/2025 9:54 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368120240418.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368120230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368120230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-142.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/125.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/125.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356920220630.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356920220630.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-142.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/385320231120.pdf


Lab Equipment Calibration

14-PSE14 Gilson HMA-135 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/13/2026

Straight Edge

In Service

Date Technician CertificateAction Status

Id Nbr.

378

3/13/2025 Lai, Binh     0057 ViewCheck

3/13/2024 Lai, Binh     0057 ViewCheck

3/13/2023 Lai, Binh     0057 ViewCheck

3/9/2022 Lai, Binh     0057 ViewCheck

3/7/2022 McCullough, Donald     0004In Service

12/27/2019 Groom, Michael D.     2629Spare Equipment

2/25/2019 Lai, Binh     0057Check

H-8LA0009 Precision Scientific 24360 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-142

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/14/2025

Blaine Air-Permeability Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

32

11/14/2023 Lai, Binh     0057 ViewCheck

3/23/2023 Lai, Binh     0057 ViewCheck

3/26/2021 Lai, Binh     0057 ViewCheck

1/30/2019 Lai, Binh     0057 ViewCheck

Page 3 of 554/8/2025 9:54 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/14-PSE.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37820250313.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37820240313.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37820230313.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37820220309.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-142.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/H-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220231114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220230323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220210326.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220190130.pdf


Lab Equipment Calibration

N-004N-004 Gilson WT-1 Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-143

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/22/2025

325 Sieve Spray Nozzle

In Service

Date Technician CertificateAction Status

Id Nbr.

1136

10/22/2024 Lai, Binh     0057 ViewCheck

4/18/2024 Lai, Binh     0057 ViewCheck

10/20/2023 Lai, Binh     0057 ViewCheck

5/18/2023 Lai, Binh     0057 ViewCheck

11/21/2022 Lai, Binh     0057 ViewCheck

5/17/2022 Lai, Binh     0057 ViewCheck

11/15/2021 Lai, Binh     0057 ViewCheck

6/11/2021 Lai, Binh     0057 ViewCheck

12/16/2020 Lai, Binh     0057 ViewCheck

6/22/2020 Lai, Binh     0057 ViewCheck

12/17/2019 Lai, Binh     0057 ViewCheck

6/12/2019 Lai, Binh     0057 ViewCheck

12/18/2018 Lai, Binh     0057 ViewCheck

SCM-11 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

490

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-1010 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

491

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

Page 4 of 554/8/2025 9:54 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-143.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/N-004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620241022.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620240418.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620231020.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620230518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620221121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620220517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620211115.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620210611.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620201216.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620200622.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620191217.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620190612.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620181218.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49020250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49020230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49020210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49020190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-10.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49120250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49120230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49120210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49120190205.pdf


Lab Equipment Calibration

SCM-1111 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

495

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-1212 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

496

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-33 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

497

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

Page 5 of 554/8/2025 9:55 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-11.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49520250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49520230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49520210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49520190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49620250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49620230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49620210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49620190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-3.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49720250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49720230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49720210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49720190205.pdf


Lab Equipment Calibration

SCM-44 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

487

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-55 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

493

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-66 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

488

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

Page 6 of 554/8/2025 9:55 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48720250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48720230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48720210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48720190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49320250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49320230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49320210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49320190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-6.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48820250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48820230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48820210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48820190205.pdf


Lab Equipment Calibration

SCM-88 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

489

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-99 Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1182

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-AA Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

434

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

Page 7 of 554/8/2025 9:55 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48920250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48920230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48920210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48920190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-9.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118220250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118220230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118220210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118220190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43420250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43420230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43420210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43420190205.pdf


Lab Equipment Calibration

SCM-BB Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

435

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-CC Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

485

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck

SCM-DD Humboldt H-2810 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/10/2027

2" Steel Cube Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

486

3/10/2025 Lai, Binh     0057 ViewCheck

3/9/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

2/5/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-B.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43520250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43520230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43520210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43520190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-C.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48520250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48520230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48520210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48520190205.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-152.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SCM-D.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48620250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48620230309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48620210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/48620190205.pdf


Lab Equipment Calibration

Coating Thickness Gauge

12885401288540 BYK 3791 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 3/20/2026

Integral

In Service

Date Technician CertificateAction Status

Id Nbr.

205

3/20/2025 Lai, Binh     0057 ViewCheck

3/20/2024 Lai, Binh     0057 ViewCheck

3/20/2023 Lai, Binh     0057 ViewCheck

3/17/2022 Lai, Binh     0057 ViewCheck

3/15/2021 Lai, Binh     0057 ViewCheck

8/31/2020 Lai, Binh     0057 ViewCheck

9/16/2019 Lai, Binh     0057 ViewCheck

AA29886G0126 Elcometer T456CFTS Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/7/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

3792

8/7/2024 Lai, Binh     0057 ViewCheck

7/25/2024 McCullough, Donald     0004In Service

7/23/2024 McCullough, Donald     0004Spare Equipment

1/2/2024 External Agency ViewCheck

AE27451G0126 Elcometer T456CF1R Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/7/2025

Probe

In Service

Date Technician CertificateAction Status

Id Nbr.

3791

8/7/2024 Lai, Binh     0057 ViewCheck

7/25/2024 McCullough, Donald     0004In Service

7/23/2024 McCullough, Donald     0004Spare Equipment

7/18/2024 External Agency ViewCheck

Page 9 of 554/8/2025 9:55 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1288540.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1288540.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20520250320.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20520240320.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20520230320.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20520220317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20520210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20520200831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20520190916.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/AA29886.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/379220240807.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/379220240102.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/379120240807.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/379120240718.pdf


Lab Equipment Calibration

Compression Machines

210407LAT0265 Test Mark CM-0100-iD Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/9/2025

100,000 lbs

In Service

Date Technician CertificateAction Status

Id Nbr.

1812

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

7/19/2021 Groom, Michael D.     2629In Service

6/16/2021 McCullough, Donald     0004Spare Equipment

6/14/2021 External Agency ViewCalibrate

6/8/2021 McCullough, Donald     0004Not In Use
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/210407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/181220240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/181220230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/181220220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/181220210614.pdf


Lab Equipment Calibration

Flow of Hydraulic Cement Mortar

18083614BFL1796 Humboldt H-3614B Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-154

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 3/6/2027

Flow Table

In Service

Date Technician CertificateAction Status

Id Nbr.

652

3/6/2025 Lai, Binh     0057 ViewCheck

3/8/2023 Lai, Binh     0057 ViewCheck

3/8/2023 Lai, Binh     0057 ViewStandardize

3/8/2021 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewStandardize

8/6/2018 Lai, Binh     0057 ViewCheck

8/6/2018 Lai, Binh     0057 ViewStandardize

K16182 Humboldt H-3622 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-154

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2027

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

654

3/6/2025 Lai, Binh     0057 ViewCheck

3/8/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

8/6/2018 Lai, Binh     0057 ViewCheck

P2901 Humboldt H-3622 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-154

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2027

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

653

3/6/2025 Lai, Binh     0057 ViewCheck

3/8/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

8/6/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-154.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/18083614B.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/18083614B.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65220250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65220230308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65220230308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65220210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65220210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65220180806.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65220180806.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-154.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/K1618.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65420250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65420230308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65420210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65420180806.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-154.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P290.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65320250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65320230308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65320210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65320180806.pdf


Lab Equipment Calibration

T30153 Humboldt H-3622 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-154

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2027

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

655

3/6/2025 Lai, Binh     0057 ViewCheck

3/8/2023 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

8/6/2018 Lai, Binh     0057 ViewCheck

Gauges

020613001020613001-01-001 Perma-Cal 101FTM02B2 Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

11/15/2025

Pressure - 325 Sieve Test

In Service

Date Technician CertificateAction Status

Id Nbr.

773

11/15/2024 External Agency ViewCalibrate

11/17/2023 External Agency ViewCalibrate

11/14/2022 External Agency ViewCalibrate

11/5/2021 External Agency ViewCalibrate

11/9/2020 External Agency ViewCalibrate

11/14/2019 External Agency ViewCalibrate

11/17/2017 External Agency ViewCalibrate

240130240130 Humboldt H-3806.1 Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

1/21/2026

Pressure - 325 Sieve Test

In Service

Date Technician CertificateAction Status

Id Nbr.

3748

1/21/2025 External Agency ViewCalibrate

2/12/2024 McCullough, Donald     0004In Service

2/6/2024 External Agency ViewCalibrate

1/30/2024 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-154.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/T3015.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65520250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65520230308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65520210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65520180806.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/020613001.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77320241115.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77320231117.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77320221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77320211105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77320201109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77320191114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77320171117.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374820250121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374820240206.pdf


Lab Equipment Calibration

Gillmore Apparatus and Needles

GMA-1GMA-1 Humboldt H-3150    Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-158

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 3/12/2027

(CCRL Needle# T-3001&W3334)

In Service

Date Technician CertificateAction Status

Id Nbr.

661

3/12/2025 Lai, Binh     0057 ViewCheck

3/12/2023 Lai, Binh     0057 ViewCheck

3/12/2021 Lai, Binh     0057 ViewCheck

5/13/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-158.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GMA-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/GMA-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66120250312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66120230312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66120210312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66120190513.pdf


Lab Equipment Calibration

Graduated Cylinders

3564G-5 KIMAX 20026     Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-151

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Glass

In Service

Date Technician CertificateAction Status

Id Nbr.

666

3/6/2025 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewStandardize

3/6/2024 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewStandardize

3/3/2022 Lai, Binh     0057 ViewStandardize

3/3/2022 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewStandardize

3/3/2021 Lai, Binh     0057 ViewCheck

1/22/2020 Lai, Binh     0057 ViewCheck

1/22/2020 Lai, Binh     0057 ViewStandardize

1/24/2019 Lai, Binh     0057Standardize

1/24/2019 Lai, Binh     0057Check

3604G-4 KIMAX 20026     Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-151

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Glass

In Service

Date Technician CertificateAction Status

Id Nbr.

665

3/6/2025 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewStandardize

3/6/2023 Lai, Binh     0057 ViewStandardize

3/6/2023 Lai, Binh     0057 ViewCheck

3/3/2022 Lai, Binh     0057 ViewStandardize

3/3/2022 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewStandardize

1/22/2020 Lai, Binh     0057 ViewStandardize

1/22/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-151.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3564.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620240306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620240306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620230306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620230306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620220303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620220303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620200122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66620200122.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-151.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520240306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520240306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520230306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520230306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520220303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520220303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520200122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520200122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66520190124.pdf


Lab Equipment Calibration

B11494B11494 KIMAX 20024-D   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-151

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 3/6/2026

Glass

In Service

Date Technician CertificateAction Status

Id Nbr.

3762

3/6/2025 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewStandardize

3/6/2024 McCullough, Donald     0004 ViewIn Service

G-2G-2 EXAX 20025-500 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-151

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Glass

In Service

Date Technician CertificateAction Status

Id Nbr.

662

3/6/2025 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewStandardize

3/6/2024 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewStandardize

3/3/2022 Lai, Binh     0057 ViewCheck

3/3/2022 Lai, Binh     0057 ViewStandardize

3/3/2021 Lai, Binh     0057 ViewStandardize

3/3/2021 Lai, Binh     0057 ViewCheck

1/22/2020 Lai, Binh     0057 ViewStandardize

1/22/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewStandardize

1/24/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66220240306.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66220230306.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66220210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66220200122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66220200122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66220190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66220190124.pdf


Lab Equipment Calibration

R-6R-6 KIMAX 20024-D   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-151

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Glass

In Service

Date Technician CertificateAction Status

Id Nbr.

667

3/6/2025 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewStandardize

3/6/2023 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewStandardize

3/3/2022 Lai, Binh     0057 ViewStandardize

3/3/2022 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewStandardize

1/22/2020 Lai, Binh     0057 ViewStandardize

1/22/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewStandardize

1/24/2019 Lai, Binh     0057 ViewCheck

R-7R-7 KIMAX 20024-D   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-151

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Glass

In Service

Date Technician CertificateAction Status

Id Nbr.

668

3/6/2025 Lai, Binh     0057 ViewCheck

3/6/2024 Lai, Binh     0057 ViewStandardize

3/6/2024 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewStandardize

3/6/2023 Lai, Binh     0057 ViewCheck

3/3/2022 Lai, Binh     0057 ViewStandardize

3/3/2022 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewStandardize

3/3/2021 Lai, Binh     0057 ViewCheck

1/22/2020 Lai, Binh     0057 ViewCheck

1/22/2020 Lai, Binh     0057 ViewStandardize

7/22/2019 Lai, Binh     0057Check

7/22/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-151.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/R-6.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66720230306.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66720220303.pdf
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-151.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66820250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66820240306.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66820220303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66820210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66820210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66820200122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66820200122.pdf


Lab Equipment Calibration

High Humidity Area

MIX-AREA-HUMIDITYLAT0252 - MR2 ODOT Minimum50% Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-159

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025

Cement Room (Humidity and Temperature Log)

In Service

Date Technician CertificateAction Status

Id Nbr.

127

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Lai, Binh     0057 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/5/2024 Lai, Binh     0057 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

9/4/2022 Lai, Binh     0057 ViewCheck

8/5/2022 Lai, Binh     0057 ViewCheck

8/4/2022 Lai, Binh     0057 ViewCheck

7/4/2022 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-159.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720250304.pdf
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Lab Equipment Calibration
6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/4/2021 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/4/2021 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

7/6/2021 Lai, Binh     0057 ViewCheck

6/9/2021 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewCheck

4/10/2021 Lai, Binh     0057 ViewCheck

3/10/2021 Lai, Binh     0057 ViewCheck

2/26/2021 Lai, Binh     0057 ViewCheck

1/20/2021 Lai, Binh     0057Check

9/28/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220604.pdf
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Lab Equipment Calibration

WTS-001LAT0228 - MR2 Unknown Temperatur Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025

Cure Tank  (Temperature Logs Chem Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

3736

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/5/2024 Lai, Binh     0057 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424Check

10/4/2023 Lai, Binh     0057 ViewCheck

9/4/2023 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

7/4/2023 Lai, Binh     0057 ViewCheck

7/4/2023 McCullough, Donald     0004 ViewIn Service

WTS-001CHWTS-001 UnKnown Refill Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-106A

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 11/24/2025

Cure Tank (Refill Water and Calcium)

In Service

Date Technician CertificateAction Status

Id Nbr.

3756

2/12/2024 Groom, Michael D.     2629In Service

11/24/2023 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SMP-106A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375620231124.pdf


Lab Equipment Calibration

WTS-001SRWTS-001 Unknown Stirred Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/30/2025

Cure Tank (stir record Chem Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

3739

3/31/2025 Alex Bennett ViewCheck

3/3/2025 Alex Bennett ViewCheck

2/3/2025 Alex Bennett ViewCheck

1/6/2025 Alex Bennett ViewCheck

12/2/2024 Chris Long ViewCheck

11/4/2024 Alex Bennett ViewCheck

11/27/2023 Lai, Binh     0057 ViewCheck

11/3/2023 Lai, Binh     0057 ViewCheck

10/8/2023 Lai, Binh     0057Check

9/8/2023 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

7/11/2023 Lai, Binh     0057Check

7/4/2023 McCullough, Donald     0004In Service
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Lab Equipment Calibration

Mixer

00-242-177LS0078 Hobart Corportation N50 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-153

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 12/6/2025

5 Quart Mixer

In Service

Date Technician CertificateAction Status

Id Nbr.

129

12/6/2023 Lai, Binh     0057 ViewCheck

12/6/2023 McCullough, Donald     0004 ViewIn Service

7/12/2021 McCullough, Donald     0004Spare Equipment

6/8/2020 Lai, Binh     0057 ViewCheck

12/14/2017 Lai, Binh     0057 ViewCheck

31-1206-705LS0091 Hobart Corportation N-50A Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-153

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 3/12/2026

5 Quart Mixer

In Service

Date Technician CertificateAction Status

Id Nbr.

130

3/12/2024 Lai, Binh     0057 ViewCheck

3/10/2022 Lai, Binh     0057 ViewCheck

6/8/2020 Lai, Binh     0057 ViewCheck

12/14/2017 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-153.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/00-242-177.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/00-242-177.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12920231206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12920231206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12920200608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12920171214.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-153.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/31-1206-705.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/31-1206-705.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13020240312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13020220310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13020200608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13020171214.pdf


Lab Equipment Calibration

Ovens and Furnaces

1148290801240528LO0468 Thermo Scientific F48010 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/9/2025

Muffle Furnace

In Service

Date Technician CertificateAction Status

Id Nbr.

3774

9/9/2024 External Agency ViewCheck

6/21/2024 McCullough, Donald     0004In Service

6/5/2024 Lai, Binh     0057 ViewCheck

1249080604313LF0016 Thermo Scientific F6010 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/9/2025

Muffle Furnace

In Service

Date Technician CertificateAction Status

Id Nbr.

460

9/9/2024 External Agency ViewCheck

8/28/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

8/27/2020 External Agency ViewCheck

10/17/2019 External Agency ViewCheck

7/17/2019 Lai, Binh     0057 ViewCheck

U10R-507875-URLO0354 Blue M M01430A-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/14/2026

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

741

3/14/2025 Lai, Binh     0057 ViewCheck

3/14/2024 Lai, Binh     0057 ViewCheck

3/14/2023 Lai, Binh     0057 ViewCheck

3/14/2022 Lai, Binh     0057 ViewCheck

3/10/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/15/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/377420240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/377420240605.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1249080604313.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46020240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46020230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46020220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46020200827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46020191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46020190717.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/U10R-507875-UR.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74120250314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74120240314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74120230314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74120220314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74120210310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74120200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74120190715.pdf


Lab Equipment Calibration

X03S-518130-XSLO0359 Blue M GO1350C-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/14/2026

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

746

3/14/2025 Lai, Binh     0057 ViewCheck

3/14/2024 Lai, Binh     0057 ViewCheck

3/14/2023 Lai, Binh     0057 ViewCheck

3/14/2022 Lai, Binh     0057 ViewCheck

3/10/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/15/2019 Lai, Binh     0057 ViewCheck

Page 23 of 554/8/2025 9:56 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/X03S-518130-XS.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74620250314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74620240314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74620230314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74620220314.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74620210310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74620200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74620190715.pdf


Lab Equipment Calibration

Scales

0705121PS0300 Sauter E2080     Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Platform Scale

In Service

Date Technician CertificateAction Status

Id Nbr.

429

9/11/2024 External Agency ViewCalibrate

8/30/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/18/2018 External Agency ViewCalibrate

1114020463PS0374 Mettler Toledo PM4000    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

797

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/18/2018 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/0705121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42920181018.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1114020463.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1114020463.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79720181018.pdf


Lab Equipment Calibration

1119712968LBT0252 Mettler Toledo AG204 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

Analytical Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

798

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

1129191483LBT0293 Mettler Toledo AB204-S Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/12/2025

Analytical Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

781

9/12/2024 External Agency ViewCalibrate

8/30/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/18/2018 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79820220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79820200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79820200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1129191483.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1129191483.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78120181018.pdf


Lab Equipment Calibration

2114016250PS0373 Mettler Toledo PM6000    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

795

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/18/2018 External Agency ViewCalibrate

B841585938LBT0358 Mettler Toledo ME1002E Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

790

9/11/2024 External Agency ViewCalibrate

8/30/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/18/2018 External AgencyCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2114016250.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/2114016250.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79520181018.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/B841585938.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/B841585938.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79020230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79020220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79020200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79020200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79020191017.pdf


Lab Equipment Calibration

C020428277LBT0364 Mettler Toledo ME3002E Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

1589

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

9/1/2020 External Agency ViewCalibrate

8/31/2020 McCullough, Donald     0004In Service

C134442453FL2471 Mettler Toledo HX204 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Moisture Analyzer

In Service

Date Technician CertificateAction Status

Id Nbr.

3487

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

1/13/2022 McCullough, Donald     0004 ViewCalibrate

1/10/2022 McCullough, Donald     0004In Service

C79091LBT0064 Mettler Toledo AE100     Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Analytical Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

783

9/11/2024 External Agency ViewCalibrate

8/30/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/18/2018 External Agency ViewCalibrate

Page 27 of 554/8/2025 9:56 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C020428277.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/C020428277.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158920220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158920200901.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C134442453.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/C134442453.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348720220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348720220113.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C79091.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/C79091.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78320181018.pdf


Lab Equipment Calibration

Sieves

0440883904408839 Gilson V8CH #100 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#100)

In Service

Date Technician CertificateAction Status

Id Nbr.

1923

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/14/2021 Lai, Binh     0057 ViewCheck

9/16/2020 Lai, Binh     0057 ViewCheck

9/15/2020 Groom, Michael D.     2629In Service

7/10/2020 McCullough, Donald     0004Spare Equipment

7/8/2019 Lai, Binh     0057 ViewCheck

048955620 Gilson V12CF #20 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#20)

In Service

Date Technician CertificateAction Status

Id Nbr.

1925

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

7/8/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/04408839.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192320210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100320210414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100320200916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100320190708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/0489556.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192520210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94620210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94620200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94620190708.pdf


Lab Equipment Calibration

063191745 Gilson V12SF #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

1957

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

7/10/2019 Lai, Binh     0057 ViewCheck

0640939406409394 Gilson V8CH #20 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#20)

In Service

Date Technician CertificateAction Status

Id Nbr.

1958

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/14/2021 Lai, Binh     0057 ViewCheck

9/16/2020 Lai, Binh     0057 ViewCheck

9/15/2020 Groom, Michael D.     2629In Service

7/10/2020 McCullough, Donald     0004Spare Equipment

7/8/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/06319174.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195720210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81520210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81520200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81520190710.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/06409394.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/195820210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100720210414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100720200916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100720190708.pdf


Lab Equipment Calibration

0816942408169424 Gilson V8CF #16 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

1980

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/14/2021 Lai, Binh     0057 ViewCheck

9/16/2020 Lai, Binh     0057 ViewCheck

9/15/2020 Groom, Michael D.     2629In Service

7/10/2020 McCullough, Donald     0004Spare Equipment

7/8/2019 Lai, Binh     0057 ViewCheck

0816942808169428 Gilson V8CF #30 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#30)

In Service

Date Technician CertificateAction Status

Id Nbr.

1982

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/14/2021 Lai, Binh     0057 ViewCheck

9/16/2020 Lai, Binh     0057 ViewCheck

9/15/2020 Groom, Michael D.     2629In Service

7/10/2020 McCullough, Donald     0004Spare Equipment

7/8/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/08169424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198020210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100420210414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100420200916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/100420190708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/08169428.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198220210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101520210414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101520200916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101520190708.pdf


Lab Equipment Calibration

0816943208169432 Gilson 667924    Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#50)

In Service

Date Technician CertificateAction Status

Id Nbr.

1985

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/14/2021 Lai, Binh     0057 ViewCheck

9/16/2020 Lai, Binh     0057 ViewCheck

9/15/2020 Groom, Michael D.     2629In Service

7/10/2020 McCullough, Donald     0004Spare Equipment

7/8/2019 Lai, Binh     0057 ViewCheck

105194788 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2050

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

10/19/2020 McCullough, Donald     0004In Service

9/10/2020 McCullough, Donald     0004Spare Equipment

7/20/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/08169432.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198520210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101720210414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101720200916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101720190708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/10519478.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205020210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85920210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85920200720.pdf


Lab Equipment Calibration

194922281V6SF-53 Gilson V6SF #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

6" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2296

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

7/8/2019 Lai, Binh     0057 ViewCheck

1-S3251 Humboldt H-3807F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

#325

In Service

Date Technician CertificateAction Status

Id Nbr.

2319

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

6/18/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

6/12/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/229620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/229620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/229620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/229620210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128420210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128420200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128420190708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1-S325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/231920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/231920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/231920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/231920210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81220210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81220200618.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81220190612.pdf


Lab Equipment Calibration

200SS8F13957111 VWR Scientific 200SS8F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2328

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

7/6/2020 McCullough, Donald     0004In Service

4/18/2020 Lai, Binh     0057Check

200SS8F13957312 VWR Scientific 200SS8F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2329

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

7/6/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/200SS8F139571.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232820210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132820210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132820200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/200SS8F139573.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232920210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132920210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132920200720.pdf


Lab Equipment Calibration

2-S3252 Humboldt H-3807F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

#325

In Service

Date Technician CertificateAction Status

Id Nbr.

2393

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

6/18/2020 Lai, Binh     0057 ViewCheck

6/12/2019 Lai, Binh     0057 ViewCheck

3-S3253 Humboldt H-3807F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

#325

In Service

Date Technician CertificateAction Status

Id Nbr.

2425

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

6/18/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

6/12/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2-S325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/239320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/239320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/239320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/239320210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80720210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80720200618.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80720190612.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3-S325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/242520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/242520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/242520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/242520210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80920210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80920200618.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80920190612.pdf


Lab Equipment Calibration

436083436083 Endecotts 008BAW.425 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

8" (#40)

In Service

Date Technician CertificateAction Status

Id Nbr.

2432

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/14/2021 Lai, Binh     0057 ViewCheck

9/16/2020 Lai, Binh     0057 ViewCheck

9/15/2020 Groom, Michael D.     2629In Service

7/10/2020 McCullough, Donald     0004Spare Equipment

7/8/2019 Lai, Binh     0057 ViewCheck

4-S3254 Humboldt H-3807F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

#325

In Service

Date Technician CertificateAction Status

Id Nbr.

2465

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

6/18/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

6/12/2019 Lai, Binh     0057 ViewCheck

Page 35 of 554/8/2025 9:57 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/436083.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/243220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/243220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/243220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/243220210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101620210414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101620200916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/101620190708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4-S325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/246520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/246520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/246520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/246520210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80820210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80820200618.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/80820190612.pdf


Lab Equipment Calibration

5-S3255 Humboldt H-3807F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

#325

In Service

Date Technician CertificateAction Status

Id Nbr.

2504

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

6/18/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

6/12/2019 Lai, Binh     0057 ViewCheck

62162899 Retsch 6015900075 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2520

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

10/19/2020 Lai, Binh     0057 ViewCheck

10/19/2020 McCullough, Donald     0004 ViewIn Service

Page 36 of 554/8/2025 9:57 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5-S325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/250420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/250420230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/250420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/250420210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81020210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81020200618.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81020190612.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/6216289.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252020210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158020210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158020201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/158020201019.pdf


Lab Equipment Calibration

6-S3256 Humboldt H-3807F Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

#325

In Service

Date Technician CertificateAction Status

Id Nbr.

2536

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

6/18/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

6/12/2019 Lai, Binh     0057 ViewCheck

99100351AG1-30-B Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#30)

In Service

Date Technician CertificateAction Status

Id Nbr.

2597

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

10/19/2020 Lai, Binh     0057 ViewCheck

10/19/2020 McCullough, Donald     0004 ViewIn Service

7/16/2020 McCullough, Donald     0004Spare Equipment

7/17/2019 Lai, Binh     0057Check

Page 37 of 554/8/2025 9:57 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/6-S325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/253620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/253620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/253620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/253620210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81120210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81120200618.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81120190612.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/99100351.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/259720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/259720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/259720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/259720210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94720210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94720201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94720201019.pdf


Lab Equipment Calibration

Chlorides-1Chlorides-1 W.S. Tyler UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#50)

In Service

Date Technician CertificateAction Status

Id Nbr.

2787

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/16/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

7/6/2020 McCullough, Donald     0004In Service

CLL-1CLL-1 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" Lid

In Service

Date Technician CertificateAction Status

Id Nbr.

3412

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004 ViewIn Service

8/30/2021 External Agency ViewCheck

CLP-1CLP-1 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3411

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004 ViewIn Service

8/30/2021 External Agency ViewCheck

Page 38 of 554/8/2025 9:57 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/278720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/278720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/278720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/278720210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133020210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133020200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341220210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341220210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341120230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341120220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341120210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341120210830.pdf


Lab Equipment Calibration

F12HU00001AG1-30-A Humboldt UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#30)

In Service

Date Technician CertificateAction Status

Id Nbr.

2883

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

10/19/2020 McCullough, Donald     0004In Service

PR-5-2APR Dual 1 in. deep Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#5)

In Service

Date Technician CertificateAction Status

Id Nbr.

3266

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

8/31/2022 External Agency ViewCheck

12/27/2019 Groom, Michael D.     2629Spare Equipment

PR-5-3APR Dual 1 in. deep Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#5)

In Service

Date Technician CertificateAction Status

Id Nbr.

3265

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/31/2022 External Agency ViewCheck

7/31/2020 McCullough, Donald     0004In Service

7/27/2020 McCullough, Donald     0004Spare Equipment

Page 39 of 554/8/2025 9:57 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/F12HU00001.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/288320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/288320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/288320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/288320210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86020210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/326620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/326620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/326620220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/326620220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/326520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/326520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/326520220831.pdf


Lab Equipment Calibration

Tamping Tools

CT 26CT 26 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 3/20/2026

Cement Tamper (Rubber)

In Service

Date Technician CertificateAction Status

Id Nbr.

3548

3/20/2025 Lai, Binh     0057 ViewCheck

3/21/2024 Lai, Binh     0057 ViewCheck

8/29/2023 McCullough, Donald     0004 ViewIn Service

8/29/2023 Lai, Binh     0057 ViewCheck

5/2/2022 McCullough, Donald     0004Spare Equipment

CT 27CT 27 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/10/2025

Cement Tamper (Rubber)

In Service

Date Technician CertificateAction Status

Id Nbr.

3549

4/10/2024 Lai, Binh     0057 ViewCheck

4/9/2024 McCullough, Donald     0004In Service

5/2/2022 McCullough, Donald     0004Spare Equipment

Tension Machine

AP65585LAT0267 Tinius Olsen 10ST Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

Load Cell (10,000 N) (Frame: ST-AF-01732GB)

In Service

Date Technician CertificateAction Status

Id Nbr.

1858

9/12/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/18/2022 External Agency ViewCalibrate

9/23/2021 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2021 McCullough, Donald     0004In Service

2/10/2021 External Agency ViewCalibrate

Page 40 of 554/8/2025 9:57 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354820250320.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354820240321.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354920240410.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/AP65585.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185820240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185820230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185820210923.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185820210210.pdf


Lab Equipment Calibration

Thermometers

07000028-1207000028 Omega UNKNOWN Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Probe#20/Green/12"

In Service

Date Technician CertificateAction Status

Id Nbr.

1220

9/11/2024 McCullough, Donald     0004 ViewIn Service

9/11/2024 External Agency ViewStandardize

7/26/2022 McCullough, Donald     0004Spare Equipment

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize

080087-12080087 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Probe#09/Black/Green/12"

In Service

Date Technician CertificateAction Status

Id Nbr.

1198

9/11/2024 External Agency ViewStandardize

8/28/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewCheck

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

8/26/2020 External Agency ViewCheck

10/17/2019 External Agency ViewCheck

10/17/2019 External Agency ViewStandardize

3/20/2019 External Agency ViewCheck

3/20/2019 External Agency ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/07000028-12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122020200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122020191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080087-12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820190320.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119820190320.pdf


Lab Equipment Calibration

210325210325 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

3510

9/11/2024 External Agency ViewStandardize

8/28/2023 External Agency ViewStandardize

4/6/2023 Lai, Binh     0057 ViewStandardize

4/6/2023 McCullough, Donald     0004 ViewIn Service

7/26/2022 McCullough, Donald     0004Spare Equipment

2/11/2022 Lai, Binh     0057 ViewStandardize

2/9/2022 McCullough, Donald     0004In Service

210348210348 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

3802

9/11/2024 McCullough, Donald     0004 ViewIn Service

9/11/2024 External Agency ViewStandardize

NA11NA11 Cole-Parmer 90090-06 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

T-Handle

In Service

Date Technician CertificateAction Status

Id Nbr.

1768

9/11/2024 External Agency ViewStandardize

8/28/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

3/21/2022 Lai, Binh     0057 ViewStandardize

3/24/2021 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/210325.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/210325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351020230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351020230406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351020230406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351020220211.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/380220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/380220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/NA11.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176820230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176820220321.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176820210324.pdf


Lab Equipment Calibration

Thermometers - Cure Tank

1128174LAT0228 Fluke 1523 Quality Assurance Standardize 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-184

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 7/9/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

1261

1/9/2025 Lai, Binh     0057 ViewStandardize

7/10/2024 Lai, Binh     0057 ViewStandardize

1/10/2024 Lai, Binh     0057 ViewStandardize

7/11/2023 Lai, Binh     0057 ViewStandardize

1/11/2023 Lai, Binh     0057 ViewStandardize

7/12/2022 Lai, Binh     0057 ViewStandardize

1/6/2022 Lai, Binh     0057 ViewStandardize

7/8/2021 Lai, Binh     0057 ViewStandardize

3/5/2021 Groom, Michael D.     2629In Service

2/16/2021 External Agency ViewStandardize

12/27/2019 Groom, Michael D.     2629Spare Equipment

C0C098LAT0228-C0C098 Fluke 5611T Quality Assurance Standardize 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-184

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 7/13/2025

Probe#30/Thermister

In Service

Date Technician CertificateAction Status

Id Nbr.

1762

1/13/2025 Lai, Binh     0057 ViewStandardize

7/10/2024 Lai, Binh     0057 ViewStandardize

1/10/2024 Lai, Binh     0057 ViewStandardize

7/11/2023 Lai, Binh     0057 ViewStandardize

1/11/2023 Lai, Binh     0057 ViewStandardize

7/12/2022 Lai, Binh     0057 ViewStandardize

1/6/2022 Lai, Binh     0057 ViewStandardize

7/8/2021 Lai, Binh     0057 ViewStandardize

3/5/2021 McCullough, Donald     0004In Service

2/16/2021 External Agency ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-184.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1128174.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1128174.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120250109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120240710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120240110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120230711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120230111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120220712.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120220106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120210708.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126120210216.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-184.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220250113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220240710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220240110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220230711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220230111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220220712.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220220106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220210708.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176220210216.pdf


Lab Equipment Calibration

Thermometers - High Humidity Area

B82259LAT0252 Fluke 1620A     Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-106

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 7/6/2025

Digital Display (Cement Room)

In Service

Date Technician CertificateAction Status

Id Nbr.

1189

1/6/2025 Lai, Binh     0057 ViewCheck

7/10/2024 Lai, Binh     0057 ViewCheck

1/10/2024 Lai, Binh     0057 ViewCheck

7/7/2023 Lai, Binh     0057 ViewCheck

1/10/2023 Lai, Binh     0057 ViewCheck

7/7/2022 Lai, Binh     0057 ViewCheck

1/6/2022 Lai, Binh     0057 ViewCheck

7/6/2021 Lai, Binh     0057 ViewCheck

1/20/2021 Lai, Binh     0057 ViewCheck

9/24/2020 Groom, Michael D.     2629In Service

7/17/2020 Lai, Binh     0057 ViewCheck

1/20/2020 Lai, Binh     0057 ViewCheck

B9C606LAT0252-B9C606 Fluke 2626-S Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-159

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 7/6/2025

Humidity Sensor (Cement Room)

In Service

Date Technician CertificateAction Status

Id Nbr.

1292

1/6/2025 Lai, Binh     0057 ViewCheck

7/10/2024 Lai, Binh     0057 ViewCheck

1/10/2024 Lai, Binh     0057 ViewCheck

7/7/2023 Lai, Binh     0057 ViewCheck

1/10/2023 Lai, Binh     0057 ViewCheck

7/7/2022 Lai, Binh     0057 ViewCheck

1/6/2022 Lai, Binh     0057 ViewCheck

7/6/2021 Lai, Binh     0057 ViewCheck

1/20/2021 Lai, Binh     0057 ViewCheck

7/17/2020 Lai, Binh     0057 ViewCheck

12/18/2019 External Agency ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/B82259.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/B82259.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920250106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920240710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920240110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920230707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920230110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920220707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920220106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920210706.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920210120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118920200120.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-159.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/B9C606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220250106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220240710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220240110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220230707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220230110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220220707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220220106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220210706.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220210120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129220191218.pdf


Lab Equipment Calibration

Timing Devices

111563081111563081 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/4/2026

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

561

4/4/2025 Lai, Binh     0057 ViewStandardize

4/5/2024 Lai, Binh     0057 ViewStandardize

4/5/2023 Lai, Binh     0057 ViewStandardize

4/4/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057 ViewStandardize

111563092111563092 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/4/2026

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

562

4/4/2025 Lai, Binh     0057 ViewStandardize

4/3/2024 Lai, Binh     0057 ViewStandardize

4/3/2023 Lai, Binh     0057 ViewStandardize

4/11/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/23/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111563081.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56120250404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56120240405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56120230405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56120220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56120210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56120200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56120190417.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111563092.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56220250404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56220240403.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56220230403.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56220220411.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56220210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56220200423.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56220190417.pdf


Lab Equipment Calibration

111583833111583833 Fisher Scientific 06-662-56 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

527

4/8/2024 Lai, Binh     0057 ViewStandardize

4/6/2023 Lai, Binh     0057 ViewStandardize

4/4/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057Standardize

6179561795 Fisher Scientific 14-648-3 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/4/2026

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

321

4/4/2025 Lai, Binh     0057 ViewStandardize

4/3/2024 Lai, Binh     0057 ViewStandardize

4/3/2023 Lai, Binh     0057 ViewStandardize

4/7/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

3/28/2019 Lai, Binh     0057 ViewStandardize

10/18/2018 Lai, Binh     0057Standardize

6198778961987789 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1248

4/8/2024 Lai, Binh     0057 ViewStandardize

4/5/2023 Lai, Binh     0057 ViewStandardize

4/4/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/23/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111583833.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720230406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/61795.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32120250404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32120240403.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32120230403.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32120220407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32120210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32120200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32120190328.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/61987789.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820230405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820200423.pdf


Lab Equipment Calibration

C56317C56317 GraLab 171       Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1249

4/8/2024 Lai, Binh     0057 ViewStandardize

4/6/2023 Lai, Binh     0057 ViewStandardize

4/11/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

CHL1CHL1 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/7/2026

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1850

4/7/2025 Lai, Binh     0057 ViewStandardize

4/5/2024 Lai, Binh     0057 ViewStandardize

4/4/2023 Lai, Binh     0057 ViewStandardize

4/4/2022 Lai, Binh     0057 ViewStandardize

8/20/2021 McCullough, Donald     0004 ViewIn Service

8/20/2021 McCullough, Donald     0004 ViewStandardize

CHL2CHL2 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/7/2026

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

3659

4/7/2025 Lai, Binh     0057 ViewStandardize

4/5/2024 Lai, Binh     0057 ViewStandardize

4/4/2023 Lai, Binh     0057 ViewStandardize

2/13/2023 Lai, Binh     0057 ViewStandardize

2/10/2023 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C56317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920230406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920220411.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CHL1.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/CHL1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185020250407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185020240405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185020230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185020220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185020210820.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185020210820.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CHL2.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/CHL2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/365920250407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/365920240405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/365920230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/365920230213.pdf


Lab Equipment Calibration

DD Fisher Scientific 06-662-56 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

521

4/8/2024 Lai, Binh     0057 ViewStandardize

4/5/2023 Lai, Binh     0057 ViewStandardize

4/7/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057 ViewStandardize

Unit Weight

AIR-2AIR-2 Humboldt H-3840 Quality Assurance Calibrate 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-146

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/13/2027

Brass Air Content Measure, 400mL

In Service

Date Technician CertificateAction Status

Id Nbr.

48

3/13/2025 Lai, Binh     0057 ViewCalibrate

3/13/2023 Lai, Binh     0057 ViewCalibrate

3/12/2021 Lai, Binh     0057 ViewCalibrate

6/28/2019 Lai, Binh     0057 ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/D.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120230405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120220407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120190417.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-146.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/AIR-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4820250313.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4820230313.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4820210312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4820190628.pdf


Lab Equipment Calibration

Variable Length Measurement

111541579111541579 Fisher Scientific Traceable Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 3/10/2026

Calipers 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

65

3/10/2025 Lai, Binh     0057 ViewCheck

3/11/2024 Lai, Binh     0057 ViewCheck

3/7/2023 Lai, Binh     0057 ViewCheck

3/8/2022 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

5/7/2020 Lai, Binh     0057 ViewCheck

5/10/2019 Lai, Binh     0057 ViewCheck

111541659111541659 Fisher Scientific Traceable Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 3/10/2026

Calipers 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

63

3/10/2025 Lai, Binh     0057 ViewCheck

3/11/2024 Lai, Binh     0057 ViewCheck

3/7/2023 Lai, Binh     0057 ViewCheck

3/8/2022 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

5/7/2020 Lai, Binh     0057 ViewCheck

5/10/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111541579.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/111541579.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6520250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6520240311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6520230307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6520220308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6520210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6520200507.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6520190510.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111541659.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/111541659.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6320250310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6320240311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6320230307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6320220308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6320210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6320200507.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6320190510.pdf


Lab Equipment Calibration

18435478S0480076 Starrett 760 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-105

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 3/6/2026

Micrometer 1"

In Service

Date Technician CertificateAction Status

Id Nbr.

701

3/6/2025 Lai, Binh     0057 ViewCheck

3/7/2024 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewCheck

3/19/2020 Lai, Binh     0057 ViewCheck

3/5/2019 Lai, Binh     0057 ViewCheck

1/17/2019 Lai, Binh     0057Check

350802S0480063 Fowler Max-Cal Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Calipers 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

62

3/6/2025 Lai, Binh     0057 ViewCheck

3/8/2024 Lai, Binh     0057 ViewCheck

3/7/2023 Lai, Binh     0057 ViewCheck

3/8/2022 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

5/7/2020 Lai, Binh     0057 ViewCheck

5/10/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-105.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/18435478.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/18435478.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70120250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70120240307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70120230306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70120220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70120210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70120200319.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70120190305.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/350802.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6220250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6220240308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6220230307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6220220308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6220210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6220200507.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6220190510.pdf


Lab Equipment Calibration

IG601367IG601367 Fowler Pro-Max   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Calipers 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

64

3/6/2025 Lai, Binh     0057 ViewCheck

3/8/2024 Lai, Binh     0057 ViewCheck

3/7/2023 Lai, Binh     0057 ViewCheck

3/8/2022 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

5/7/2020 Lai, Binh     0057 ViewCheck

5/10/2019 Lai, Binh     0057 ViewCheck

ST0831312ST0831312 Starrett 3734 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-105

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 3/6/2026

Micrometer 1"

In Service

Date Technician CertificateAction Status

Id Nbr.

697

3/6/2025 Lai, Binh     0057 ViewCheck

3/7/2024 Lai, Binh     0057 ViewCheck

3/6/2023 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewCheck

3/19/2020 Lai, Binh     0057 ViewCheck

3/12/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/IG601367.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6420250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6420240308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6420230307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6420220308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6420210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6420200507.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6420190510.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-105.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/ST0831312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69720250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69720240307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69720230306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69720220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69720210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69720200319.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69720190312.pdf


Lab Equipment Calibration

Vicat

E044NY-BA-0014LAT0270 Humboldt H-3052 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/4/2027

Vicat Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

3852

4/4/2025 Lai, Binh     0057 ViewCheck

5/9/2022 McCullough, Donald     0004In Service

FL1293FL1293 Humboldt H-3050 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/10/2025

Vicat Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

571

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

J-227J-227 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

583

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-228J-228 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

572

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/E044NY-BA-0014.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/E044NY-BA-0014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/385220250404.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57120230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57120210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-227.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58320230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58320210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58320190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-228.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57220230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57220210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57220190807.pdf


Lab Equipment Calibration

J-229J-229 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

573

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-230J-230 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

584

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-231J-231 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

578

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-232J-232 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

577

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-229.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57320230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57320210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57320190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-230.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58420230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58420210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58420190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-231.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57820230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57820210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57820190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-232.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57720230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57720210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57720190807.pdf


Lab Equipment Calibration

J-233J-233 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

579

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-235J-235 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

575

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-236J-236 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

580

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-237J-237 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

574

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-233.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57920230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57920210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57920190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-235.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57520230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57520210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57520190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-236.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58020230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58020210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58020190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-237.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57420230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57420210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57420190807.pdf


Lab Equipment Calibration

J-238J-238 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

581

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

P-280P-280 Humboldt H-3050 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Vicat Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

570

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

X-Ray

DY1422FL2265 Panalytical AXIOS Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-141

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/4/2026

X-Ray Fluorescence Spectrometer

In Service

Date Technician CertificateAction Status

Id Nbr.

605

4/4/2024 Danna Crouse ViewCheck

1/4/2024 McCullough, Donald     0004In Service

10/6/2023 McCullough, Donald     0004Out of Service for Repair

3/10/2021 McCullough, Donald     0004Spare Equipment

8/19/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-238.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58120230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58120210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58120190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P-280.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57020230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57020210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57020190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-141.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/DY1422.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60520240404.pdf

