
Lab Equipment Calibration

Lab Id Lab Name

122Total Equipment:

Central Bituminous Mixture Lab93        

Frequency 
(Mnths.) Count of Equip.

0 4

1 1

6 4

12 113

Bath

308358LV0030 Fisher Scientific 9610 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/10/2025

Bath with heater & Cooler

In Service

Date Technician CertificateAction Status

Id Nbr.

588

5/10/2024 Lai, Binh     0057 ViewCheck

5/11/2023 Lai, Binh     0057 ViewCheck

5/12/2022 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

12/10/2019 Lai, Binh     0057Check

12/10/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/308358.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58820240510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58820230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58820220512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58820210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58820201012.pdf


Lab Equipment Calibration

3E1750061H0977 PolyScience MX-CA11B  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/10/2025

Bath Heater    (WB-2)

In Service

Date Technician CertificateAction Status

Id Nbr.

592

5/10/2024 Lai, Binh     0057 ViewCheck

5/11/2023 Lai, Binh     0057 ViewCheck

5/11/2023 Lai, Binh     0057 ViewStandardize

6/30/2022 McCullough, Donald     0004In Service

5/11/2022 Lai, Binh     0057 ViewCheck

5/11/2022 Lai, Binh     0057 ViewStandardize

5/10/2021 Lai, Binh     0057 ViewStandardize

5/10/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewStandardize

10/12/2020 Lai, Binh     0057 ViewCheck

10/15/2019 Lai, Binh     0057 ViewCheck

10/15/2019 Lai, Binh     0057 ViewStandardize

10/2/2018 Lai, Binh     0057Check

10/2/2018 Lai, Binh     0057Standardize

LV0035LV0035 Humboldt H-1394 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/13/2025

Bath and heater combined

In Service

Date Technician CertificateAction Status

Id Nbr.

589

5/13/2024 Lai, Binh     0057 ViewCheck

5/12/2023 Lai, Binh     0057 ViewStandardize

5/12/2023 Lai, Binh     0057 ViewCheck

5/11/2022 Lai, Binh     0057 ViewStandardize

5/11/2022 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewStandardize

5/10/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewStandardize

10/12/2020 Lai, Binh     0057 ViewCheck

10/15/2019 Lai, Binh     0057Check

10/15/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3E1750061.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220240510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220191015.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59220191015.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LV0035.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LV0035.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920240513.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920230512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920230512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58920201012.pdf


Lab Equipment Calibration

LV0036LV0036 Humboldt H-1394 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/15/2025

Bath and heater combined

In Service

Date Technician CertificateAction Status

Id Nbr.

590

5/15/2024 Lai, Binh     0057 ViewCheck

5/12/2023 Lai, Binh     0057 ViewCheck

5/12/2023 Lai, Binh     0057 ViewStandardize

5/11/2022 Lai, Binh     0057 ViewStandardize

5/11/2022 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewStandardize

5/10/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewStandardize

10/12/2020 Lai, Binh     0057 ViewCheck

10/15/2019 Lai, Binh     0057Standardize

10/15/2019 Lai, Binh     0057Check

LV0054LV0054 RITEHETE WB Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/10/2025

Bath and heater combined

In Service

Date Technician CertificateAction Status

Id Nbr.

1769

5/10/2024 Lai, Binh     0057 ViewCheck

5/11/2023 Lai, Binh     0057 ViewCheck

5/11/2022 Lai, Binh     0057 ViewCheck

5/11/2021 Lai, Binh     0057 ViewCheck

3/24/2021 Lai, Binh     0057 ViewCheck

3/19/2021 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LV0036.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LV0036.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020240515.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020230512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020230512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59020201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LV0054.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LV0054.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176920240510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176920230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176920220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176920210511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176920210324.pdf


Lab Equipment Calibration

Centrifuge Extractor

1474LR0155 SMM A.G. 14000 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-121

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/17/2025

Continuous Flow

In Service

Date Technician CertificateAction Status

Id Nbr.

137

5/17/2024 Lai, Binh     0057 ViewCheck

5/17/2023 Lai, Binh     0057 ViewCheck

5/17/2022 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewCheck

1/8/2021 Lai, Binh     0057 ViewCheck

1/16/2020 Lai, Binh     0057 ViewCheck

1/23/2019 Lai, Binh     0057 ViewCheck

40886357LR0139 Ploog Engineering MX207 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-121

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/20/2025

Extractor

In Service

Date Technician CertificateAction Status

Id Nbr.

138

5/20/2024 Lai, Binh     0057 ViewCheck

5/17/2023 Lai, Binh     0057 ViewCheck

5/17/2022 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewCheck

1/8/2021 Lai, Binh     0057 ViewCheck

1/16/2020 Lai, Binh     0057 ViewCheck

1/23/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-121.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1474.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13720240517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13720230517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13720220517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13720210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13720210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13720200116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13720190123.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-121.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/40886357.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/40886357.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13820240520.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13820230517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13820220517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13820210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13820210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13820200116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13820190123.pdf


Lab Equipment Calibration

CoreDry Vacuum

650W2FL2325 InstroTek CoreDry Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-116

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/20/2025

CoreDry Vacuum Pressure

In Service

Date Technician CertificateAction Status

Id Nbr.

617

11/20/2024 Lai, Binh     0057 ViewCheck

5/16/2024 Lai, Binh     0057 ViewCheck

11/16/2023 Lai, Binh     0057 ViewStandardize

11/16/2023 Lai, Binh     0057 ViewCheck

5/15/2023 Lai, Binh     0057 ViewStandardize

5/15/2023 Lai, Binh     0057 ViewCheck

11/14/2022 Lai, Binh     0057 ViewCheck

11/14/2022 Lai, Binh     0057 ViewStandardize

5/16/2022 Lai, Binh     0057 ViewCheck

5/16/2022 Lai, Binh     0057 ViewStandardize

11/10/2021 Lai, Binh     0057 ViewCheck

11/10/2021 Lai, Binh     0057 ViewStandardize

6/8/2021 Lai, Binh     0057 ViewCheck

6/8/2021 Lai, Binh     0057 ViewStandardize

12/14/2020 Lai, Binh     0057 ViewStandardize

12/14/2020 Lai, Binh     0057 ViewCheck

6/15/2020 Lai, Binh     0057 ViewCheck

6/15/2020 Lai, Binh     0057 ViewStandardize

12/9/2019 Lai, Binh     0057Check

12/9/2019 Lai, Binh     0057Standardize

7/8/2019 Lai, Binh     0057Standardize

7/8/2019 Lai, Binh     0057Check

1/22/2019 Lai, Binh     0057Standardize

1/22/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-116.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/650W2.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/650W2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720241120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720240516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720231116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720231116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720230515.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720230515.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720220516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720220516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720211110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720211110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720210608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720210608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720200615.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61720200615.pdf


Lab Equipment Calibration

Corelok Vacuum

4651FL2361 InstroTek I-225 Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-118

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/20/2025

Corelok Vacuum System

In Service

Date Technician CertificateAction Status

Id Nbr.

619

11/20/2024 Lai, Binh     0057 ViewCheck

5/16/2024 Lai, Binh     0057 ViewCheck

11/16/2023 Lai, Binh     0057 ViewCheck

5/15/2023 Lai, Binh     0057 ViewCheck

11/14/2022 Lai, Binh     0057 ViewCheck

5/16/2022 Lai, Binh     0057 ViewCheck

11/10/2021 Lai, Binh     0057 ViewCheck

6/8/2021 Lai, Binh     0057 ViewCheck

12/14/2020 McCullough, Donald     0004 ViewIn Service

12/14/2020 Lai, Binh     0057 ViewCheck

7/24/2020 McCullough, Donald     0004Equipment Repurposed

12/27/2019 Groom, Michael D.     2629Spare Equipment

9/16/2019 Lai, Binh     0057Check

6/6/2019 Lai, Binh     0057Check

3/15/2019 Lai, Binh     0057Check

Vacuum BagsFl2361 N/A N/A Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-118

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/6/2025

Corelok Vacuum Bags

In Service

Date Technician CertificateAction Status

Id Nbr.

1849

5/6/2024 Lai, Binh     0057 ViewCheck

5/1/2023 Lai, Binh     0057 ViewCheck

6/14/2022 Lai, Binh     0057 ViewCheck

6/8/2021 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-118.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4651.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/4651.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920241120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920240516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920231116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920230515.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920220516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920211110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920210608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61920201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-118.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Vacuum Bags.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184920240506.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184920230501.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184920220614.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184920210608.pdf


Lab Equipment Calibration

Cracking Tolerance Index

1645055516450555 MATEST STTLX0025 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

LVDT

In Service

Date Technician CertificateAction Status

Id Nbr.

315

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

31602AG/0103 MATEST S337-34 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Load Cell

In Service

Date Technician CertificateAction Status

Id Nbr.

310

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/27/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/16450555.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31520220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31520200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31520191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31520181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/31602.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31020220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31020200827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31020191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31020181008.pdf


Lab Equipment Calibration

J1031486J1031486 MATEST S337-32 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Load Cell

In Service

Date Technician CertificateAction Status

Id Nbr.

306

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/27/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

Fine Aggregate Angularity

FAA1FAA1 Gilson SG-40 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-122

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/21/2025

FAA Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

117

5/21/2024 Lai, Binh     0057 ViewCheck

5/22/2023 Lai, Binh     0057 ViewCheck

5/23/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewCheck

5/14/2020 Lai, Binh     0057 ViewCheck

5/6/2019 Lai, Binh     0057Check

Page 8 of 544/8/2025 10:01 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J1031486.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/30620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/30620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/30620220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/30620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/30620200827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/30620191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/30620181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-122.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FAA1.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/FAA1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11720240521.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11720230522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11720220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11720210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11720200514.pdf


Lab Equipment Calibration

Freezers

1161369001200623L0217 Thermo Scientific TSX2320FA1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-103

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/6/2025

Freezer (Temperature Check)

In Service

Date Technician CertificateAction Status

Id Nbr.

1334

6/6/2024 Lai, Binh     0057 ViewCheck

6/5/2023 Lai, Binh     0057 ViewCheck

6/3/2022 Lai, Binh     0057 ViewCheck

7/12/2021 Lai, Binh     0057 ViewCheck

12/30/2020 Lai, Binh     0057Check

7/10/2020 Lai, Binh     0057 ViewCheck

7/8/2020 McCullough, Donald     0004In Service

Page 9 of 544/8/2025 10:01 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-103.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1161369001200623.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133420240606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133420230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133420220603.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133420210712.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133420200710.pdf


Lab Equipment Calibration

T-1161369001200623L0217 Thermo Scientific TSX2320FA1 Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/4/2025

Freezer (Temperature Logs AD)

In Service

Date Technician CertificateAction Status

Id Nbr.

1741

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

9/4/2022 Lai, Binh     0057 ViewCheck

8/4/2022 Lai, Binh     0057 ViewCheck

7/4/2022 Lai, Binh     0057 ViewCheck

6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/72b/T-1161369001200623.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120231104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120221204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120221104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120221004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220404.pdf


Lab Equipment Calibration
3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/4/2021 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/4/2021 Lai, Binh     0057 ViewCheck

7/28/2021 Lai, Binh     0057 ViewCheck

6/24/2021 Lai, Binh     0057 ViewCheck

5/27/2021 Lai, Binh     0057 ViewCheck

4/22/2021 Lai, Binh     0057 ViewCheck

3/25/2021 Lai, Binh     0057 ViewCheck

2/25/2021 Lai, Binh     0057 ViewCheck

2/4/2021 Lai, Binh     0057Check

1/28/2021 Lai, Binh     0057 ViewCheck

1/7/2021 Lai, Binh     0057Check

12/30/2020 Lai, Binh     0057 ViewCheck

7/31/2020 Lai, Binh     0057 ViewCheck

7/10/2020 Lai, Binh     0057Check

7/8/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120211204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210728.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210527.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210422.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210225.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210128.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120201230.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120200731.pdf


Lab Equipment Calibration

Gauges

0003015GAD-1 Busch CR-2      Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Vacuum Gauge (0 - 40 Torr)

In Service

Date Technician CertificateAction Status

Id Nbr.

567

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/18/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

0003040GAD-2 Busch CR-2      Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Vacuum Gauge (0 - 40 Torr)

In Service

Date Technician CertificateAction Status

Id Nbr.

568

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/18/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/10/2018 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/0003015G.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56720200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56720191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56720181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/0003040G.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56820200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56820191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56820181010.pdf


Lab Equipment Calibration

4141893141418931 Fisher Scientific 8215      Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

7/11/2025

Manometer Digital

In Service

Date Technician CertificateAction Status

Id Nbr.

671

7/11/2024 External Agency ViewCalibrate

7/12/2023 External Agency ViewCalibrate

8/23/2022 External Agency ViewCalibrate

8/31/2021 McCullough, Donald     0004In Service

5/11/2021 External Agency ViewCalibrate

5/18/2020 External Agency ViewCalibrate

5/8/2019 Lai, Binh     0057 ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/41418931.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/41418931.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67120240711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67120230712.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67120220823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67120210511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67120200518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67120190508.pdf


Lab Equipment Calibration

Gyratory

100802100802 Pine AFLSC01 Pine Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

7/18/2025

Rapid Angle Measurement Kit (cal tube)

In Service

Date Technician CertificateAction Status

Id Nbr.

408

7/18/2024 External Agency ViewCalibrate

7/18/2023 External Agency ViewCalibrate

7/13/2022 External Agency ViewCalibrate

7/7/2021 External Agency ViewCalibrate

7/8/2020 External Agency ViewCalibrate

7/11/2019 External AgencyCalibrate

1049010490 Troxler 4141-5850 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-120

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 5/23/2025

Mold and Plate

In Service

Date Technician CertificateAction Status

Id Nbr.

3688

5/23/2024 Lai, Binh     0057 ViewCheck

5/25/2023 Lai, Binh     0057 ViewCheck

5/12/2023 McCullough, Donald     0004In Service

3/22/2023 Lai, Binh     0057 ViewCheck

1049810498 Troxler 4141-5850 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-120

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 5/22/2025

Mold and Plate

In Service

Date Technician CertificateAction Status

Id Nbr.

3689

5/22/2024 Lai, Binh     0057 ViewCheck

5/25/2023 Lai, Binh     0057 ViewCheck

5/12/2023 McCullough, Donald     0004In Service

3/22/2023 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/100802.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40820240718.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40820230718.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40820220713.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40820210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40820200708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368820240523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368820230525.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368820230322.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368920240522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368920230525.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368920230322.pdf


Lab Equipment Calibration

127221A127221A - 012443 Pine AFGBA06 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Gyratory Brovold Cal Kit (Pressure & Height)

In Service

Date Technician CertificateAction Status

Id Nbr.

314

9/11/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

133133 Pine AFLS1 Pine Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

7/18/2025

Rapid Angle Measurement Kit (device)

In Service

Date Technician CertificateAction Status

Id Nbr.

410

7/18/2024 External Agency ViewCalibrate

7/18/2023 External Agency ViewCalibrate

7/13/2022 External Agency ViewCalibrate

7/7/2021 External Agency ViewCalibrate

7/8/2020 External Agency ViewCalibrate

7/11/2019 External AgencyCalibrate

13347611334761 Troxler B-108870- Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Gyratory Cal Kit (Troxler 4141)

In Service

Date Technician CertificateAction Status

Id Nbr.

258

9/11/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

10/25/2018 External AgencyCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/127221A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31420230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31420220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31420200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31420191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31420181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/133.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41020240718.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41020230718.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41020220713.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41020210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41020200708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1334761.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25820230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25820220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25820200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25820191014.pdf


Lab Equipment Calibration

19411941 Troxler Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Gyratory Height Block

In Service

Date Technician CertificateAction Status

Id Nbr.

3394

9/11/2024 External Agency ViewCheck

8/28/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

9/2/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

27492749 Troxler 106989 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

Gyratory Height Block

In Service

Date Technician CertificateAction Status

Id Nbr.

3686

9/11/2024 External Agency ViewCheck

8/28/2023 External Agency ViewCheck

5/12/2023 McCullough, Donald     0004In Service

5/3/2023 External Agency ViewCheck

56555655 Troxler 116069 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-120

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/22/2025

Mold and Plate

In Service

Date Technician CertificateAction Status

Id Nbr.

456

5/22/2024 Lai, Binh     0057 ViewCheck

5/23/2023 Lai, Binh     0057 ViewCheck

5/24/2022 Lai, Binh     0057 ViewCheck

5/24/2021 Lai, Binh     0057 ViewCheck

2/1/2021 Lai, Binh     0057 ViewCheck

2/19/2020 Lai, Binh     0057 ViewCheck

2/16/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1941.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339420230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339420220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368620230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368620230503.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-120.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5655.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45620240522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45620230523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45620220524.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45620210524.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45620210201.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45620200219.pdf


Lab Equipment Calibration

56575657 Troxler 116069 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-120

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/23/2025

Mold and Plate

In Service

Date Technician CertificateAction Status

Id Nbr.

459

5/23/2024 Lai, Binh     0057 ViewCheck

5/23/2023 Lai, Binh     0057 ViewCheck

5/24/2022 Lai, Binh     0057 ViewCheck

5/24/2021 Lai, Binh     0057 ViewCheck

2/1/2021 Lai, Binh     0057 ViewCheck

2/19/2020 Lai, Binh     0057 ViewCheck

2/16/2019 Lai, Binh     0057Check

64137FL2333 Troxler 5850 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Gyratory Compactor

In Service

Date Technician CertificateAction Status

Id Nbr.

262

9/11/2024 External Agency ViewCheck

8/28/2023 External Agency ViewCheck

5/3/2023 Lai, Binh     0057 ViewCheck

5/3/2022 Lai, Binh     0057 ViewCheck

5/3/2021 Lai, Binh     0057 ViewCheck

1/6/2021 Lai, Binh     0057 ViewCheck

3/9/2020 Lai, Binh     0057 ViewCheck

1/6/2020 Lai, Binh     0057 ViewCheck

2/16/2019 Lai, Binh     0057Check

87028LAT0276 Troxler 5850 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

Gyratory Compactor

In Service

Date Technician CertificateAction Status

Id Nbr.

3684

9/11/2024 External Agency ViewCheck

8/28/2023 External Agency ViewCheck

5/22/2023 Lai, Binh     0057 ViewCheck

5/12/2023 McCullough, Donald     0004Spare Equipment

5/9/2023 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-120.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5657.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45920240523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45920230523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45920220524.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45920210524.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45920210201.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45920200219.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/64137.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/64137.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220230503.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220220503.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220210503.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220210106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220200309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26220200106.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368420230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368420230522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368420230509.pdf


Lab Equipment Calibration

XA058420XA058420 Load Cell Central SWCM-5kg Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

5/10/2024

Load Cell

In Service

Date Technician CertificateAction Status

Id Nbr.

3687

5/12/2023 McCullough, Donald     0004In Service

5/10/2023 External Agency ViewCheck

Load Cell

18094413LT0094 Totalcomp DS-10K Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Tensile Strength Ratio

In Service

Date Technician CertificateAction Status

Id Nbr.

1600

9/11/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2020 External Agency ViewCalibrate

6/22/2020 McCullough, Donald     0004In Service

Micro Deval

1211LAT0236 Gilson MD-2000   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 6/21/2025

Micro Deval Machine

In Service

Date Technician CertificateAction Status

Id Nbr.

683

6/21/2024 Lai, Binh     0057 ViewCheck

6/22/2023 Lai, Binh     0057 ViewCheck

6/22/2022 Lai, Binh     0057 ViewCheck

6/24/2021 Lai, Binh     0057 ViewCheck

1/29/2021 Lai, Binh     0057 ViewCheck

3/23/2020 Lai, Binh     0057 ViewCheck

3/9/2019 Lai, Binh     0057Check

Page 18 of 544/8/2025 10:01 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368720230510.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/18094413.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/160020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/160020230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/160020220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/160020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/160020200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1211.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1211.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68320240621.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68320230622.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68320220622.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68320210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68320210129.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68320200323.pdf


Lab Equipment Calibration

Ovens and Furnaces

1275070459486LO0358 Barnstead F85938 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

NCAT Asphalt Content Furnace

In Service

Date Technician CertificateAction Status

Id Nbr.

708

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/23/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

9/16/2019 External AgencyCalibrate

1275091142267LO0367 Thermo Scientific F85938 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

NCAT Asphalt Content Furnace

In Service

Date Technician CertificateAction Status

Id Nbr.

709

9/11/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/23/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

9/16/2019 External AgencyCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1275070459486.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1275070459486.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70820220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70820200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70820200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70820191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1275091142267.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1275091142267.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70920220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70920200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70920200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70920191014.pdf


Lab Equipment Calibration

153997LO0441 Thermal Product Solutions DCW-1406 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/6/2025

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

3601

6/6/2024 Lai, Binh     0057 ViewCheck

6/5/2023 Lai, Binh     0057 ViewStandardize

6/5/2023 Lai, Binh     0057 ViewCheck

2/27/2023 Lai, Binh     0057 ViewCheck

2/27/2023 Lai, Binh     0057 ViewStandardize

2/27/2023 McCullough, Donald     0004 ViewIn Service

9/15/2022 McCullough, Donald     0004Spare Equipment

R12E203448RELO0280 Blue M 1406 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/13/2025

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

341

5/13/2024 Lai, Binh     0057 ViewCheck

5/12/2023 Lai, Binh     0057 ViewStandardize

5/12/2023 Lai, Binh     0057 ViewCheck

5/23/2022 Lai, Binh     0057 ViewStandardize

5/23/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewCheck

10/19/2020 Lai, Binh     0057 ViewCheck

10/19/2020 Lai, Binh     0057 ViewStandardize

10/18/2019 Lai, Binh     0057Standardize

10/18/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/153997.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360120240606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360120230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360120230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360120230227.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360120230227.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360120230227.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/R12E203448RE.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120240513.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120230512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120230512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34120201019.pdf


Lab Equipment Calibration

U28H393016UHLO0325 Blue M MO-406C Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/22/2025

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

717

5/22/2024 Lai, Binh     0057 ViewCheck

5/22/2023 Lai, Binh     0057 ViewCheck

5/22/2023 Lai, Binh     0057 ViewStandardize

5/23/2022 Lai, Binh     0057 ViewCheck

5/23/2022 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewStandardize

10/19/2020 Lai, Binh     0057 ViewCheck

10/19/2020 Lai, Binh     0057 ViewStandardize

10/18/2019 Lai, Binh     0057Check

10/18/2019 Lai, Binh     0057Standardize

U28H393017UHLO0324 Blue M MO-406C Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/21/2025

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

716

5/21/2024 Lai, Binh     0057 ViewCheck

5/22/2023 Lai, Binh     0057 ViewStandardize

5/22/2023 Lai, Binh     0057 ViewCheck

5/23/2022 Lai, Binh     0057 ViewStandardize

5/23/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewCheck

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 Lai, Binh     0057 ViewCheck

10/18/2019 Lai, Binh     0057Check

10/18/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/U28H393016UH.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720240522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720230522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720230522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71720201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/U28H393017UH.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620240521.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620230522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620230522.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71620201019.pdf


Lab Equipment Calibration

Rice Test System

1975S0210232 InstroTek AutoRice Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Rice Controller (Automatic)

In Service

Date Technician CertificateAction Status

Id Nbr.

3579

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

7/21/2022 McCullough, Donald     0004In Service

6/10/2022 External Agency ViewCheck

SPF-11 Pyrex 5320      Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-119

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/19/2025

Rice Flask 4000mL

In Service

Date Technician CertificateAction Status

Id Nbr.

1168

6/19/2024 Lai, Binh     0057 ViewCheck

6/19/2023 Lai, Binh     0057 ViewCheck

6/19/2023 Lai, Binh     0057 ViewStandardize

6/17/2022 Lai, Binh     0057 ViewStandardize

6/17/2022 Lai, Binh     0057 ViewCheck

6/16/2021 Lai, Binh     0057 ViewStandardize

6/16/2021 Lai, Binh     0057 ViewCheck

12/18/2020 Lai, Binh     0057 ViewCheck

12/18/2020 Lai, Binh     0057 ViewStandardize

12/5/2019 Lai, Binh     0057Check

12/5/2019 Lai, Binh     0057Standardize

12/5/2018 Lai, Binh     0057Standardize

12/5/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1975.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357920220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357920220610.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-119.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPF-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820240619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820230619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820230619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820220617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820220617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820210616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820210616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820201218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116820201218.pdf


Lab Equipment Calibration

SPF-22 Pyrex 5320      Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-119

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/19/2025

Rice Flask 4000mL

In Service

Date Technician CertificateAction Status

Id Nbr.

1169

6/19/2024 Lai, Binh     0057 ViewCheck

6/19/2023 Lai, Binh     0057 ViewStandardize

6/19/2023 Lai, Binh     0057 ViewCheck

6/17/2022 Lai, Binh     0057 ViewStandardize

6/17/2022 Lai, Binh     0057 ViewCheck

6/16/2021 Lai, Binh     0057 ViewStandardize

6/16/2021 Lai, Binh     0057 ViewCheck

12/18/2020 Lai, Binh     0057 ViewCheck

12/18/2020 Lai, Binh     0057 ViewStandardize

12/5/2019 Lai, Binh     0057Check

12/5/2019 Lai, Binh     0057Standardize

12/5/2018 Lai, Binh     0057Check

12/5/2018 Lai, Binh     0057Standardize

SPF-44 Pyrex 5320      Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-119

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/19/2025

Rice Flask 4000mL

In Service

Date Technician CertificateAction Status

Id Nbr.

1170

6/19/2024 Lai, Binh     0057 ViewCheck

6/19/2023 Lai, Binh     0057 ViewCheck

6/19/2023 Lai, Binh     0057 ViewStandardize

6/17/2022 Lai, Binh     0057 ViewCheck

6/17/2022 Lai, Binh     0057 ViewStandardize

6/16/2021 Lai, Binh     0057 ViewStandardize

6/16/2021 Lai, Binh     0057 ViewCheck

12/18/2020 Lai, Binh     0057 ViewCheck

12/18/2020 Lai, Binh     0057 ViewStandardize

12/5/2019 Lai, Binh     0057Check

12/5/2019 Lai, Binh     0057Standardize

12/5/2018 Lai, Binh     0057Check

12/5/2018 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-119.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPF-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920240619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920230619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920230619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920220617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920220617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920210616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920210616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920201218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116920201218.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-119.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPF-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020240619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020230619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020230619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020220617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020220617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020210616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020210616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020201218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117020201218.pdf


Lab Equipment Calibration

SPF-66 Pyrex 5320      Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-119

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 6/19/2025

Rice Flask 4000mL

In Service

Date Technician CertificateAction Status

Id Nbr.

3735

6/19/2024 Lai, Binh     0057 ViewCheck

10/30/2023 Lai, Binh     0057 ViewStandardize

10/30/2023 Lai, Binh     0057 ViewCheck

10/30/2023 McCullough, Donald     0004 ViewIn Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-119.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373520240619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373520231030.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373520231030.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373520231030.pdf


Lab Equipment Calibration

Sample Splitters

04-98FL1972 Humboldt H-3992 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/8/2025

Large Riffle Splitter

In Service

Date Technician CertificateAction Status

Id Nbr.

1177

5/8/2024 Lai, Binh     0057 ViewCheck

5/8/2023 Lai, Binh     0057 ViewCheck

5/18/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

FL0372FL0372 Humboldt H-3974 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/8/2025

Precision Riffle Splitter

In Service

Date Technician CertificateAction Status

Id Nbr.

1173

5/8/2024 Lai, Binh     0057 ViewCheck

5/8/2023 Lai, Binh     0057 ViewCheck

5/18/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

FL0404FL0404 SoilTest CL-288A Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/8/2025

Riffle

In Service

Date Technician CertificateAction Status

Id Nbr.

1175

5/8/2024 Lai, Binh     0057 ViewCheck

5/8/2023 Lai, Binh     0057 ViewCheck

5/18/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/04-98.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117720240508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117720230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117720220518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117720210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117720200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL0372.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117320240508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117320230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117320220518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117320210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117320200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL0404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117520240508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117520230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117520220518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117520210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117520200914.pdf


Lab Equipment Calibration

FL1309FL1309 Gilson SP-1      Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/8/2025

Universal Splitter

In Service

Date Technician CertificateAction Status

Id Nbr.

1176

5/8/2024 Lai, Binh     0057 ViewCheck

5/8/2023 Lai, Binh     0057 ViewCheck

5/18/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

HMA-S1HMA-S1 Humboldt H-3992 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/8/2025

Large Riffle Splitter

In Service

Date Technician CertificateAction Status

Id Nbr.

1172

5/8/2024 Lai, Binh     0057 ViewCheck

5/8/2023 Lai, Binh     0057 ViewCheck

5/18/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

LA0095LA0095 Gilson SP-55 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/8/2025

Quartermaster

In Service

Date Technician CertificateAction Status

Id Nbr.

404

5/8/2024 Lai, Binh     0057 ViewCheck

5/8/2023 Lai, Binh     0057 ViewCheck

5/18/2022 Lai, Binh     0057 ViewCheck

5/12/2021 Lai, Binh     0057 ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL1309.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/FL1309.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117620240508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117620230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117620220518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117620210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117620200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/HMA-S1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117220240508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117220230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117220220518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117220210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117220200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LA0095.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LA0095.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40420240508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40420230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40420220518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40420210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40420200914.pdf


Lab Equipment Calibration

Scales

2115286636LBT0185 Mettler Toledo PG8001 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

431

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

39099020LBT0169 Sartorius 3808MP8   Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/10/2025

Industrial Scale

In Service

Date Technician CertificateAction Status

Id Nbr.

427

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

Page 27 of 544/8/2025 10:02 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2115286636.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/2115286636.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43120181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/39099020.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42720181008.pdf


Lab Equipment Calibration

A15472PS0256 Mettler Toledo PC4000    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

780

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

B526104904LBT0350 Mettler Toledo MS12001L Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

779

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

Page 28 of 544/8/2025 10:02 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/A15472.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78020181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/B526104904.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/B526104904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77920181008.pdf


Lab Equipment Calibration

B80190PS0279 Mettler Toledo PC-16     Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

782

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

C049667274PS0389 Mettler Toledo ML6001T/ Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

1739

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

12/18/2020 McCullough, Donald     0004 ViewIn Service

12/18/2020 McCullough, Donald     0004 ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/B80190.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78220181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C049667274.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/C049667274.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173920240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173920220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173920201218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173920201218.pdf


Lab Equipment Calibration

M99773LBT0176 Mettler Toledo PM30000-K Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

430

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

N16724LBT0174 Mettler Toledo PM1200    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

428

9/10/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

1/10/2020 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/M99773.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/M99773.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43020181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/N16724.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/N16724.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820200110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42820181008.pdf


Lab Equipment Calibration

Shakers

FL2302FL2302 Humboldt H-4374 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-113

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 6/20/2025

Sand Equivalent Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

421

6/20/2024 Lai, Binh     0057 ViewCheck

6/20/2023 Lai, Binh     0057 ViewCheck

6/20/2022 Lai, Binh     0057 ViewCheck

6/8/2021 Lai, Binh     0057 ViewCheck

6/5/2020 Lai, Binh     0057 ViewCheck

6/10/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-113.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL2302.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/FL2302.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42120240620.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42120230620.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42120220620.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42120210608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42120200605.pdf


Lab Equipment Calibration

Sieves

01268550Set-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

3436

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

01268568SET-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#50)

In Service

Date Technician CertificateAction Status

Id Nbr.

2138

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External AgencyCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

01268576Set-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#100)

In Service

Date Technician CertificateAction Status

Id Nbr.

3432

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 View

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 View

Page 32 of 544/8/2025 10:03 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/213820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/213820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82620210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82620210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82620200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82620200714.pdf


Lab Equipment Calibration

01268594SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2140

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

03159380Set-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

3435

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2021 Lai, Binh     0057 View

7/14/2020 Lai, Binh     0057 View

7/14/2020 Lai, Binh     0057 ViewCheck

06120703SET-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2511

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/214020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/214020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/214020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/214020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93320210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93320200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83520210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83520210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83520200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83520200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251120230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251120220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93420210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93420200714.pdf


Lab Equipment Calibration

06139647SET-10 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (3/4")

In Service

Date Technician CertificateAction Status

Id Nbr.

2513

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

06139649SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2512

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

06139653SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

2514

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/92920210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/92920200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/91620210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/91620200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251420230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89820210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89820200714.pdf


Lab Equipment Calibration

06139654SET-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

2515

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

06139655Set-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

3439

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/30/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 View

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 View

7/14/2020 Lai, Binh     0057 ViewCheck

Page 35 of 544/8/2025 10:03 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89720210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89720200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343920210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83920210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83920210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83920200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83920200714.pdf


Lab Equipment Calibration

06139660Set-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#30)

In Service

Date Technician CertificateAction Status

Id Nbr.

3434

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2021 Lai, Binh     0057 View

7/14/2020 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 View

0979428SET-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2583

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

0979429SET-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2584

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

Page 36 of 544/8/2025 10:03 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343420230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86320210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86320210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86320200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86320200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/92020210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/92020200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258420230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/91720210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/91720200714.pdf


Lab Equipment Calibration

0979436Set-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#30)

In Service

Date Technician CertificateAction Status

Id Nbr.

3438

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/30/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2021 Lai, Binh     0057 View

7/14/2020 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 View

0979439SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#100)

In Service

Date Technician CertificateAction Status

Id Nbr.

2585

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

0979444SET-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2586

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

Page 37 of 544/8/2025 10:03 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343820210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86120210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86120210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86120200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86120200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82320210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82320200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93820210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93820200714.pdf


Lab Equipment Calibration

10319212SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#50)

In Service

Date Technician CertificateAction Status

Id Nbr.

2034

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

10319213SET-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#50)

In Service

Date Technician CertificateAction Status

Id Nbr.

2035

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

1049168SET-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2040

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

Page 38 of 544/8/2025 10:03 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203420230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/88920210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/88920200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89120210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89120200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/87020210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/87020200714.pdf


Lab Equipment Calibration

1049170SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2042

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

1049173SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

2043

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

1049175SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#30)

In Service

Date Technician CertificateAction Status

Id Nbr.

2044

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

Page 39 of 544/8/2025 10:03 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/87620210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/87620200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83320210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83320200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204420230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86420210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86420200714.pdf


Lab Equipment Calibration

1049177Set-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#100)

In Service

Date Technician CertificateAction Status

Id Nbr.

3437

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/30/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 View

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 View

7/16/2019 Lai, Binh     0057Check

7/16/2019 Lai, Binh     0057

11187205SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2097

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

Page 40 of 544/8/2025 10:03 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343720210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82820210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82820210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82820200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82820200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85720210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85720200714.pdf


Lab Equipment Calibration

11187206Set-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

3431

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 View

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 View

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057

7/16/2019 Lai, Binh     0057Check

11866921186692 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2110

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004 ViewIn Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343120230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343120220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/343120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84920210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84920210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84920200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84920200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/211020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/211020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/211020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/211020210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/211020210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84520190917.pdf


Lab Equipment Calibration

131019876SET-15 Hogentogler UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2152

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2020 Lai, Binh     0057 ViewCheck

7/17/2019 Lai, Binh     0057Check

200328526#16 Gilson V12SF #16 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

2324

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

6/8/2020 McCullough, Donald     0004In Service

6/5/2020 Lai, Binh     0057Check

200622615#200 Gilson V12SF#200B Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

12" (#200) (Reinforced)

In Service

Date Technician CertificateAction Status

Id Nbr.

2325

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

6/8/2020 McCullough, Donald     0004In Service

6/5/2020 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/215220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/215220230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/215220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/215220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/106820210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/106820200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/200328526.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232420230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132020210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/200622615.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/232520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131720210714.pdf


Lab Equipment Calibration

98240165SET-10 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (1")

In Service

Date Technician CertificateAction Status

Id Nbr.

2588

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

98240166SET-10 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (1 1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2589

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/14/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

99121290SET-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

2600

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/91220210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/91220200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/90820210714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/90820200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/260020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/260020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/260020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/260020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/90020210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/90020200714.pdf


Lab Equipment Calibration

AD10SET-15 Dual UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#10)

In Service

Date Technician CertificateAction Status

Id Nbr.

2225

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

ADL-1SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" Lid

In Service

Date Technician CertificateAction Status

Id Nbr.

3398

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

ADL-2SET-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" Lid

In Service

Date Technician CertificateAction Status

Id Nbr.

3399

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/222520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/222520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/222520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339920210827.pdf


Lab Equipment Calibration

ADP-1SET-12 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3395

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

ADP-2SET-11 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3396

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

ADP-3SET-9 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3397

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/339720210827.pdf


Lab Equipment Calibration

Thermometers

080089080089 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/11/2025

Digital Display/Red/Red

In Service

Date Technician CertificateAction Status

Id Nbr.

610

9/11/2024 External Agency ViewStandardize

8/28/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

3/28/2019 External AgencyStandardize

080089-12-U080089 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Probe#02/Red/Red/12"

In Service

Date Technician CertificateAction Status

Id Nbr.

611

9/11/2024 External Agency ViewStandardize

8/28/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

3/28/2019 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080089.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/080089.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61020230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61020220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61020200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61020191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080089-12-U.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61120230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61120220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61120200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61120191017.pdf


Lab Equipment Calibration

1026533LAT0271-1026533 Fluke 5627A Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-184

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 6/11/2025

Probe 9"

In Service

Date Technician CertificateAction Status

Id Nbr.

1830

6/11/2024 Lai, Binh     0057 ViewStandardize

6/15/2023 Lai, Binh     0057 ViewStandardize

1/10/2023 Lai, Binh     0057 ViewStandardize

7/6/2022 Lai, Binh     0057 ViewStandardize

7/23/2021 McCullough, Donald     0004In Service

7/1/2021 External Agency ViewStandardize

487774487774 Digi-Sense UNKNOWN   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. Manual

View

Calib. Form

9/11/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

1206

9/11/2024 External Agency ViewStandardize

8/28/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/14/2019 External Agency ViewStandardize

3/28/2019 External AgencyStandardize

487774-29487774 Digi-Sense UNKNOWN   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Probe#29/Thermocouple

In Service

Date Technician CertificateAction Status

Id Nbr.

6

9/11/2024 External Agency ViewStandardize

8/28/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/14/2019 External Agency ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-184.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183020240611.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183020230615.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183020230110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183020220706.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183020210701.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/487774.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120620230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120620200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120620191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/487774-29.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/620230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/620200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/620191014.pdf


Lab Equipment Calibration

5717017LAT0271 Fluke 1523 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-184

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/11/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

3574

6/11/2024 Lai, Binh     0057 ViewStandardize

6/15/2023 Lai, Binh     0057 ViewStandardize

2/15/2023 Lai, Binh     0057 ViewStandardize

2/10/2023 McCullough, Donald     0004In Service

7/12/2022 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-184.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5717017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357420240611.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357420230615.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357420230215.pdf


Lab Equipment Calibration

Timing Devices

1-SWAD1 Fisher Scientific 14-648 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/16/2025

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

531

5/16/2024 Lai, Binh     0057 ViewStandardize

5/12/2023 Lai, Binh     0057 ViewStandardize

5/12/2022 Lai, Binh     0057 ViewStandardize

5/11/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize

3 Rices3 Rices Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/16/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

558

5/16/2024 Lai, Binh     0057 ViewStandardize

5/11/2023 Lai, Binh     0057 ViewStandardize

5/10/2022 Lai, Binh     0057 ViewStandardize

5/11/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize

4-TAD4 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/13/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

555

5/13/2024 Lai, Binh     0057 ViewStandardize

5/11/2023 Lai, Binh     0057 ViewStandardize

5/10/2022 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1-SWAD.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53120240516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53120230512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53120220512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53120210511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53120200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3 Rices.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/3 Rices.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55820240516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55820230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55820220510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55820210511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55820200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4-TAD.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/4-TAD.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55520240513.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55520230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55520220510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55520210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55520200911.pdf


Lab Equipment Calibration

55 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/17/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

523

5/17/2024 Lai, Binh     0057 ViewStandardize

5/17/2023 Lai, Binh     0057 ViewStandardize

5/16/2022 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize

6-TAD6 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 5/17/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

559

5/17/2024 Lai, Binh     0057 ViewStandardize

5/17/2023 Lai, Binh     0057 ViewStandardize

5/16/2022 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize

CoreCore Daigger 5025 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/10/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

319

5/10/2024 Lai, Binh     0057 ViewStandardize

5/10/2023 Lai, Binh     0057 ViewStandardize

5/10/2022 Lai, Binh     0057 ViewStandardize

5/10/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52320240517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52320230517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52320220516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52320210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52320200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/6-TAD.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/6-TAD.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55920240517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55920230517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55920220516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55920210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55920200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Core.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31920240510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31920230510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31920220510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31920210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/31920200911.pdf


Lab Equipment Calibration

RicesRices Daigger 5025 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/13/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1250

5/13/2024 Lai, Binh     0057 ViewStandardize

5/11/2023 Lai, Binh     0057 ViewStandardize

5/10/2022 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize

SE4SE4 Daigger 5025 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/9/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

329

5/9/2024 Lai, Binh     0057 ViewStandardize

5/11/2023 Lai, Binh     0057 ViewStandardize

5/10/2022 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Rices.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/125020240513.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/125020230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/125020220510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/125020210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/125020200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SE4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32920240509.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32920230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32920220510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32920210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32920200911.pdf


Lab Equipment Calibration

Washer

706201340S1100311 Ploog Engineering W600 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/10/2025

Aggregates Washer

In Service

Date Technician CertificateAction Status

Id Nbr.

1323

5/10/2024 Lai, Binh     0057 ViewCheck

5/10/2023 Lai, Binh     0057 ViewCheck

5/16/2022 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewCheck

12/11/2020 McCullough, Donald     0004In Service

10/12/2020 Lai, Binh     0057 ViewCheck

6/30/2020 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/706201340.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132320240510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132320230510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132320220516.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132320210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/132320201012.pdf


Lab Equipment Calibration

Wheel Trackers

CS9000-89-23EU1397 James Cox & Sons CS 9000 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Wheel Tracker

In Service

Date Technician CertificateAction Status

Id Nbr.

3699

9/11/2024 External Agency ViewCheck

9/5/2024 McCullough, Donald     0004In Service

8/1/2024 McCullough, Donald     0004Out of Service for Repair

8/30/2023 External Agency ViewCheck

8/8/2023 McCullough, Donald     0004In Service

CS9000-89-23-TEU1397 James Cox & Sons CS 9000 Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-123-T

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 9/6/2025

Temperature Only (Wheel Tracker)

In Service

Date Technician CertificateAction Status

Id Nbr.

3700

3/6/2025 Lai, Binh     0057 ViewCheck

9/9/2024 Lai, Binh     0057 ViewCheck

9/5/2024 McCullough, Donald     0004In Service

8/1/2024 McCullough, Donald     0004Out of Service for Repair

2/21/2024 Lai, Binh     0057 ViewStandardize

2/21/2024 Lai, Binh     0057 ViewCheck

8/30/2023 External Agency ViewStandardize

8/30/2023 External Agency ViewCheck

8/8/2023 McCullough, Donald     0004In Service

CS9000-90-23EU1385 James Cox & Sons CS 9000 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

Wheel Tracker

In Service

Date Technician CertificateAction Status

Id Nbr.

3697

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/8/2023 McCullough, Donald     0004In Service

8/3/2023 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CS9000-89-23.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369920230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-123-T.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370020250306.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370020240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370020240221.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370020240221.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370020230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370020230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CS9000-90-23.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369720240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369720230830.pdf


Lab Equipment Calibration

CS9000-90-23-TEU1385 James Cox & Sons CS 9000 Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-123-T

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/21/2025

Temperature Only (Wheel Tracker)

In Service

Date Technician CertificateAction Status

Id Nbr.

3698

2/21/2025 Lai, Binh     0057 ViewCheck

8/16/2024 Lai, Binh     0057 ViewCheck

2/20/2024 Lai, Binh     0057 ViewStandardize

2/20/2024 Lai, Binh     0057 ViewCheck

8/30/2023 External Agency ViewStandardize

8/30/2023 External Agency ViewCheck

8/8/2023 McCullough, Donald     0004In Service

8/3/2023 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-123-T.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369820250221.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369820240816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369820240220.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369820240220.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369820230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369820230830.pdf

