
Lab Equipment Calibration

Lab Id Lab Name

216Total Equipment:

Central Structural Materials Lab94

Frequency 
(Mnths.) Count of Equip.

0 2

1 4

3 3

6 2

12 195

24 10

Bath

2111-02435SWB-2 PolyScience MX-CL11B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/10/2025

Bath Heater

In Service

Date Technician CertificateAction Status

Id Nbr.

3530

9/10/2024 Lai, Binh     0057 ViewCheck

9/11/2023 Lai, Binh     0057 ViewCheck

4/10/2023 Lai, Binh     0057 ViewCheck

4/6/2022 McCullough, Donald     0004 ViewIn Service

4/6/2022 Lai, Binh     0057 ViewCheck

R96208254R96208254 Neslab Instruments RTE-111 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/12/2025

Bath and heater combined

In Service

Date Technician CertificateAction Status

Id Nbr.

3599

9/12/2024 Lai, Binh     0057 ViewCheck

9/12/2023 Lai, Binh     0057 ViewCheck

9/12/2022 Lai, Binh     0057 ViewCheck

9/9/2022 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2111-02435.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/2111-02435.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/353020240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/353020230911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/353020230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/353020220406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/353020220406.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/R96208254.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359920240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359920230912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359920220912.pdf


Lab Equipment Calibration

Capping Material for Concrete Cylinders

44 Gilson HM-294/299 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 2/26/2026

2" Cube bronze mold w/ Cover Plate

In Service

Date Technician CertificateAction Status

Id Nbr.

3761

2/26/2025 Lai, Binh     0057 ViewCheck

2/26/2024 Lai, Binh     0057 ViewCheck

1/24/2024 McCullough, Donald     0004In Service

5555 Gilson HM-294/299 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 2/26/2026

2" Cube bronze mold w/ Cover Plate

In Service

Date Technician CertificateAction Status

Id Nbr.

3747

2/26/2025 Lai, Binh     0057 ViewCheck

2/26/2024 Lai, Binh     0057 ViewCheck

1/24/2024 McCullough, Donald     0004Not In Use

HI-CAP2HI-CAP2 Forney LA-0151 Structural Branch Check 3

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-165

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 6/11/2025

2" Cube Compression Test

In Service

Date Technician CertificateAction Status

Id Nbr.

3742

3/11/2025 Daniel Gittings ViewCheck

12/13/2024 Katelyn Ucero ViewCheck

9/9/2024 Katelyn Ucero ViewCheck

6/10/2024 Lai, Binh     0057 ViewCheck

3/15/2024 Lai, Binh     0057 ViewCheck

12/15/2023 Lai, Binh     0057 ViewCheck

11/13/2023 Groom, Michael D.     2629In Service
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/376120250226.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/376120240226.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374720250226.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374720240226.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-165.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374220250311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374220241213.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374220240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374220240610.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374220240315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374220231215.pdf


Lab Equipment Calibration

Coating Thickness Gauge

HA03444-039JG31809-078 - P      J.T. Elcometer F1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/5/2025

Probe

In Service

Date Technician CertificateAction Status

Id Nbr.

440

8/5/2024 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

1/31/2022 McCullough, Donald     0004 ViewCheck

1/31/2022 McCullough, Donald     0004 ViewIn Service

3/30/2021 McCullough, Donald     0004Spare Equipment

11/20/2020 Lai, Binh     0057 ViewCheck

JG31809-078JG31809-078            J.T. Elcometer 456 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/5/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

439

8/5/2024 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

1/31/2022 McCullough, Donald     0004 ViewCheck

1/31/2022 McCullough, Donald     0004 ViewIn Service

3/30/2021 McCullough, Donald     0004Not In Use

11/21/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/HA03444-039.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/44020240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/44020230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/44020220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/44020220131.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/44020220131.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/44020201120.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/JG31809-078.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43920240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43920230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43920220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43920220131.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43920220131.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43920191121.pdf


Lab Equipment Calibration

UJ04406G0082 - 4331 Elcometer 456B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/5/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

113

8/5/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/19/2021 Lai, Binh     0057 ViewCheck

11/20/2020 Lai, Binh     0057 ViewCheck

11/13/2019 Lai, Binh     0057 ViewCheck

11/27/2018 Lai, Binh     0057 ViewCheck

UJ04411G0083 - 0659            J.T. Elcometer 456B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/5/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

114

8/5/2024 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/19/2021 Lai, Binh     0057 ViewCheck

11/20/2020 Lai, Binh     0057 ViewCheck

11/21/2019 Lai, Binh     0057 ViewCheck

11/27/2018 Lai, Binh     0057 ViewCheck

UJ04419G0084 - 4773            A.G. Elcometer 456B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/5/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

115

8/5/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/19/2021 Lai, Binh     0057 ViewCheck

11/20/2020 Lai, Binh     0057 ViewCheck

11/13/2019 Lai, Binh     0057 ViewCheck

11/27/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/UJ04406.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/UJ04406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11320240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11320230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11320220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11320210819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11320201120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11320191113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11320181127.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/UJ04411.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/UJ04411.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11420240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11420230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11420220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11420210819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11420201120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11420191121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11420181127.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/UJ04419.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/UJ04419.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11520240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11520230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11520220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11520210819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11520201120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11520191113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/11520181127.pdf


Lab Equipment Calibration

WL15112G0084 - 4773 - P      A.G. Elcometer F1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/5/2025

Probe

In Service

Date Technician CertificateAction Status

Id Nbr.

1750

8/5/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/19/2021 Lai, Binh     0057 ViewCheck

3/29/2021 McCullough, Donald     0004In Service

3/25/2021 McCullough, Donald     0004 ViewCheck

2/4/2021 McCullough, Donald     0004Spare Equipment

WM13789G0082 - 4331 - P Elcometer F1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/5/2025

Probe

In Service

Date Technician CertificateAction Status

Id Nbr.

1771

8/5/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/19/2021 Lai, Binh     0057 ViewCheck

3/29/2021 McCullough, Donald     0004 ViewCheck

3/29/2021 McCullough, Donald     0004 ViewIn Service

XJ22478G0083 - P                 J.T. Elcometer F1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/5/2025

Probe

In Service

Date Technician CertificateAction Status

Id Nbr.

3511

8/5/2024 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

2/17/2022 McCullough, Donald     0004Check

2/16/2022 McCullough, Donald     0004In Service

Page 5 of 964/8/2025 10:06 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/WL15112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175020240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175020230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175020220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175020210819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175020210325.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/WM13789.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177120240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177120230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177120220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177120210819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177120210329.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177120210329.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/XJ22478.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351120240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351120230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351120220815.pdf


Lab Equipment Calibration

ZE14155ZE14155                   A.G. Elcometer T456CFM3-A Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/5/2025

Probe

In Service

Date Technician CertificateAction Status

Id Nbr.

3728

8/5/2024 Lai, Binh     0057 ViewCheck

10/11/2023 McCullough, Donald     0004In Service

10/5/2023 Lai, Binh     0057 ViewCheck

ZF22962ZF22962                   J.T. Elcometer T456CFM3-A Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/5/2025

Probe

In Service

Date Technician CertificateAction Status

Id Nbr.

3729

8/5/2024 Lai, Binh     0057 ViewCheck

10/11/2023 McCullough, Donald     0004In Service

10/5/2023 Lai, Binh     0057 ViewCheck

Page 6 of 964/8/2025 10:06 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/372820240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/372820231005.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/372920240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/372920231005.pdf


Lab Equipment Calibration

Compression Machines

06129-Frame 1LAT0229 Forney FX-400F/LA Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

400,000 lbs

In Service

Date Technician CertificateAction Status

Id Nbr.

152

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

6/24/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/23/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

06129-Frame 2LAT0229 Forney LA-0270 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/10/2025

Flexure Beam 30,000 lbs

In Service

Date Technician CertificateAction Status

Id Nbr.

150

9/10/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

6/24/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/23/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

Page 7 of 964/8/2025 10:06 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/06129-Frame 1.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/06129-Frame 1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15220181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/06129-Frame 2.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/06129-Frame 2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15020181008.pdf


Lab Equipment Calibration

222422LS42ALT0021-222422 Tinius Olsen Extensomet Tinius Olsen Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3/11/2026

Extensometer 2"

In Service

Date Technician CertificateAction Status

Id Nbr.

1734

3/11/2025 External Agency ViewCalibrate

2/6/2025 McCullough, Donald     0004In Service

1/23/2025 McCullough, Donald     0004Spare Equipment

2/19/2024 External Agency ViewCalibrate

2/23/2023 External Agency ViewCalibrate

2/22/2022 External Agency ViewCalibrate

1/25/2021 External Agency ViewCalibrate

12/17/2019 External Agency ViewCalibrate

11/30/2018 McCullough, Donald     0004In Service

222423LS48ALT0021-222423 Tinius Olsen Extensomet Tinius Olsen Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3/11/2026

Extensometer 8"

In Service

Date Technician CertificateAction Status

Id Nbr.

1733

3/11/2025 External Agency ViewCalibrate

2/6/2025 McCullough, Donald     0004In Service

1/23/2025 McCullough, Donald     0004Spare Equipment

2/19/2024 External Agency ViewCalibrate

2/23/2023 External Agency ViewCalibrate

2/22/2022 External Agency ViewCalibrate

1/25/2021 External Agency ViewCalibrate

12/17/2019 External Agency ViewCalibrate

12/6/2018 External Agency ViewCalibrate

11/30/2018 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/222422LS42A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173420250311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173420240219.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173420230223.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173420220222.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173420210125.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173420191217.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/222423LS48A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173320250311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173320240219.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173320230223.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173320220222.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173320210125.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173320191217.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173320181206.pdf


Lab Equipment Calibration

222424FL0663 Tinius Olsen 602Console Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

(60000 lb) Tension

In Service

Date Technician CertificateAction Status

Id Nbr.

151

9/11/2024 External Agency ViewCalibrate

10/9/2023 Groom, Michael D.     2629In Service

10/6/2023 McCullough, Donald     0004Out of Service for Repair

8/16/2023 External Agency ViewCalibrate

8/16/2022 External Agency ViewCalibrate

9/22/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

222454LT0021 Tinius Olsen 602Console Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

8/16/2023

(300000 lb) Tension

In Service

Date Technician CertificateAction Status

Id Nbr.

153

2/6/2025 McCullough, Donald     0004In Service

8/15/2023 McCullough, Donald     0004Out of Service for Repair

8/16/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/222424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15120230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15120220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15120210922.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15120200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15120191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15120181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/222454.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15320220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15320200825.pdf


Lab Equipment Calibration

Dial or Digital Indicators

19174199LT0095 Mitutoyo ID-F125E Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Digital

In Service

Date Technician CertificateAction Status

Id Nbr.

1795

9/9/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

5/24/2021 Lai, Binh     0057 ViewCheck

5/12/2021 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/19174199.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/19174199.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/179520240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/179520230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/179520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/179520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/179520210524.pdf


Lab Equipment Calibration

Durability

AD11AD11 Gilson SSA-22 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/19/2025

Aggregate Durability Wash Vessel

In Service

Date Technician CertificateAction Status

Id Nbr.

1319

8/19/2024 Lai, Binh     0057 ViewCheck

8/17/2023 Lai, Binh     0057 ViewCheck

11/14/2022 McCullough, Donald     0004 ViewIn Service

11/14/2022 Lai, Binh     0057 ViewCheck

11/10/2021 Lai, Binh     0057 ViewCheck

12/7/2020 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057Check

AD12AD12 Gilson SSA-22 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/19/2025

Aggregate Durability Wash Vessel

In Service

Date Technician CertificateAction Status

Id Nbr.

1756

8/19/2024 Lai, Binh     0057 ViewCheck

8/17/2023 Lai, Binh     0057 ViewCheck

11/14/2022 Lai, Binh     0057 ViewCheck

11/14/2022 McCullough, Donald     0004 ViewIn Service

11/10/2021 Lai, Binh     0057 ViewCheck

2/26/2021 Lai, Binh     0057 ViewCheck

2/26/2021 McCullough, Donald     0004 ViewIn Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/AD11.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131920240819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131920230817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131920221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131920221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131920211110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131920201207.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/AD12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175620240819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175620230817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175620221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175620221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175620211110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175620210226.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/175620210226.pdf


Lab Equipment Calibration

D-218S1100265 Gilson SS-18     Quality Assurance Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/19/2025

Aggregate Durability Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

19

8/19/2024 Lai, Binh     0057 ViewCalibrate

8/17/2023 Lai, Binh     0057 ViewCalibrate

11/14/2022 McCullough, Donald     0004 ViewIn Service

11/14/2022 Lai, Binh     0057 ViewCalibrate

11/10/2021 Lai, Binh     0057 ViewCalibrate

12/7/2020 Lai, Binh     0057 ViewCalibrate

1/21/2020 Lai, Binh     0057 ViewCalibrate

1/24/2019 Lai, Binh     0057Calibrate

SS18-7318LA0103 Gilson SS-18 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 9/12/2025

Aggregate Durability Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

3796

9/12/2024 Lai, Binh     0057 ViewCheck

8/28/2024 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/D-218.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/D-218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1920240819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1920230817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1920221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1920221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1920211110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1920201207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1920200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/379620240912.pdf


Lab Equipment Calibration

Fine Agg Specific Gravity

CM-1CM-1 Humboldt H-3361 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-147

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/7/2025

Conical Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

155

8/7/2023 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/16/2018 Lai, Binh     0057 ViewCheck

CM-2CM-2 Humboldt H-3361 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-147

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/7/2025

Conical Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

156

8/7/2023 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/16/2018 Lai, Binh     0057 ViewCheck

SC-1SC-1 Humboldt H-3362 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-147

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/7/2025

Conical Mold Tamper

In Service

Date Technician CertificateAction Status

Id Nbr.

157

8/7/2023 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/16/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-147.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CM-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15520230807.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15520210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15520200520.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15520180516.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-147.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CM-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15620230807.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15620210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15620200520.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15620180516.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-147.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SC-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15720230807.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15720210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15720200520.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15720180516.pdf


Lab Equipment Calibration

SC-2SC-2 Humboldt H-3362 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-147

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/7/2025

Conical Mold Tamper

In Service

Date Technician CertificateAction Status

Id Nbr.

158

8/7/2023 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/16/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-147.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SC-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15820230807.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15820210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15820200520.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/15820180516.pdf


Lab Equipment Calibration

Freezers

AFS49MLL0218 Summit Appliance AFS49MLDL2 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-103

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/5/2025

Freezer (Temperature Check)

In Service

Date Technician CertificateAction Status

Id Nbr.

1740

8/5/2024 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

8/4/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

2/5/2021 Lai, Binh     0057 ViewCheck

1/1/2021 Groom, Michael D.     2629In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-103.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/AFS49ML.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174020240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174020230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174020220804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174020210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174020210205.pdf


Lab Equipment Calibration

AFS49ML-20060008L0218 Summit Appliance AFS49MLDL2 Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025

Freezer (Temperature Logs Stru Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

1691

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

9/4/2022 Lai, Binh     0057 ViewCheck

7/4/2022 Lai, Binh     0057 ViewCheck

6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120231104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120221204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120221104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120221004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220204.pdf


Lab Equipment Calibration
1/4/2022 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/1/2021 Lai, Binh     0057 ViewCheck

8/1/2021 Lai, Binh     0057 ViewCheck

7/1/2021 Lai, Binh     0057 ViewCheck

5/31/2021 Lai, Binh     0057 ViewCheck

4/30/2021 Lai, Binh     0057 ViewCheck

3/28/2021 Lai, Binh     0057 ViewCheck

2/28/2021 Lai, Binh     0057 ViewCheck

2/1/2021 Lai, Binh     0057 ViewCheck

1/31/2021 Lai, Binh     0057 ViewCheck

1/1/2021 Groom, Michael D.     2629In Service

12/17/2020 McCullough, Donald     0004Out of Service for Repair

10/22/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210901.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210801.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210701.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210531.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210430.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210328.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210228.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210201.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210131.pdf


Lab Equipment Calibration

High Humidity Area

MR1-TEMPERATURELAT0251 - MR1 ODOT Temperatur Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025

Moisture Room (Temperature Logs Stru Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

1620

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

2/9/2024 McCullough, Donald     0004In Service

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

9/4/2022 Lai, Binh     0057 ViewCheck

8/4/2022 Lai, Binh     0057 ViewCheck

7/4/2022 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020231104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020221204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020221104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020221004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220704.pdf


Lab Equipment Calibration
6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/4/2021 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/4/2021 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

7/4/2021 Lai, Binh     0057 ViewCheck

6/4/2021 Lai, Binh     0057 ViewCheck

5/4/2021 Lai, Binh     0057 ViewCheck

4/4/2021 Lai, Binh     0057 ViewCheck

3/4/2021 Lai, Binh     0057 ViewCheck

2/4/2021 Lai, Binh     0057 ViewCheck

1/4/2021 Lai, Binh     0057 ViewCheck

11/30/2020 Lai, Binh     0057 ViewCheck

11/13/2020 Lai, Binh     0057 ViewCheck

10/13/2020 Groom, Michael D.     2629In Service

9/28/2020 McCullough, Donald     0004Out of Service for Repair

10/16/2019 Lai, Binh     0057Check

WTS-002CHWTS-002 UnKnown Refill Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-106A

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 2/12/2026

Cure Tank (Refill Water and Calcium)

In Service

Date Technician CertificateAction Status

Id Nbr.

3755

2/12/2024 Groom, Michael D.     2629 ViewIn Service

2/12/2024 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020211204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020201130.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020201113.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SMP-106A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375520240212.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375520240212.pdf


Lab Equipment Calibration

WTS-002SRWTS-002 Unknown Stirred Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 5/1/2025

Cure Tank (stir record Structural Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

3749

4/1/2025 John Moore ViewCheck

3/3/2025 Daniel Gittings ViewCheck

2/3/2025 John Moore ViewCheck

1/2/2025 John Moore ViewCheck

12/2/2024 Jonh Moore ViewCheck

11/4/2024 Daniel Gittings ViewCheck

10/1/2024 John Moore ViewCheck

9/3/2024 John Moore ViewCheck

8/1/2024 Lai, Binh     0057 ViewCheck

7/8/2024 Lai, Binh     0057 ViewCheck

6/3/2024 Lai, Binh     0057 ViewCheck

5/1/2024 Lai, Binh     0057 ViewCheck

4/1/2024 Lai, Binh     0057 ViewCheck

3/1/2024 Lai, Binh     0057 ViewCheck

2/1/2024 Lai, Binh     0057 ViewCheck

1/22/2024 McCullough, Donald     0004In Service

WTS-003CHWTS-003 UnKnown Refill Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-106A

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 2/12/2026

Cure Tank (Refill Water and Calcium)

In Service

Date Technician CertificateAction Status

Id Nbr.

3754

2/12/2024 Groom, Michael D.     2629 ViewIn Service

2/12/2024 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SMP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920250401.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920250303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920250203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920250102.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920241202.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920241001.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240903.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240801.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240708.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240603.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240501.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240401.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240301.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374920240201.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SMP-106A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375420240212.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375420240212.pdf


Lab Equipment Calibration

WTS-003SRWTS-003 Unknown Stirred Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 5/1/2025

Cure Tank (stir record Structural Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

3750

4/1/2025 John Moore ViewCheck

3/3/2025 Daniel Gittings ViewCheck

2/3/2025 John Moore ViewCheck

1/2/2025 John Moore ViewCheck

12/2/2024 Jonh Moore ViewCheck

11/4/2024 Daniel Gittings ViewCheck

10/1/2024 John Moore ViewCheck

9/3/2024 John Moore ViewCheck

8/1/2024 Lai, Binh     0057 ViewCheck

7/8/2024 Lai, Binh     0057 ViewCheck

6/3/2024 Lai, Binh     0057 ViewCheck

5/1/2024 Lai, Binh     0057 ViewCheck

4/1/2024 Lai, Binh     0057 ViewCheck

3/1/2024 Lai, Binh     0057 ViewCheck

2/1/2024 Lai, Binh     0057 ViewCheck

1/22/2024 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SMP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020250401.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020250303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020250203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020250102.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020241202.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020241001.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240903.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240801.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240708.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240603.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240501.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240401.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240301.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375020240201.pdf


Lab Equipment Calibration

L.A. Machine

2312111LA0102 Humboldt H-3860D Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-148

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 2/27/2026

L.A machine

In Service

Date Technician CertificateAction Status

Id Nbr.

3759

2/27/2024 Lai, Binh     0057 ViewCheck

2/23/2024 McCullough, Donald     0004In Service

LA0096LA0096 Humboldt JB030 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-148

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/19/2026

L.A machine

In Service

Date Technician CertificateAction Status

Id Nbr.

289

9/19/2024 Lai, Binh     0057 ViewCheck

9/20/2022 Lai, Binh     0057 ViewCheck

3/17/2021 Lai, Binh     0057 ViewCheck

4/16/2019 Lai, Binh     0057 ViewCheck

Melting Pot

FL2443FL2443 Gilson HM-202F Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-164

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/16/2025

Sulfur Melting Pot

In Service

Date Technician CertificateAction Status

Id Nbr.

535

8/16/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/17/2022 Lai, Binh     0057 ViewCheck

8/18/2021 Lai, Binh     0057 ViewCheck

9/4/2020 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 ViewCheck

7/10/2019 Lai, Binh     0057 ViewCheck

7/9/2019 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-148.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375920240227.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-148.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LA0096.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LA0096.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28920240919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28920220920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28920210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28920190416.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-164.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL2443.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/FL2443.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53520240816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53520230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53520220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53520210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53520200904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53520200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53520190710.pdf


Lab Equipment Calibration

Metal Ruler

M28030036PF-02 UNKNOWN XLG16R    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-110

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/6/2025

Set 1 36"

In Service

Date Technician CertificateAction Status

Id Nbr.

673

8/6/2024 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewStandardize

8/4/2022 Lai, Binh     0057 ViewStandardize

8/4/2022 Lai, Binh     0057 ViewCheck

8/18/2021 Lai, Binh     0057 ViewCheck

8/18/2021 Lai, Binh     0057 ViewStandardize

12/14/2020 Lai, Binh     0057 ViewCheck

12/14/2020 Lai, Binh     0057 ViewStandardize

12/16/2019 Lai, Binh     0057 ViewCheck

12/16/2019 Lai, Binh     0057 ViewStandardize

12/14/2018 Lai, Binh     0057 ViewStandardize

12/14/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-110.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/M28030036.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320240806.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320220804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320220804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320191216.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320191216.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320181214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67320181214.pdf


Lab Equipment Calibration

Meters

APM0509APM0509 Gilson HM-30S Structural Branch Standardize 3

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-168

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/13/2025

Air Meter (Pressure)

In Service

Date Technician CertificateAction Status

Id Nbr.

1760

1/13/2025 D.Gitting / K. Ucero ViewStandardize

10/14/2024 D. Gittings,  K. Ucero ViewStandardize

8/26/2024 McCullough, Donald     0004In Service

10/16/2023 McCullough, Donald     0004Out of Service for Repair

7/13/2023 Lai, Binh     0057 ViewStandardize

4/17/2023 Lai, Binh     0057 ViewStandardize

1/23/2023 Lai, Binh     0057 ViewStandardize

10/28/2022 Lai, Binh     0057 ViewStandardize

8/5/2022 Lai, Binh     0057 ViewStandardize

5/2/2022 Lai, Binh     0057 ViewStandardize

2/1/2022 Lai, Binh     0057 ViewStandardize

11/3/2021 Lai, Binh     0057 ViewStandardize

9/8/2021 Lai, Binh     0057 ViewStandardize

6/11/2021 Lai, Binh     0057Standardize

3/3/2021 Lai, Binh     0057 ViewStandardize

3/3/2021 McCullough, Donald     0004 ViewIn Service

LAE0750LAE0750 Gilson HM-30 Structural Branch Standardize 3

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-168

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/13/2025

Air Meter (Pressure)

In Service

Date Technician CertificateAction Status

Id Nbr.

3695

1/13/2025 D. Gitting / K. Ucero ViewStandardize

10/10/2024 Katerlyne Ucero ViewStandardize

7/10/2024 Lai, Binh     0057 ViewStandardize

4/8/2024 Lai, Binh     0057 ViewStandardize

1/8/2024 Lai, Binh     0057 ViewStandardize

10/9/2023 Lai, Binh     0057 ViewStandardize

7/27/2023 Lai, Binh     0057 ViewStandardize

7/19/2023 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-168.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/APM0509.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/APM0509.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020250113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020241014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020230713.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020230417.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020230123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020221028.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020220805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020220502.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020220201.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020211103.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020210908.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-168.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LAE0750.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LAE0750.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520250113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520241010.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520240710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520240108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520231009.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520230727.pdf


Lab Equipment Calibration

Micro Deval

1552LAT0268 Gilson MD-2000   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/16/2025

Micro Deval Machine

In Service

Date Technician CertificateAction Status

Id Nbr.

3513

9/16/2024 Lai, Binh     0057 ViewCheck

9/14/2023 Lai, Binh     0057 ViewCheck

2/10/2023 Lai, Binh     0057 ViewCheck

2/9/2023 McCullough, Donald     0004In Service

10/6/2021 McCullough, Donald     0004Spare Equipment

Coarse MDSB 1Coarse 1 Gilson HMA-922 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/21/2025

Steel Balls

In Service

Date Technician CertificateAction Status

Id Nbr.

693

8/21/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/22/2022 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCheck

3/17/2021 Lai, Binh     0057 ViewCheck

Coarse MDSB 2Coarse 2 Gilson HMA-922 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/21/2025

Steel Balls

In Service

Date Technician CertificateAction Status

Id Nbr.

1851

8/21/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/22/2022 Lai, Binh     0057 ViewCheck

8/25/2021 Lai, Binh     0057 ViewCheck

8/23/2021 McCullough, Donald     0004In Service

Page 25 of 964/8/2025 10:08 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1552.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351320240916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351320230914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351320230210.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Coarse MDSB 1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69320240821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69320230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69320220822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69320210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69320210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Coarse MDSB 2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185120240821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185120230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185120220822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/185120210825.pdf


Lab Equipment Calibration

Fine MDSBFine Gilson HMA-922 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/21/2025

Steel Balls

In Service

Date Technician CertificateAction Status

Id Nbr.

694

8/21/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/22/2022 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCheck

3/17/2021 Lai, Binh     0057 ViewCalibrate

3/17/2021 Lai, Binh     0057 ViewCheck

3/23/2020 Lai, Binh     0057 ViewCalibrate

3/23/2020 Lai, Binh     0057 ViewCheck

3/11/2019 Lai, Binh     0057 ViewCalibrate

3/11/2019 Lai, Binh     0057 ViewCheck

MDC-1-931 Gilson HMA-920 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/21/2025

Container

In Service

Date Technician CertificateAction Status

Id Nbr.

684

8/21/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

6/22/2022 Lai, Binh     0057 ViewCheck

6/24/2021 Lai, Binh     0057 ViewCheck

1/29/2021 Lai, Binh     0057 ViewCheck

3/23/2020 Lai, Binh     0057 ViewCheck

3/9/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Fine MDSB.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420240821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420220822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420190311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69420190311.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/MDC-1-93.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68420240821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68420230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68420220622.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68420210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68420210129.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68420200323.pdf


Lab Equipment Calibration

MDC-1-94Coarse Gilson HMA-920 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/21/2025

Container

In Service

Date Technician CertificateAction Status

Id Nbr.

686

8/21/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/22/2022 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCheck

3/17/2021 Lai, Binh     0057 ViewCalibrate

3/17/2021 Lai, Binh     0057 ViewCheck

3/23/2020 Lai, Binh     0057 ViewCalibrate

3/23/2020 Lai, Binh     0057 ViewCheck

3/11/2019 Lai, Binh     0057 ViewCheck

3/11/2019 Lai, Binh     0057 ViewCalibrate

MDC-2-94Fine Gilson HMA-920 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/21/2025

Container

In Service

Date Technician CertificateAction Status

Id Nbr.

687

8/21/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/22/2022 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCheck

3/17/2021 Lai, Binh     0057 ViewCheck

3/17/2021 Lai, Binh     0057 ViewCalibrate

3/23/2020 Lai, Binh     0057 ViewCalibrate

3/23/2020 Lai, Binh     0057 ViewCheck

3/11/2019 Lai, Binh     0057 ViewCalibrate

3/11/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/MDC-1-94.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620240821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620220822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620190311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68620190311.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/MDC-2-94.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720240821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720220822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720210317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720190311.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68720190311.pdf


Lab Equipment Calibration

MDC-3-94Set#3 Gilson HMA-920 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 9/16/2025

Container

In Service

Date Technician CertificateAction Status

Id Nbr.

688

9/16/2024 Lai, Binh     0057 ViewCheck

9/14/2023 Lai, Binh     0057 ViewCheck

2/10/2023 Lai, Binh     0057 ViewCheck

2/9/2023 McCullough, Donald     0004In Service

MDC-4-94Set#4 Gilson HMA-920 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 9/16/2025

Container

In Service

Date Technician CertificateAction Status

Id Nbr.

689

9/16/2024 Lai, Binh     0057 ViewCheck

9/14/2023 Lai, Binh     0057 ViewCheck

2/10/2023 Lai, Binh     0057 ViewCheck

2/9/2023 McCullough, Donald     0004In Service

Set 4 MDSBSet 4 Gilson HMA-922 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/16/2025

Steel Balls

In Service

Date Technician CertificateAction Status

Id Nbr.

692

9/16/2024 Lai, Binh     0057 ViewCheck

9/5/2024 McCullough, Donald     0004In Service

9/14/2023 Lai, Binh     0057 ViewCheck

2/10/2023 Lai, Binh     0057 ViewCheck

2/9/2023 McCullough, Donald     0004In Service

6/22/2022 Lai, Binh     0057 ViewCalibrate

6/22/2022 Lai, Binh     0057 ViewCheck

6/24/2021 Lai, Binh     0057 ViewCalibrate

6/24/2021 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68820240916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68820230914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68820230210.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68920240916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68920230914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68920230210.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Set 4 MDSB.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69220240916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69220230914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69220230210.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69220220622.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69220220622.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69220210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69220210624.pdf


Lab Equipment Calibration

Set3 MDSBSet#3 Gilson HMA-922 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/16/2025

Steel Balls

In Service

Date Technician CertificateAction Status

Id Nbr.

695

9/16/2024 Lai, Binh     0057 ViewCheck

9/5/2024 McCullough, Donald     0004In Service

9/14/2023 Lai, Binh     0057 ViewCheck

2/10/2023 Lai, Binh     0057 ViewCheck

2/9/2023 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Set3 MDSB.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69520240916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69520230914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/69520230210.pdf


Lab Equipment Calibration

Ovens and Furnaces

157483LO0452 Thermal Product Solutions DCW-1406 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/11/2025

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

3662

9/11/2024 Lai, Binh     0057 ViewCheck

9/12/2023 Lai, Binh     0057 ViewStandardize

9/12/2023 Lai, Binh     0057 ViewCheck

2/28/2023 Lai, Binh     0057 ViewStandardize

2/28/2023 Lai, Binh     0057 ViewCheck

2/27/2023 McCullough, Donald     0004In Service

DC-6668LO0218 Blue M 326 Batch Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/16/2025

Oven

In Service

Date Technician CertificateAction Status

Id Nbr.

720

8/16/2024 Lai, Binh     0057 ViewCheck

8/17/2023 Lai, Binh     0057 ViewStandardize

8/17/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewStandardize

8/16/2021 Lai, Binh     0057 ViewStandardize

8/16/2021 Lai, Binh     0057 ViewCheck

3/15/2021 Lai, Binh     0057 ViewCheck

3/15/2021 Lai, Binh     0057 ViewStandardize

3/23/2020 Lai, Binh     0057 ViewCheck

3/23/2020 Lai, Binh     0057 ViewStandardize

3/7/2019 Lai, Binh     0057 ViewStandardize

3/7/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/157483.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366220240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366220230912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366220230912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366220230228.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366220230228.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/DC-6668.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020240816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020230817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020230817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020190307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72020190307.pdf


Lab Equipment Calibration

Refrigerators

1150339001181213L0196 Fisher Scientific 17LREEFSA Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-103

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/14/2025

Refrigerator

In Service

Date Technician CertificateAction Status

Id Nbr.

412

8/14/2024 Lai, Binh     0057 ViewCheck

8/14/2023 Lai, Binh     0057 ViewCheck

8/12/2022 Lai, Binh     0057 ViewCheck

8/9/2021 Lai, Binh     0057 ViewCheck

2/5/2021 Lai, Binh     0057 ViewCheck

4/30/2020 Lai, Binh     0057 ViewCheck

4/12/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-103.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1150339001181213.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41220240814.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41220230814.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41220220812.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41220210809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41220210205.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41220200430.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/41220190412.pdf


Lab Equipment Calibration

Retainer for Neoprene Pad

2A2A Humboldt H-2496CR Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/8/2025

6" Steel Cap

In Service

Date Technician CertificateAction Status

Id Nbr.

3744

8/8/2024 Lai, Binh     0057 ViewCheck

12/7/2023 Groom, Michael D.     2629 ViewIn Service

12/7/2023 Lai, Binh     0057 ViewCheck

2B2B Humboldt H-2496CR Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/8/2025

6" Steel Cap

In Service

Date Technician CertificateAction Status

Id Nbr.

3745

8/8/2024 Lai, Binh     0057 ViewCheck

12/7/2023 Groom, Michael D.     2629 ViewIn Service

12/7/2023 Lai, Binh     0057 ViewCheck

3A3A Humboldt H-2496CR  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/8/2025

4" Steel Cap

In Service

Date Technician CertificateAction Status

Id Nbr.

712

8/8/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCalibrate

8/8/2023 Lai, Binh     0057 ViewCheck

8/9/2022 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCalibrate

1/8/2021 Lai, Binh     0057 ViewCalibrate

1/8/2021 Lai, Binh     0057 ViewCheck

1/14/2020 Lai, Binh     0057 ViewCheck

1/14/2020 Lai, Binh     0057 ViewCalibrate

1/11/2019 Lai, Binh     0057 ViewCheck

1/11/2019 Lai, Binh     0057 ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374420240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374420231207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374420231207.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374520240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374520231207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374520231207.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220190111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71220190111.pdf


Lab Equipment Calibration

3B3B Humboldt H-2496CR  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/8/2025

4" Steel Cap

In Service

Date Technician CertificateAction Status

Id Nbr.

713

8/8/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCheck

8/9/2022 Lai, Binh     0057 ViewCalibrate

8/24/2021 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCalibrate

1/8/2021 Lai, Binh     0057 ViewCheck

1/8/2021 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCheck

1/11/2019 Lai, Binh     0057 ViewCalibrate

1/11/2019 Lai, Binh     0057 ViewCheck

4A4A Humboldt H-2496CR  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/8/2025

4" Steel Cap

In Service

Date Technician CertificateAction Status

Id Nbr.

714

8/8/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCalibrate

1/8/2021 Lai, Binh     0057 ViewCheck

1/8/2021 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCheck

1/11/2019 Lai, Binh     0057 ViewCheck

1/11/2019 Lai, Binh     0057 ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3B.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71320240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71320230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71320230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71320220809.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71320200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71320190111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71320190111.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420190111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71420190111.pdf


Lab Equipment Calibration

4B4B Humboldt H-2496CR Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/8/2025

4" Steel Cap

In Service

Date Technician CertificateAction Status

Id Nbr.

715

8/8/2024 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCheck

8/24/2021 Lai, Binh     0057 ViewCalibrate

1/8/2021 Lai, Binh     0057 ViewCheck

1/8/2021 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCheck

1/11/2019 Lai, Binh     0057 ViewCalibrate

1/11/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4B.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520230808.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520190111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71520190111.pdf


Lab Equipment Calibration

Sample Splitters

FL0435FL0435 SoilTest CL-280A Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/5/2025

Riffle

In Service

Date Technician CertificateAction Status

Id Nbr.

1174

8/5/2024 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

8/3/2022 Lai, Binh     0057 ViewCheck

8/26/2021 Lai, Binh     0057 ViewCheck

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057 ViewCheck

FL1917FL1917 Gilson SP-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/5/2025

Universal Splitter

In Service

Date Technician CertificateAction Status

Id Nbr.

1180

8/5/2024 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

8/3/2022 Lai, Binh     0057 ViewCheck

8/26/2021 Lai, Binh     0057 ViewCheck

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057 ViewCheck

LAT0031LAT0031 Gilson SP-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/5/2025

Universal Splitter

In Service

Date Technician CertificateAction Status

Id Nbr.

1181

8/5/2024 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

8/3/2022 Lai, Binh     0057 ViewCheck

8/26/2021 Lai, Binh     0057 ViewCheck

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117420240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117420230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117420220803.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117420210826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117420200907.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117420190905.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL1917.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/FL1917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118020240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118020230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118020220803.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118020210826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118020200907.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118020190905.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LAT0031.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LAT0031.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118120240805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118120230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118120220803.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118120210826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118120200907.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118120190905.pdf


Lab Equipment Calibration

Scales

0012964-6AJLBT0279 Mettler Toledo IND560 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Industrial Scale

In Service

Date Technician CertificateAction Status

Id Nbr.

794

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

1116180230LBT0189 Mettler Toledo PR8002 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

787

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/9/2018 External Agency ViewCalibrate

Page 36 of 964/8/2025 10:09 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/0012964-6AJ.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/0012964-6AJ.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79420181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1116180230.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1116180230.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78720181009.pdf


Lab Equipment Calibration

11212036931121203693 Mettler Toledo PB-3001S  Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

785

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/9/2018 External Agency ViewCalibrate

2113437800PS0377 Mettler Toledo PM16-K    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

425

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/9/2018 External Agency ViewCalibrate

Page 37 of 964/8/2025 10:09 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1121203693.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1121203693.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78520181009.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2113437800.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/2113437800.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42520181009.pdf


Lab Equipment Calibration

B616376267LBT0351 Mettler Toledo MS12002TS/ Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

796

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/9/2018 External Agency ViewCalibrate

C146996302LBT0373 Mettler Toledo XPR64000L Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

3557

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

5/4/2022 McCullough, Donald     0004In Service

5/3/2022 External AgencyCalibrate

C211725393LBT0371 Mettler Toledo MS6002TS Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/10/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

3542

9/10/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

4/27/2022 McCullough, Donald     0004 ViewIn Service

4/27/2022 External Agency ViewCalibrate

Page 38 of 964/8/2025 10:09 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/B616376267.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/B616376267.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/79620181009.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C146996302.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/C146996302.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/355720240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/355720230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/355720220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C211725393.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354220240910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354220230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354220220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354220220427.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354220220427.pdf


Lab Equipment Calibration

C234665741LBT0377 Mettler Toledo MS12002TS/ Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/9/2025

Precision Balance

In Service

Date Technician CertificateAction Status

Id Nbr.

3598

9/9/2024 External Agency ViewCalibrate

8/28/2023 External Agency ViewCalibrate

9/6/2022 McCullough, Donald     0004 ViewIn Service

9/6/2022 External Agency ViewCalibrate

C433588028PL0139 Mettler Toledo IND 236 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3/28/2026

Weighing Platform with Terminal

In Service

Date Technician CertificateAction Status

Id Nbr.

3847

3/28/2025 External Agency ViewCalibrate

3/13/2025 McCullough, Donald     0004In Service

9/10/2024 External AgencyCalibrate

Page 39 of 964/8/2025 10:09 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C234665741.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/C234665741.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359820240909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359820230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359820220906.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359820220906.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C433588028.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/384720250328.pdf


Lab Equipment Calibration

Shakers

17418FL2294 Gilson TS-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-112

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/20/2025

Sieve - 16"X24"

In Service

Date Technician CertificateAction Status

Id Nbr.

25

9/20/2024 Lai, Binh     0057 ViewCheck

9/21/2023 Lai, Binh     0057 ViewCheck

9/12/2022 Lai, Binh     0057 ViewCheck

9/23/2021 Lai, Binh     0057 ViewCheck

6/14/2021 Lai, Binh     0057 ViewCheck

6/15/2020 Lai, Binh     0057 ViewCheck

10/3/2019 Lai, Binh     0057 ViewCheck

17695FL2306 Gilson TS-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-112

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/19/2025

Sieve - 16"X24"

In Service

Date Technician CertificateAction Status

Id Nbr.

26

9/19/2024 Lai, Binh     0057 ViewCheck

9/20/2023 Lai, Binh     0057 ViewCheck

9/12/2022 Lai, Binh     0057 ViewCheck

9/23/2021 Lai, Binh     0057 ViewCheck

6/14/2021 Lai, Binh     0057 ViewCheck

6/15/2020 Lai, Binh     0057 ViewCheck

10/3/2019 Lai, Binh     0057 ViewCheck

Page 40 of 964/8/2025 10:09 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-112.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/17418.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/17418.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2520240920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2520230921.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2520220912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2520210923.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2520210614.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2520200615.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2520191003.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-112.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/17695.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/17695.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2620240919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2620230920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2620220912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2620210923.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2620210614.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2620200615.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2620191003.pdf


Lab Equipment Calibration

1855-3-1146S1100266 Rota Sift 80-0415/02 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-111

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/23/2025

Sieve - Round

In Service

Date Technician CertificateAction Status

Id Nbr.

22

9/23/2024 Lai, Binh     0057 ViewCheck

9/25/2023 Lai, Binh     0057 ViewCheck

9/21/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

5/24/2021 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/28/2019 Lai, Binh     0057 ViewCheck

FL2293FL2293 RainHart 637D Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-111

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/20/2025

Sieve - Round

In Service

Date Technician CertificateAction Status

Id Nbr.

20

9/20/2024 Lai, Binh     0057 ViewCheck

9/22/2023 Lai, Binh     0057 ViewCheck

9/22/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

11/23/2020 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/28/2019 Lai, Binh     0057Check

FL2305FL2305 RainHart 637D Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-111

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/23/2025

Sieve - Round

In Service

Date Technician CertificateAction Status

Id Nbr.

21

9/23/2024 Lai, Binh     0057 ViewCheck

9/25/2023 Lai, Binh     0057 ViewCheck

9/21/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

11/23/2020 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/28/2019 Lai, Binh     0057Check

Page 41 of 964/8/2025 10:09 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-111.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1855-3-1146.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1855-3-1146.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2220240923.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2220230925.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2220220921.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2220210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2220210524.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2220200520.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2220190528.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-111.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL2293.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/FL2293.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2020240920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2020230922.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2020220922.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2020210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2020201123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2020200520.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-111.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL2305.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/FL2305.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2120240923.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2120230925.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2120220921.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2120210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2120201123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2120200520.pdf


Lab Equipment Calibration

S1100291S1100291 RainHart SS-25 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-111

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 9/24/2025

Sieve - Round

In Service

Date Technician CertificateAction Status

Id Nbr.

23

9/24/2024 Lai, Binh     0057 ViewCheck

9/26/2023 Lai, Binh     0057 ViewCheck

9/22/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

5/24/2021 Lai, Binh     0057 ViewCheck

5/20/2020 Lai, Binh     0057 ViewCheck

5/28/2019 Lai, Binh     0057 ViewCheck

TS1-21685S1100310 Gilson TS-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-112

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/19/2025

Sieve - 16"X24"

In Service

Date Technician CertificateAction Status

Id Nbr.

1314

9/19/2024 Lai, Binh     0057 ViewCheck

9/20/2023 Lai, Binh     0057 ViewCheck

9/12/2022 Lai, Binh     0057 ViewCheck

9/23/2021 Lai, Binh     0057 ViewCheck

6/14/2021 Lai, Binh     0057 ViewCheck

6/15/2020 Lai, Binh     0057 ViewCheck

4/15/2020 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-111.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/S1100291.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/S1100291.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2320240924.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2320230926.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2320220922.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2320210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2320210524.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2320200520.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2320190528.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-112.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/TS1-21685.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131420240919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131420230920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131420220912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131420210923.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131420210614.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131420200615.pdf


Lab Equipment Calibration

Sieves

01268552Set#50 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

2135

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

01268553Set#48 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

1896

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck

0188731W200 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

1904

9/11/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

8/31/2022 External Agency ViewCheck

12/7/2020 McCullough, Donald     0004Spare Equipment

11/18/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/213520240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/213520230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/213520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/213520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/90320200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/189620240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/189620230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/189620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/189620220105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89620190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190420230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190420220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190420220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/107220201118.pdf


Lab Equipment Calibration

02189174Set#50 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2343

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/19/2022 External AgencyCheck

8/19/2022 McCullough, Donald     0004Spare Equipment

8/18/2022 External Agency ViewCheck

8/17/2022 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

0225854202258542 W.S. Tyler 8"FHSS#200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

3690

9/11/2024 McCullough, Donald     0004 ViewIn Service

9/11/2024 External Agency ViewCheck

10/3/2023 McCullough, Donald     0004Spare Equipment

8/30/2023 External Agency ViewCheck

6/7/2023 Lai, Binh     0057 ViewCheck

6/6/2023 McCullough, Donald     0004In Service

0315938103159381 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#20)

In Service

Date Technician CertificateAction Status

Id Nbr.

1918

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

8/31/2022 External Agency ViewCheck

7/17/2020 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/234320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/234320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/234320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/234320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/88020200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369020240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369020230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369020230607.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/191820240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/191820230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/191820220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/191820220831.pdf


Lab Equipment Calibration

0315938203159382 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

12" (#20)

In Service

Date Technician CertificateAction Status

Id Nbr.

3441

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 View

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewCheck

10/19/2020 Lai, Binh     0057 View

7/17/2020 McCullough, Donald     0004Spare Equipment

06120706Set#48 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#40)

In Service

Date Technician CertificateAction Status

Id Nbr.

1932

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

7/17/2020 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/03159382.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/344120240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/344120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/344120220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/344120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94520210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94520210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94520201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94520201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/94520201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/193220240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/193220230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/193220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/193220220105.pdf


Lab Equipment Calibration

06139663Set#50 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#100)

In Service

Date Technician CertificateAction Status

Id Nbr.

2516

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

06409401Set#50 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2522

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

0816942508169425 Gilson V8CF #16 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

1981

9/11/2024 External Agency ViewCheck

10/23/2023 Groom, Michael D.     2629In Service

10/3/2023 McCullough, Donald     0004Spare Equipment

8/30/2023 External Agency ViewCheck

8/31/2022 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

7/13/2020 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251620240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251620230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/251620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82720200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252220240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252220230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84720200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198120220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/198120220831.pdf


Lab Equipment Calibration

09794350979435 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#30)

In Service

Date Technician CertificateAction Status

Id Nbr.

2002

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/31/2022 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

7/16/2020 McCullough, Donald     0004Spare Equipment

10278525Set#48 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2015

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck

10278527Set#44 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2017

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/200220240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/200220230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/200220220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/200220220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201520240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201520230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201520220105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93220190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201720240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201720230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201720220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93620200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/93620190917.pdf


Lab Equipment Calibration

10278528Set#42 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2018

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

10278534Set#44 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

2023

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

10278535Set#42 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

2024

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

Page 48 of 964/8/2025 10:10 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201820240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201820230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/201820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/88120200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/88120190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202320220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84020200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84020190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202420240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202420230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84220200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84220190917.pdf


Lab Equipment Calibration

10278546Set#44 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2029

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

10308910Set#48 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2033

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck

10319214Set#50 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#50)

In Service

Date Technician CertificateAction Status

Id Nbr.

2036

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202920240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202920230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202920220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84820200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84820190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203320220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203320220105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/92320190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203620240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203620230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203620220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/89420190917.pdf


Lab Equipment Calibration

10478874AG4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#20)

In Service

Date Technician CertificateAction Status

Id Nbr.

2037

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/31/2022 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

7/17/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

1049176Set#44 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#100)

In Service

Date Technician CertificateAction Status

Id Nbr.

2045

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

10491811049181 Gilson V12CI"100 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (1")

In Service

Date Technician CertificateAction Status

Id Nbr.

2046

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/30/2021 McCullough, Donald     0004 ViewSpare Equipment

Page 50 of 964/8/2025 10:10 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203720240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203720230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203720220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/203720220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204520240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204520230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204520220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/82420190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204620240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204620230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204620220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/204620210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/178620210430.pdf


Lab Equipment Calibration

11106837Set#43 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2077

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

1178189Set#48 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

2108

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck

145374Set#46 Endecotts UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

2239

9/11/2024 External Agency ViewCheck

10/23/2023 Groom, Michael D.     2629In Service

10/3/2023 McCullough, Donald     0004Spare Equipment

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/207720240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/207720230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/207720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/207720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85520200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85520190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/210820240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/210820230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/210820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/210820220105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/84120190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/223920240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/223920230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/223920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/223920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/107420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/107420190917.pdf


Lab Equipment Calibration

16-1616-16 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

3241

9/11/2024 McCullough, Donald     0004 ViewIn Service

9/11/2024 External Agency ViewCheck

10/3/2023 McCullough, Donald     0004Spare Equipment

8/30/2023 External Agency ViewCheck

8/31/2022 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

213925967213925967 Gilson V12SI #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#200)

In Service

Date Technician CertificateAction Status

Id Nbr.

3480

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

8/31/2022 External Agency ViewCheck

1/4/2022 McCullough, Donald     0004 ViewSpare Equipment

5/8G Gilson TSA100 5/8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (5/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2473

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/18/2020 Lai, Binh     0057 ViewCheck

9/17/2020 Groom, Michael D.     2629In Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/324120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/324120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/324120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/324120220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/324120220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348020240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348020230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348020220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348020220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348020220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/247320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/247320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/247320221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/247320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98320200918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98320190917.pdf


Lab Equipment Calibration

529963Set#48 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2489

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck

97352374Set#45 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

2581

9/11/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

97390821Set#50 W.S. Tyler UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#16)

In Service

Date Technician CertificateAction Status

Id Nbr.

2582

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

Page 53 of 964/8/2025 10:10 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/248920240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/248920230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/248920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/248920220105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86920190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258120220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/103620200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258220240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258220230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/258220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83420190917.pdf


Lab Equipment Calibration

99091130Set#48 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#10)

In Service

Date Technician CertificateAction Status

Id Nbr.

2592

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

7/17/2020 McCullough, Donald     0004Spare Equipment

AG1-3/4AAG1 W.S. Tyler UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (3/4")

In Service

Date Technician CertificateAction Status

Id Nbr.

3443

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External AgencyCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External AgencyCheck

8/3/2021 Lai, Binh     0057 View

8/3/2021 Lai, Binh     0057 ViewCheck

8/2/2021 McCullough, Donald     0004In Service

9/10/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057
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Lab Equipment Calibration

AG2-1.5AAG2 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (1 1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2630

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

9/10/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

C6C6 Gilson V8CF Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2783

9/11/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

12/16/2021 McCullough, Donald     0004 ViewIn Service

12/16/2021 Lai, Binh     0057 ViewCheck

7/23/2021 McCullough, Donald     0004Spare Equipment

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2020 Lai, Binh     0057 ViewCheck

7/6/2020 McCullough, Donald     0004In Service
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Lab Equipment Calibration

F12GL00001Wash Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

12" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2858

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/30/2020 Lai, Binh     0057 ViewCheck

9/29/2020 McCullough, Donald     0004In Service

G 1/2G Gilson TSA100 1/2 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2179

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 1/2-1G Gilson TSA100 1/2 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2485

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/14/2020 McCullough, Donald     0004 ViewIn Service
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Lab Equipment Calibration

G 1/2-4G Gilson TSA100 1/2 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (1/2")

In Service

Date Technician CertificateAction Status

Id Nbr.

2181

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 1-2G Gilson TSA-101 1" Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (1")

In Service

Date Technician CertificateAction Status

Id Nbr.

2185

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

9/13/2021 Lai, Binh     0057 ViewCheck

9/13/2021 McCullough, Donald     0004 ViewIn Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck

G 12-2G Gilson TSA101 #12 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (#12)

In Service

Date Technician CertificateAction Status

Id Nbr.

2186

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/18/2020 Lai, Binh     0057 ViewCheck

9/17/2020 Groom, Michael D.     2629In Service

9/2/2020 McCullough, Donald     0004Spare Equipment

9/17/2019 Lai, Binh     0057 ViewCheck
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Lab Equipment Calibration

G 1-4G Gilson TSA-101 1" Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (1")

In Service

Date Technician CertificateAction Status

Id Nbr.

3707

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/29/2023 McCullough, Donald     0004In Service

G 1-5G Gilson TSA-101 1" Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (1")

In Service

Date Technician CertificateAction Status

Id Nbr.

3708

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/29/2023 McCullough, Donald     0004In Service

G 3/4-5G Gilson TSA100 3/4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (3/4")

In Service

Date Technician CertificateAction Status

Id Nbr.

3702

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/29/2023 McCullough, Donald     0004In Service

G 3/4-6G Gilson TSA100 3/4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (3/4")

In Service

Date Technician CertificateAction Status

Id Nbr.

3703

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/29/2023 McCullough, Donald     0004In Service

Page 58 of 964/8/2025 10:10 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370720240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370720230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370820240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370820230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370220240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370220230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370320230830.pdf


Lab Equipment Calibration

G 3/4-7G Gilson TSA100 3/4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (3/4")

In Service

Date Technician CertificateAction Status

Id Nbr.

3704

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/29/2023 McCullough, Donald     0004In Service

G 3/8G Gilson TSA100 3/8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2194

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 3/8-3G Gilson TSA100 3/8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2197

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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Lab Equipment Calibration

G 3/8-4G Gilson TSA100 3/8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (3/8")

In Service

Date Technician CertificateAction Status

Id Nbr.

2198

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 4-5G Gilson TSA-100 #4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2202

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 4-6G Gilson TSA-100 #4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

2203

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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Lab Equipment Calibration

G 4-7G Gilson TSA-100 #4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (#4)

In Service

Date Technician CertificateAction Status

Id Nbr.

3447

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

8/19/2021 Lai, Binh     0057 View

8/19/2021 Lai, Binh     0057 ViewCheck

3/17/2021 Lai, Binh     0057 View

3/17/2021 Lai, Binh     0057 ViewCheck

5/29/2020 Lai, Binh     0057 View

5/29/2020 Lai, Binh     0057 ViewCheck

2/4/2020 McCullough, Donald     0004In Service

G 8-1AG Gilson TSA-101 #8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

3419

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

9/13/2021 McCullough, Donald     0004 ViewIn Service

9/13/2021 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/344720240912.pdf
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341920240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341920230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341920221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341920210913.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/341920210913.pdf


Lab Equipment Calibration

G 8-4G Gilson TSA-101 #8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

2209

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

9/6/2018 Lai, Binh     0057 ViewCheck

G 8-5G Gilson TSA-101 #8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

16"X24" (#8)

In Service

Date Technician CertificateAction Status

Id Nbr.

3706

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/29/2023 McCullough, Donald     0004In Service

G03223G03223 Dual US12-10IB Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" (#40)

In Service

Date Technician CertificateAction Status

Id Nbr.

3485

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

1/5/2022 McCullough, Donald     0004 ViewCheck

1/5/2022 McCullough, Donald     0004 ViewIn Service
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96620190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96620180906.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370620240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/370620230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348520240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348520230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348520220105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348520220105.pdf


Lab Equipment Calibration

SLP-31SLP-31 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3595

9/11/2024 External Agency ViewCheck

10/23/2023 Groom, Michael D.     2629In Service

8/30/2023 External Agency ViewCheck

8/31/2022 External Agency ViewCheck

8/31/2022 McCullough, Donald     0004 ViewIn Service

STL-2Set#42 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" Lid

In Service

Date Technician CertificateAction Status

Id Nbr.

3409

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

STL-3Set#50 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" Lid

In Service

Date Technician CertificateAction Status

Id Nbr.

3408

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359520230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359520220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/359520220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340920240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340920230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340820240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340820230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340820220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340820210827.pdf


Lab Equipment Calibration

STL-4Set#46 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" Lid

In Service

Date Technician CertificateAction Status

Id Nbr.

3407

9/11/2024 External Agency ViewCheck

10/23/2023 Groom, Michael D.     2629In Service

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

STP-1Set#44 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3400

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

STP-2Set#42 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

12" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3401

9/12/2024 External Agency ViewCheck

8/30/2023 External Agency ViewCheck

10/27/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

Page 64 of 964/8/2025 10:11 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340720240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340720230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340020240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340020230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340020220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340120240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340120221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340120210827.pdf


Lab Equipment Calibration

STP-6Set#46 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

8" Pan

In Service

Date Technician CertificateAction Status

Id Nbr.

3405

9/11/2024 External Agency ViewCheck

10/23/2023 Groom, Michael D.     2629In Service

10/3/2023 McCullough, Donald     0004Spare Equipment

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck
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Lab Equipment Calibration

Slump

CSC-1CSC-1 Humboldt H-3640    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-166

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/12/2025

Slump Cone

In Service

Date Technician CertificateAction Status

Id Nbr.

1146

8/12/2024 Lai, Binh     0057 ViewCheck

8/10/2023 Lai, Binh     0057 ViewCheck

8/11/2022 Lai, Binh     0057 ViewCheck

8/9/2021 Lai, Binh     0057 ViewCheck

10/16/2020 Lai, Binh     0057 ViewCheck

10/16/2019 Lai, Binh     0057 ViewCheck

CSC-3CSC-3 Humboldt H-3640    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-166

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/12/2025

Slump Cone

In Service

Date Technician CertificateAction Status

Id Nbr.

1147

8/12/2024 Lai, Binh     0057 ViewCheck

8/10/2023 Lai, Binh     0057 ViewCheck

8/11/2022 Lai, Binh     0057 ViewCheck

8/9/2021 Lai, Binh     0057 ViewCheck

10/16/2020 Lai, Binh     0057 ViewCheck

10/16/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114620220811.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114620210809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114620201016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114620191016.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114720191016.pdf


Lab Equipment Calibration

Specific Gravity

674.7674.7 Pyrex 5600      Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-191

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

500mL

In Service

Date Technician CertificateAction Status

Id Nbr.

1167

8/23/2024 Lai, Binh     0057 ViewCheck

8/24/2023 Lai, Binh     0057 ViewCheck

8/24/2023 Lai, Binh     0057 ViewStandardize

9/29/2022 McCullough, Donald     0004In Service

8/22/2022 Lai, Binh     0057 ViewStandardize

8/22/2022 Lai, Binh     0057 ViewCheck

1/11/2021 McCullough, Donald     0004Spare Equipment

PF11PF11 Pyrex 5660 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-191

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/23/2025

500mL

In Service

Date Technician CertificateAction Status

Id Nbr.

1166

8/23/2024 Lai, Binh     0057 ViewCheck

8/24/2023 Lai, Binh     0057 ViewStandardize

8/24/2023 Lai, Binh     0057 ViewCheck

8/22/2022 Lai, Binh     0057 ViewStandardize

8/22/2022 Lai, Binh     0057 ViewCheck

8/27/2021 Lai, Binh     0057 ViewStandardize

8/27/2021 Lai, Binh     0057 ViewCheck

2/3/2021 Lai, Binh     0057 ViewStandardize

2/3/2021 Lai, Binh     0057 ViewCheck

2/14/2020 Lai, Binh     0057 ViewCheck

2/14/2020 Lai, Binh     0057 ViewStandardize

5/23/2019 Lai, Binh     0057 ViewCheck

5/23/2019 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-191.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/674.7.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116720240823.pdf
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-191.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620240823.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620220822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620220822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620210203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620210203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620200214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620200214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620190523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116620190523.pdf


Lab Equipment Calibration

SGS4SGS4 Pyrex 5600      Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-191

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/23/2025

500mL

In Service

Date Technician CertificateAction Status

Id Nbr.

1165

8/23/2024 Lai, Binh     0057 ViewCheck

8/24/2023 Lai, Binh     0057 ViewStandardize

8/24/2023 Lai, Binh     0057 ViewCheck

8/22/2022 Lai, Binh     0057 ViewStandardize

8/22/2022 Lai, Binh     0057 ViewCheck

8/27/2021 Lai, Binh     0057 ViewCheck

8/27/2021 Lai, Binh     0057 ViewStandardize

2/3/2021 Lai, Binh     0057 ViewCheck

2/3/2021 Lai, Binh     0057 ViewStandardize

2/14/2020 Lai, Binh     0057 ViewStandardize

2/14/2020 Lai, Binh     0057 ViewCheck

2/11/2019 Lai, Binh     0057 ViewStandardize

2/11/2019 Lai, Binh     0057 ViewCheck

11/27/2018 Lai, Binh     0057Check

11/27/2018 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116520210203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116520200214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116520200214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116520190211.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116520190211.pdf


Lab Equipment Calibration

Steel Flexural

SFM-101 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1622

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service

SFM-202 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1623

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service

SFM-303 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1624

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162220240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162220230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162220210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162220201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162320240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162320230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162320220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162320210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162320201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-3.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162420240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162420230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162420210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162420201012.pdf


Lab Equipment Calibration

SFM-404 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1625

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service

SFM-505 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1626

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service

SFM-606 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1627

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162520240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162520230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162520210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162520201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162620240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162620230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162620210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162620201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-6.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162720240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162720230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162720210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162720201012.pdf


Lab Equipment Calibration

SFM-707 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1628

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service

SFM-808 Humboldt H-3004 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/23/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

1629

8/23/2024 Lai, Binh     0057 ViewCheck

8/23/2023 Lai, Binh     0057 ViewCheck

8/18/2022 Lai, Binh     0057 ViewCheck

8/5/2021 Lai, Binh     0057 ViewCheck

10/12/2020 Lai, Binh     0057 ViewCheck

9/30/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-7.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162820240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162820230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162820210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162820201012.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SFM-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162920240823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162920230823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162920210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162920201012.pdf


Lab Equipment Calibration

Steel Prism

SPM-101 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

507

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-1010 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

509

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

Page 72 of 964/8/2025 10:11 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50720240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50720230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50720220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50720210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50720210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50720200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50720190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-10.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50920240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50920230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50920220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50920210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50920210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50920200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50920190124.pdf


Lab Equipment Calibration

SPM-1111 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

510

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-1212 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

511

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-1313 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

512

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-11.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51020240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51020230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51020220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51020210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51020210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51020200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51020190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51120240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51120230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51120220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51120210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51120210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51120200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51120190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-13.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51220240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51220230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51220220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51220210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51220210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51220200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51220190124.pdf


Lab Equipment Calibration

SPM-1414 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

513

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-1515 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

514

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-1616 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

515

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-14.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51320240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51320230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51320220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51320210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51320210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51320200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51320190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-15.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51420240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51420230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51420220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51420210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51420210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51420200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51420190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-16.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51520240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51520230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51520220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51520210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51520210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51520200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51520190124.pdf


Lab Equipment Calibration

SPM-1717 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

516

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-1818 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

517

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-1919 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

498

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-17.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51620240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51620230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51620220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51620210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51620210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51620200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51620190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-18.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51720240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51720230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51720220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51720210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51720210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51720200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/51720190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-19.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49820240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49820230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49820220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49820210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49820210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49820200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49820190124.pdf


Lab Equipment Calibration

SPM-202 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

499

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-2020 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/18/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

500

9/18/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-303 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

501

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49920240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49920230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49920220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49920210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49920210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49920200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/49920190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-20.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50020240918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50020230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50020220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50020210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50020210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50020200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50020190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-3.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50120240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50120230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50120220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50120210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50120210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50120200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50120190124.pdf


Lab Equipment Calibration

SPM-404 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

502

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-505 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

503

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-606 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

504

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50220240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50220230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50220220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50220210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50220210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50220200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50220190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50320240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50320230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50320220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50320210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50320210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50320200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50320190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-6.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50420240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50420230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50420220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50420210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50420210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50420200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50420190124.pdf


Lab Equipment Calibration

SPM-707 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

505

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-808 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

506

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/14/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck

SPM-909 Humboldt H-3195 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-161

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 9/17/2025

Mold

In Service

Date Technician CertificateAction Status

Id Nbr.

508

9/17/2024 Lai, Binh     0057 ViewCheck

9/18/2023 Lai, Binh     0057 ViewCheck

9/19/2022 Lai, Binh     0057 ViewCheck

9/20/2021 Lai, Binh     0057 ViewCheck

1/13/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/24/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-7.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50520240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50520230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50520220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50520210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50520210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50520200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50520190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50620240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50620230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50620220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50620210914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50620210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50620200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50620190124.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-161.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPM-9.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50820240917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50820230918.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50820220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50820210920.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50820210113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50820200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/50820190124.pdf


Lab Equipment Calibration
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Lab Equipment Calibration

Tamping Tools

STR-1STR-1 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Small

In Service

Date Technician CertificateAction Status

Id Nbr.

1184

8/15/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/15/2023 McCullough, Donald     0004In Service

12/27/2019 Groom, Michael D.     2629Spare Equipment

4/8/2019 Lai, Binh     0057Check

STR-2STR-2 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Small

In Service

Date Technician CertificateAction Status

Id Nbr.

1185

8/15/2024 Lai, Binh     0057 ViewCheck

11/27/2023 Lai, Binh     0057 ViewCheck

11/27/2023 McCullough, Donald     0004 ViewIn Service

12/27/2019 Groom, Michael D.     2629Spare Equipment

4/8/2019 Lai, Binh     0057Check

STR-3STR-3 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Small

In Service

Date Technician CertificateAction Status

Id Nbr.

553

8/15/2024 Lai, Binh     0057 ViewCheck

8/15/2024 McCullough, Donald     0004 ViewIn Service

12/27/2019 Groom, Michael D.     2629Spare Equipment

4/8/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118420240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118420230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118520240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118520231127.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118520231127.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR-3.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55320240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55320240815.pdf


Lab Equipment Calibration

STR-5STR-5 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Small

In Service

Date Technician CertificateAction Status

Id Nbr.

552

8/15/2024 McCullough, Donald     0004 ViewIn Service

8/15/2024 Lai, Binh     0057 ViewCheck

8/16/2023 McCullough, Donald     0004Spare Equipment

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

11/14/2018 Lai, Binh     0057 ViewCheck

TR-5TR-5 Humboldt H-3650 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Large

In Service

Date Technician CertificateAction Status

Id Nbr.

551

8/15/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

11/14/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55220240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55220240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55220220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55220210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55220201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55220191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55220181114.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/TR-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55120240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55120230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55120220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55120210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55120201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55120191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55120181114.pdf


Lab Equipment Calibration

TR-6TR-6 Humboldt H-3650 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Large

In Service

Date Technician CertificateAction Status

Id Nbr.

548

8/15/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

4/8/2019 Lai, Binh     0057Check

TR-8TR-8 Humboldt H-3651 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Large

In Service

Date Technician CertificateAction Status

Id Nbr.

545

8/15/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

11/14/2018 Lai, Binh     0057 ViewCheck

TR-9TR-9 Humboldt H-3651 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/15/2025

Rod - Large

In Service

Date Technician CertificateAction Status

Id Nbr.

546

8/15/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

11/14/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/TR-6.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54820240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54820230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54820220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54820210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54820201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54820191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/TR-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54520240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54520230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54520220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54520210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54520201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54520191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54520181114.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/TR-9.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54620240815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54620230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54620220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54620210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54620201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54620191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/54620181114.pdf


Lab Equipment Calibration

Page 83 of 964/8/2025 10:12 AM



Lab Equipment Calibration

Thermometers

080050-12080050 Omega UNKNOWN   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Probe#12/ Blue/Blue/12"

In Service

Date Technician CertificateAction Status

Id Nbr.

735

9/11/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/8/2019 External AgencyStandardize

080050-6080050 Omega HH804U Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

Probe#11/Blue/Blue/6"

In Service

Date Technician CertificateAction Status

Id Nbr.

736

9/11/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/8/2019 External AgencyStandardize

080097080097 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

3486

9/11/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

1/12/2022 Lai, Binh     0057 ViewStandardize

1/11/2022 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080050-12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73520240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73520230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73520200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73520191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080050-6.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73620230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73620200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73620191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348620240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348620230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/348620220112.pdf


Lab Equipment Calibration

T-883T-883 Cole-Parmer 90090-06  Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/11/2025

T-Handle

In Service

Date Technician CertificateAction Status

Id Nbr.

734

9/11/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/25/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/8/2019 External AgencyStandardize

Page 85 of 964/8/2025 10:12 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/T-883.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73420240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73420230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73420220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73420200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73420191017.pdf


Lab Equipment Calibration

Thermometers - Moist Room

2078008LAT0251 Fluke 1524 Quality Assurance Standardize 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-184

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/6/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

1

2/6/2025 Lai, Binh     0057 ViewStandardize

8/6/2024 Lai, Binh     0057 ViewStandardize

2/6/2024 Lai, Binh     0057 ViewStandardize

8/5/2023 Lai, Binh     0057 ViewStandardize

2/6/2023 Lai, Binh     0057 ViewStandardize

8/5/2022 Lai, Binh     0057 ViewStandardize

2/7/2022 Lai, Binh     0057 ViewStandardize

2/7/2022 Lai, Binh     0057 ViewCalibrate

8/5/2021 Lai, Binh     0057 ViewStandardize

8/5/2021 Lai, Binh     0057 ViewCalibrate

2/5/2021 Lai, Binh     0057 ViewStandardize

2/5/2021 Lai, Binh     0057 ViewCalibrate

8/26/2020 External Agency ViewCalibrate

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

10/17/2019 External Agency ViewCalibrate

B273111LAT0251-B273111 Fluke 5611T Quality Assurance Standardize 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-184

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/6/2025

Probe#27/Thermister

In Service

Date Technician CertificateAction Status

Id Nbr.

7

2/6/2025 Lai, Binh     0057 ViewStandardize

8/6/2024 Lai, Binh     0057 ViewStandardize

2/6/2024 Lai, Binh     0057 ViewStandardize

8/5/2023 Lai, Binh     0057 ViewStandardize

2/6/2023 Lai, Binh     0057 ViewStandardize

8/5/2022 Lai, Binh     0057 ViewStandardize

2/7/2022 Lai, Binh     0057 ViewCalibrate

2/7/2022 Lai, Binh     0057 ViewStandardize

8/5/2021 Lai, Binh     0057 ViewCalibrate

8/5/2021 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-184.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2078008.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/2078008.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120250206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120240806.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120240206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120230805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120230206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120220805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120220207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120220207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120210205.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120210205.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-184.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720250206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720240806.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720240206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720230805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720230206.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720220805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720220207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720220207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/720210805.pdf


Lab Equipment Calibration
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Lab Equipment Calibration

Timing Devices

066299TMR-1 GraLab 171 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/9/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1243

8/9/2024 Lai, Binh     0057 ViewStandardize

8/9/2023 Lai, Binh     0057 ViewStandardize

8/9/2022 Lai, Binh     0057 ViewStandardize

8/26/2021 Lai, Binh     0057 ViewStandardize

1/8/2021 McCullough, Donald     0004 ViewStandardize

3/18/2020 Lai, Binh     0057 ViewStandardize

3/12/2019 Lai, Binh     0057 ViewStandardize

P20P20 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/9/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

326

8/9/2024 Lai, Binh     0057 ViewStandardize

8/9/2023 Lai, Binh     0057 ViewStandardize

8/9/2022 Lai, Binh     0057 ViewStandardize

8/25/2021 Lai, Binh     0057 ViewStandardize

1/8/2021 McCullough, Donald     0004 ViewStandardize

3/18/2020 Lai, Binh     0057 ViewStandardize

3/12/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/066299.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124320240809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124320230809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124320220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124320210826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124320210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124320200318.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124320190312.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P20.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/P20.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32620240809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32620230809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32620220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32620210825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32620210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32620200318.pdf


Lab Equipment Calibration

P22P22 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/9/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

328

8/9/2024 Lai, Binh     0057 ViewStandardize

8/9/2023 Lai, Binh     0057 ViewStandardize

8/9/2022 Lai, Binh     0057 ViewStandardize

8/27/2021 Lai, Binh     0057 ViewStandardize

1/8/2021 McCullough, Donald     0004 ViewStandardize

3/18/2020 Lai, Binh     0057 ViewStandardize

3/12/2019 Lai, Binh     0057Standardize

P23P23 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/8/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

330

8/8/2024 Lai, Binh     0057 ViewStandardize

8/8/2023 Lai, Binh     0057 ViewStandardize

8/9/2022 Lai, Binh     0057 ViewStandardize

8/25/2021 Lai, Binh     0057 ViewStandardize

1/8/2021 McCullough, Donald     0004 ViewStandardize

3/18/2020 Lai, Binh     0057 ViewStandardize

3/12/2019 Lai, Binh     0057 ViewStandardize

P24P24 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/8/2025

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1743

8/8/2024 Lai, Binh     0057 ViewStandardize

8/8/2023 Lai, Binh     0057 ViewStandardize

8/9/2022 Lai, Binh     0057 ViewStandardize

8/27/2021 Lai, Binh     0057 ViewStandardize

1/8/2021 McCullough, Donald     0004 ViewIn Service

1/8/2021 McCullough, Donald     0004 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P22.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/P22.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32820240809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32820230809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32820220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32820210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32820200318.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P23.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/P23.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33020240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33020230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33020220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33020210825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33020210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33020200318.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33020190312.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P24.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/P24.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174320240808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174320230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174320220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174320210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174320210108.pdf


Lab Equipment Calibration

Unit Weight

AASHTO-6AASHTO - 6 Humboldt H-4975 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2026

Rubber Mallet - Large

In Service

Date Technician CertificateAction Status

Id Nbr.

3851

4/4/2025 Lai, Binh     0057 ViewCheck

3/26/2025 McCullough, Donald     0004In Service

ASTM-1ASTM-1 Humboldt H-4976 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/16/2025

Rubber Mallet - Small

In Service

Date Technician CertificateAction Status

Id Nbr.

1839

8/16/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/12/2021 Lai, Binh     0057 ViewCheck

8/9/2021 McCullough, Donald     0004In Service

ASTM-2ASTM-2 Humboldt H-4976 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/16/2025

Rubber Mallet - Small

In Service

Date Technician CertificateAction Status

Id Nbr.

1840

8/16/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/12/2021 Lai, Binh     0057 ViewCheck

8/9/2021 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/385120250404.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183920240816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183920230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183920220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183920210812.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184020240816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184020230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184020220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184020210812.pdf


Lab Equipment Calibration

ASTM-6ASTM-6 Humboldt H-4976 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/16/2025

Rubber Mallet - Small

In Service

Date Technician CertificateAction Status

Id Nbr.

1842

8/16/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/12/2021 Lai, Binh     0057 ViewCheck

8/9/2021 McCullough, Donald     0004In Service

CAUW-2CAUW-2 Humboldt H-3661.1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/26/2025

Unit Weight Measure, 0.5 cu. Ft

In Service

Date Technician CertificateAction Status

Id Nbr.

566

8/26/2024 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCalibrate

8/25/2023 Lai, Binh     0057 ViewCheck

8/24/2022 Lai, Binh     0057 ViewCheck

8/24/2022 Lai, Binh     0057 ViewCalibrate

8/18/2021 Lai, Binh     0057 ViewCheck

8/18/2021 Lai, Binh     0057 ViewCalibrate

9/14/2020 Lai, Binh     0057 ViewCalibrate

9/14/2020 Lai, Binh     0057 ViewCheck

9/16/2019 Lai, Binh     0057 ViewCalibrate

9/16/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184220240816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184220230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184220220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184220210812.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CAUW-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620240826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620220824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620220824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620190916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56620190916.pdf


Lab Equipment Calibration

FAUW-2FAUW-2 Humboldt H-3660.1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/26/2025

Unit Weight Measure, 0.1 cu.ft

In Service

Date Technician CertificateAction Status

Id Nbr.

564

8/26/2024 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCalibrate

8/25/2023 Lai, Binh     0057 ViewCheck

8/24/2022 Lai, Binh     0057 ViewCheck

8/24/2022 Lai, Binh     0057 ViewCalibrate

8/18/2021 Lai, Binh     0057 ViewCheck

8/18/2021 Lai, Binh     0057 ViewCalibrate

9/14/2020 Lai, Binh     0057 ViewCalibrate

9/14/2020 Lai, Binh     0057 ViewCheck

9/16/2019 Lai, Binh     0057 ViewCalibrate

9/16/2019 Lai, Binh     0057 ViewCheck

WS0010WS0010 Humboldt H-3661.1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/26/2025

Unit Weight Measure, 0.5 cu. Ft

In Service

Date Technician CertificateAction Status

Id Nbr.

565

8/26/2024 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCheck

8/25/2023 Lai, Binh     0057 ViewCalibrate

8/24/2022 Lai, Binh     0057 ViewCheck

8/24/2022 Lai, Binh     0057 ViewCalibrate

8/18/2021 Lai, Binh     0057 ViewCalibrate

8/18/2021 Lai, Binh     0057 ViewCheck

9/14/2020 Lai, Binh     0057 ViewCalibrate

9/14/2020 Lai, Binh     0057 ViewCheck

9/16/2019 Lai, Binh     0057 ViewCheck

9/16/2019 Lai, Binh     0057 ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FAUW-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420240826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420220824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420220824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420190916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56420190916.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/WS0010.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520240826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520230825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520220824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520220824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520210818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520190916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56520190916.pdf


Lab Equipment Calibration

Variable Length Measurement

0515-203EU1317 Starrett 5006BZ-14/ Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 8/22/2025

Calipers 14"

In Service

Date Technician CertificateAction Status

Id Nbr.

57

8/22/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

0621-278S0480078 Starrett 5006BZ-14/ Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 5/20/2025

Calipers 14"

In Service

Date Technician CertificateAction Status

Id Nbr.

3768

5/20/2024 Lai, Binh     0057 ViewCheck

5/17/2024 McCullough, Donald     0004In Service

1016075410160754 Starrett 798B-6/150 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/22/2025

Calipers 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

60

8/22/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/17/2022 Lai, Binh     0057 ViewCheck

8/17/2021 Lai, Binh     0057 ViewCheck

3/15/2021 Lai, Binh     0057 ViewCheck

5/12/2020 Lai, Binh     0057 ViewCheck

5/10/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/5720240822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/5720230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/376820240520.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/10160754.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/10160754.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6020240822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6020230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6020220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6020210817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6020210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6020200512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6020190510.pdf


Lab Equipment Calibration

1016076610160766 Starrett 798B-6/150 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/22/2025

Calipers 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

61

8/22/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/17/2022 Lai, Binh     0057 ViewCheck

8/17/2021 Lai, Binh     0057 ViewCheck

3/15/2021 Lai, Binh     0057 ViewCheck

5/12/2020 Lai, Binh     0057 ViewCheck

5/10/2019 Lai, Binh     0057 ViewCheck

18018667S0480074 Starrett 760 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-105

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/21/2025

Micrometer 1"

In Service

Date Technician CertificateAction Status

Id Nbr.

702

8/21/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/17/2022 Lai, Binh     0057 ViewCheck

8/13/2021 Lai, Binh     0057 ViewCheck

12/14/2020 Lai, Binh     0057 ViewCheck

12/18/2019 Lai, Binh     0057 ViewCheck

12/4/2018 Lai, Binh     0057 ViewCheck

20-170050S0480077 Starrett 798B-12/30 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/22/2025

Calipers 12"

In Service

Date Technician CertificateAction Status

Id Nbr.

3563

8/22/2024 Lai, Binh     0057 ViewCheck

8/21/2023 Lai, Binh     0057 ViewCheck

8/17/2022 Lai, Binh     0057 ViewCheck

5/20/2022 Lai, Binh     0057 ViewCheck

5/19/2022 McCullough, Donald     0004In Service

5/18/2022 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/10160766.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/10160766.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6120240822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6120230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6120220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6120210817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6120210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6120200512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6120190510.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-105.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/18018667.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/18018667.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70220240821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70220230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70220220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70220210813.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70220201214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70220191218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70220181204.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/20-170050.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356320240822.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356320230821.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356320220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356320220520.pdf


Lab Equipment Calibration

Vibrator Device

518832T2612 FMC CORP. VP861 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-167

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/9/2025

Vibrating Table

In Service

Date Technician CertificateAction Status

Id Nbr.

569

8/9/2023 Lai, Binh     0057 ViewCheck

8/9/2021 Lai, Binh     0057 ViewCheck

2/25/2020 Lai, Binh     0057 ViewCheck

2/26/2019 Lai, Binh     0057Check

2/26/2018 Lai, Binh     0057 ViewCheck

X267874LS0098 DZTEC 1.2oz Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-167

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 8/9/2025

Hand Held Concrete Vibrator

In Service

Date Technician CertificateAction Status

Id Nbr.

266

8/9/2023 Lai, Binh     0057 ViewCheck

8/9/2021 Lai, Binh     0057 ViewCheck

2/25/2020 Lai, Binh     0057 ViewCheck

2/26/2019 Lai, Binh     0057Check

2/26/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-167.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/518832.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56920230809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56920210809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56920200225.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/56920180226.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-167.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/X267874.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26620230809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26620210809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26620200225.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/26620180226.pdf


Lab Equipment Calibration

Washer

604091021FL2307 Ploog Engineering W600 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-102

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 8/6/2025

Aggregates Washer

In Service

Date Technician CertificateAction Status

Id Nbr.

28

8/6/2024 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

8/2/2022 Lai, Binh     0057 ViewCheck

8/3/2021 Lai, Binh     0057 ViewCalibrate

8/3/2021 Lai, Binh     0057 ViewCheck

7/16/2020 Lai, Binh     0057 ViewCalibrate

7/16/2020 Lai, Binh     0057 ViewCheck

7/18/2019 Lai, Binh     0057 ViewCalibrate

7/18/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-102.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/604091021.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/604091021.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820240806.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820220802.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820210803.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820210803.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820200716.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820200716.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820190718.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2820190718.pdf

