
Lab Equipment Calibration

Lab Id Lab Name

34Total Equipment:

Central Materials Administrative Unit97

Frequency 
(Mnths.) Count of Equip.

12 30

24 1

36 2

60 1

Gauges

15301530 Karol Warner 9210      Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/12/2025

Manometer, Absolute Pressure

In Service

Date Technician CertificateAction Status

Id Nbr.

17

9/12/2024 External Agency ViewCalibrate

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/26/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

RG-001RG-001 Mitutoyo 186-101 Cross Precision Measurement Calibrate 36

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

7/24/2027

Radius Gauge

In Service

Date Technician CertificateAction Status

Id Nbr.

407

7/24/2024 External Agency ViewCalibrate

7/7/2021 External Agency ViewCalibrate

9/9/2018 External Agency ViewCalibrate

Page 1 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1530.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1530.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1720240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1720220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1720200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1720191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1720181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40720240724.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40720210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40720180909.pdf


Lab Equipment Calibration

Hardness Measurement (rubber)

01023FL1558 PTC Instruments 408 Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

5/2/2025

Durometer

In Service

Date Technician CertificateAction Status

Id Nbr.

247

5/2/2024 External Agency ViewCalibrate

5/2/2023 External Agency ViewCalibrate

5/10/2022 External Agency ViewCalibrate

5/10/2021 External Agency ViewCalibrate

5/18/2020 External Agency ViewCalibrate

5/6/2019 External Agency ViewCalibrate

Level

1503215315032153 SPI-Tronic 31-038-3 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-171

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/11/2025

Digital Level (6 inches long)

In Service

Date Technician CertificateAction Status

Id Nbr.

200

6/11/2024 Lai, Binh     0057 ViewCheck

6/9/2023 Lai, Binh     0057 ViewCheck

6/9/2023 Lai, Binh     0057 ViewStandardize

6/7/2022 Lai, Binh     0057 ViewStandardize

6/7/2022 Lai, Binh     0057 ViewCheck

7/7/2021 Lai, Binh     0057Check

7/7/2021 Lai, Binh     0057Standardize

7/16/2020 Lai, Binh     0057 ViewStandardize

7/16/2020 Lai, Binh     0057 ViewCheck

7/18/2019 Lai, Binh     0057 ViewCheck

7/18/2019 Lai, Binh     0057 ViewStandardize

Page 2 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/01023.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/24720240502.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/24720230502.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/24720220510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/24720210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/24720200518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/24720190506.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-171.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/15032153.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020240611.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020230609.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020230609.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020220607.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020220607.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020200716.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020200716.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020190718.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20020190718.pdf


Lab Equipment Calibration

Metal Ruler

071710237071710237 Fowler SAE-Metric Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-110

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/7/2025

Set 2 24"

In Service

Date Technician CertificateAction Status

Id Nbr.

679

6/7/2024 Lai, Binh     0057 ViewCheck

6/5/2023 Lai, Binh     0057 ViewCheck

6/5/2023 Lai, Binh     0057 ViewStandardize

6/6/2022 Lai, Binh     0057 ViewCheck

6/6/2022 Lai, Binh     0057 ViewStandardize

7/7/2021 Lai, Binh     0057 ViewCheck

7/7/2021 Lai, Binh     0057 ViewStandardize

7/15/2020 Lai, Binh     0057 ViewCheck

7/15/2020 Lai, Binh     0057 ViewStandardize

7/18/2019 Lai, Binh     0057Standardize

7/18/2019 Lai, Binh     0057Check

6/20/2018 Lai, Binh     0057Check

6/20/2018 Lai, Binh     0057Standardize

190810221190810221 Fowler 52-513-006 Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

7/13/2025

Set 1  6"

In Service

Date Technician CertificateAction Status

Id Nbr.

681

7/13/2024 External Agency ViewStandardize

7/11/2023 External Agency ViewStandardize

7/8/2022 External Agency ViewStandardize

7/9/2021 External Agency ViewStandardize

7/1/2020 External Agency ViewStandardize

7/3/2019 External Agency ViewStandardize

6/20/2018 External AgencyStandardize

Page 3 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-110.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/071710237.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920240607.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920220606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920220606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67920200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/190810221.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68120240713.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68120230711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68120220708.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68120210709.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68120200701.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68120190703.pdf


Lab Equipment Calibration

201310389201310389 Fowler SAE Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-110

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/7/2025

Set 2  6"

In Service

Date Technician CertificateAction Status

Id Nbr.

682

6/7/2024 Lai, Binh     0057 ViewCheck

6/5/2023 Lai, Binh     0057 ViewStandardize

6/5/2023 Lai, Binh     0057 ViewCheck

6/6/2022 Lai, Binh     0057 ViewCheck

6/6/2022 Lai, Binh     0057 ViewStandardize

7/7/2021 Lai, Binh     0057 ViewCheck

7/7/2021 Lai, Binh     0057 ViewStandardize

7/15/2020 Lai, Binh     0057 ViewCheck

7/15/2020 Lai, Binh     0057 ViewStandardize

7/18/2019 Lai, Binh     0057Check

7/18/2019 Lai, Binh     0057Standardize

6/20/2018 Lai, Binh     0057Check

6/20/2018 Lai, Binh     0057Standardize

350810784350810784 Fowler SAE Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

7/13/2025

Set 1 12"

In Service

Date Technician CertificateAction Status

Id Nbr.

677

7/13/2024 External Agency ViewStandardize

7/11/2023 External Agency ViewStandardize

7/10/2022 External Agency ViewStandardize

7/9/2021 External Agency ViewStandardize

7/1/2020 External Agency ViewStandardize

7/3/2019 External Agency ViewStandardize

6/20/2018 External AgencyStandardize

Page 4 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-110.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/201310389.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220240607.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220220606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220220606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68220200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/350810784.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67720240713.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67720230711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67720220710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67720210709.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67720200701.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67720190703.pdf


Lab Equipment Calibration

450910209450910209 Fowler SAE-Metric Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

7/13/2025

Set 1 24"

In Service

Date Technician CertificateAction Status

Id Nbr.

680

7/13/2024 External Agency ViewStandardize

7/11/2023 External Agency ViewStandardize

7/10/2022 External Agency ViewStandardize

7/9/2021 External Agency ViewStandardize

7/1/2020 External Agency ViewStandardize

7/3/2019 External Agency ViewStandardize

6/20/2018 External AgencyStandardize

511310243511310243 Fowler SAE Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-110

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 6/7/2025

Set 2 12"

In Service

Date Technician CertificateAction Status

Id Nbr.

678

6/7/2024 Lai, Binh     0057 ViewCheck

6/5/2023 Lai, Binh     0057 ViewStandardize

6/5/2023 Lai, Binh     0057 ViewCheck

6/6/2022 Lai, Binh     0057 ViewStandardize

6/6/2022 Lai, Binh     0057 ViewCheck

7/7/2021 Lai, Binh     0057 ViewStandardize

7/7/2021 Lai, Binh     0057 ViewCheck

7/15/2020 Lai, Binh     0057 ViewStandardize

7/15/2020 Lai, Binh     0057 ViewCheck

7/18/2019 Lai, Binh     0057Standardize

7/18/2019 Lai, Binh     0057Check

6/20/2018 Lai, Binh     0057Standardize

6/20/2018 Lai, Binh     0057Check

Page 5 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/450910209.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68020240713.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68020230711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68020220710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68020210709.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68020200701.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68020190703.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-110.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/511310243.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820240607.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820230605.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820220606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820220606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67820200715.pdf


Lab Equipment Calibration

Meters

18933S0210215 Omega FMA-A2309 Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

11/22/2025

Air Flow Meter

In Service

Date Technician CertificateAction Status

Id Nbr.

29

11/22/2024 External Agency ViewStandardize

11/21/2023 External Agency ViewStandardize

11/14/2022 External Agency ViewStandardize

11/5/2021 External Agency ViewStandardize

11/9/2020 External Agency ViewStandardize

11/14/2019 External Agency ViewStandardize

11/14/2018 Lai, Binh     0057Standardize

Proctor

OK1359085-5MATSE-1 Humboldt H-4144.12 Cross Precision Measurement Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

12/5/2025

Straight Edge

In Service

Date Technician CertificateAction Status

Id Nbr.

377

12/5/2024 External Agency ViewCheck

11/6/2023 External Agency ViewCheck

11/8/2022 External Agency ViewCheck

11/3/2021 External Agency ViewCheck

11/4/2020 External Agency ViewCheck

11/13/2019 External Agency ViewCheck

11/9/2018 External Agency ViewCheck

Page 6 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/18933.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/18933.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2920241122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2920231121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2920221114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2920211105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2920201109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2920191114.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/OK1359085-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37720241205.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37720231106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37720221108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37720211103.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37720201104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37720191113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37720181109.pdf


Lab Equipment Calibration

Sieves

0728752407287524 W.S. Tyler 3 in. deep Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (9mm)

In Service

Date Technician CertificateAction Status

Id Nbr.

1973

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/19/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

6/10/2021 Lai, Binh     0057 ViewCheck

6/16/2020 Lai, Binh     0057 ViewCheck

6/18/2019 Lai, Binh     0057Check

1124673311246733 Gilson 55 mm deep Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/11/2025

12" (10mm)

In Service

Date Technician CertificateAction Status

Id Nbr.

2098

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/19/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

6/10/2021 Lai, Binh     0057 ViewCheck

6/16/2020 Lai, Binh     0057 ViewCheck

6/18/2019 Lai, Binh     0057Check

Page 7 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/197320240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/197320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/197320220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/197320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113520210610.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113520200616.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209820240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209820230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209820220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/209820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81320210610.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81320200616.pdf


Lab Equipment Calibration

Sling Psycrometers

SP-2SP-2 Taylor Instrument 1328A Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. Manual

View

Calib. Form

11/19/2025

Sling Psycrometer

In Service

Date Technician CertificateAction Status

Id Nbr.

1144

11/19/2024 External Agency ViewCalibrate

11/15/2023 External Agency ViewCalibrate

11/17/2022 External Agency ViewCalibrate

11/10/2021 External Agency ViewCalibrate

11/9/2020 External Agency ViewCalibrate

11/12/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

Tachometer

19456791945679 Monarch PLT200 Cross Precision Measurement Calibrate 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

11/15/2026

Laser Tachometer

In Service

Date Technician CertificateAction Status

Id Nbr.

291

11/15/2024 External Agency ViewCalibrate

11/8/2022 External Agency ViewCalibrate

11/16/2020 External Agency ViewCalibrate

11/12/2018 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/SP-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114420241119.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114420231115.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114420221117.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114420211110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114420201109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114420191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/114420181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1945679.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1945679.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29120241115.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29120221108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29120201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29120181112.pdf


Lab Equipment Calibration

Thermometers

1024324LAT0263 Fluke 5627A Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

Probe 9"

In Service

Date Technician CertificateAction Status

Id Nbr.

1831

9/12/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

7/23/2021 McCullough, Donald     0004In Service

7/1/2021 External Agency ViewStandardize

458784458784 Oakton Temp JKT Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

9/12/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

1723

9/12/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/25/2020 External Agency ViewStandardize

458784-784458784 Oakton Temp JKT Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

Probe#784

In Service

Date Technician CertificateAction Status

Id Nbr.

1724

9/12/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/25/2020 External Agency ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1024324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183120240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183120220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183120210701.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172320220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172320200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/458784-784.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172420240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172420230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172420220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/172420200825.pdf


Lab Equipment Calibration

458804458804 Oakton Type JK Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

9/12/2025

Digital Display/Digi-Sense

In Service

Date Technician CertificateAction Status

Id Nbr.

1203

9/12/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/25/2020 External Agency ViewStandardize

10/14/2019 External Agency ViewStandardize

6/6/2019 External AgencyStandardize

458804-25458804 Oakton Type JK Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

Probe#25/Thermocouple

In Service

Date Technician CertificateAction Status

Id Nbr.

3

9/12/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

5230029LAT0263 Fluke 1523 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

9/12/2025

Display

In Service

Date Technician CertificateAction Status

Id Nbr.

1761

9/12/2024 External Agency ViewStandardize

8/30/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/27/2021 McCullough, Donald     0004 ViewIn Service

3/5/2021 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/458804.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/458804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120320220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120320200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/120320191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/458804-25.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/320240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/320230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/320220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5230029.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176120240912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176120230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176120220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176120210827.pdf


Lab Equipment Calibration

Timing Devices

111733214111733214 Fisher Scientific 1031 Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

5/21/2025

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

524

5/21/2024 Lai, Binh     0057 ViewStandardize

5/10/2023 External Agency ViewStandardize

5/12/2022 External Agency ViewStandardize

5/12/2021 External Agency ViewStandardize

6/8/2020 External Agency ViewStandardize

6/6/2019 External AgencyStandardize

9610275296102752 Thermo Scientific 8788T56 Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

7/11/2025

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

525

7/11/2024 External Agency ViewStandardize

7/12/2023 External Agency ViewStandardize

7/8/2022 External Agency ViewStandardize

7/8/2021 External Agency ViewStandardize

7/1/2020 External Agency ViewStandardize

7/3/2019 External Agency ViewStandardize

Page 11 of 144/8/2025 10:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111733214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52420240521.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52420230510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52420220512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52420210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52420200608.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/96102752.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52520240711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52520230712.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52520220708.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52520210708.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52520200701.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52520190703.pdf


Lab Equipment Calibration

Variable Length Measurement

002099-000859FL2344 Mitutoyo 468-275 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-190

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 2/14/2026

3-Point Internal Micrometer 5" - 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

15

2/14/2025 Lai, Binh     0057 ViewCheck

2/12/2024 Lai, Binh     0057 ViewCheck

2/12/2024 Lai, Binh     0057 ViewStandardize

2/13/2023 Lai, Binh     0057 ViewCheck

2/13/2023 Lai, Binh     0057 ViewStandardize

2/11/2022 Lai, Binh     0057 ViewStandardize

2/11/2022 Lai, Binh     0057 ViewCheck

2/12/2021 McCullough, Donald     0004 ViewStandardize

2/12/2021 McCullough, Donald     0004 ViewCheck

2/12/2020 Lai, Binh     0057 ViewStandardize

2/12/2020 Lai, Binh     0057 ViewCheck

2/12/2019 Lai, Binh     0057Standardize

2/12/2019 Lai, Binh     0057Check

0439658304396583 Mitutoyo CD-8"PS   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 5/9/2025

Calipers 8"

In Service

Date Technician CertificateAction Status

Id Nbr.

66

5/9/2024 Lai, Binh     0057 ViewCheck

5/8/2023 Lai, Binh     0057 ViewStandardize

5/8/2023 Lai, Binh     0057 ViewCheck

5/11/2022 Lai, Binh     0057 ViewCheck

5/11/2022 Lai, Binh     0057 ViewStandardize

5/10/2021 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewStandardize

5/5/2020 Lai, Binh     0057 ViewStandardize

5/5/2020 Lai, Binh     0057 ViewCheck

5/7/2019 Lai, Binh     0057 ViewCheck

5/7/2019 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-190.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/002099-000859.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520250214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520240212.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520240212.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520230213.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520230213.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520220211.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520220211.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520210212.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520210212.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520200212.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1520200212.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/04396583.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620240509.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620220511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620200505.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620200505.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620190507.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/6620190507.pdf


Lab Equipment Calibration

2D08FL2388 Flexbar Master Z Cross Precision Measurement Calibrate 36

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

12/18/2027

Master Ring Gauge

In Service

Date Technician CertificateAction Status

Id Nbr.

672

12/18/2024 External Agency ViewCalibrate

11/5/2021 External Agency ViewCalibrate

11/15/2018 External Agency ViewCalibrate

62976297 Various Various Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

11/19/2025

Gauge Block Set

In Service

Date Technician CertificateAction Status

Id Nbr.

660

11/19/2024 External Agency ViewCalibrate

11/8/2023 External Agency ViewCalibrate

11/8/2022 External Agency ViewCalibrate

11/3/2021 External Agency ViewCalibrate

11/5/2020 External Agency ViewCalibrate

11/13/2019 External Agency ViewCalibrate

11/14/2018 External AgencyCalibrate

H04775H04775 iGAGING DigiCal Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 6/18/2025

Calipers 8"

In Service

Date Technician CertificateAction Status

Id Nbr.

3771

6/18/2024 Lai, Binh     0057 ViewCheck

6/17/2024 McCullough, Donald     0004In Service

H20411H20411 Fowler Xtra-Value Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 6/18/2025

Calipers 6"

In Service

Date Technician CertificateAction Status

Id Nbr.

3772

6/18/2024 Lai, Binh     0057 ViewCheck

6/17/2024 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2D08.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67220241218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67220211105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67220181115.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/6297.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66020241119.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66020231108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66020221108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66020211103.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66020201105.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/66020191113.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/377120240618.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/377220240618.pdf


Lab Equipment Calibration

Weights

WS0004WS0004 Avoirdupois 100g-1mg Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

5/2/2025

Precision Weight Set

In Service

Date Technician CertificateAction Status

Id Nbr.

766

5/2/2024 External Agency ViewCalibrate

4/24/2023 McCullough, Donald     0004 ViewCalibrate

5/31/2022 McCullough, Donald     0004 ViewCalibrate

3/12/2021 McCullough, Donald     0004 ViewCalibrate

12/27/2019 External AgencyCalibrate

12/26/2018 External AgencyCalibrate

WS0007WS0007 Avoirdupois 10kg-1g Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

5/2/2025

Precision Weight Set

In Service

Date Technician CertificateAction Status

Id Nbr.

769

5/2/2024 External Agency ViewCalibrate

4/24/2023 McCullough, Donald     0004 ViewCalibrate

6/1/2022 McCullough, Donald     0004 ViewCalibrate

3/12/2021 McCullough, Donald     0004 ViewCalibrate

12/30/2019 External Agency ViewCalibrate

12/26/2018 External AgencyCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/WS0004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76620240502.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76620230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76620220531.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76620210312.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/WS0007.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76920240502.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76920230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76920220601.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76920210312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76920191230.pdf

