
Lab Equipment Calibration
(Surplus Equipment)

84Total Equipment:

Frequency 
(Mnths.) Count of Equip.

0 2

1 2

6 1

12 73

24 6

Lab Id Lab Name

Central Bituminous Liquid Lab91        

Bath

108172044LV0044 Fisher Scientific 3028D Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Bath with heat only

Surplus

Date Technician CertificateAction Status

Id Nbr.

595

1/2/2024 McCullough, Donald     0004Out of Service for Repair

1/9/2023 McCullough, Donald     0004In Service

1/7/2023 Lai, Binh     0057 ViewCheck

3/28/2022 McCullough, Donald     0004Out of Service for Repair

1/7/2022 Lai, Binh     0057 ViewCheck

12/16/2020 Lai, Binh     0057 ViewCheck

12/17/2019 Lai, Binh     0057 ViewCheck

12/14/2018 Lai, Binh     0057 ViewCheck

2279LV0033 Cannon H1-A Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Bath and heater combined

Surplus

Date Technician CertificateAction Status

Id Nbr.

1294

7/13/2021 McCullough, Donald     0004Surplus
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/108172044.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59520230107.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59520220107.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59520201216.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59520191217.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59520181214.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2279.pdf


309569LV0032 Fisher Scientific 730 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Bath Heater

Surplus

Date Technician CertificateAction Status

Id Nbr.

597

10/17/2023 Corbin, Roger B. Jr.     3424Surplus

1/6/2023 Lai, Binh     0057 ViewCheck

1/7/2022 Lai, Binh     0057 ViewCheck

12/16/2020 Lai, Binh     0057 ViewCheck

12/17/2019 Lai, Binh     0057 ViewCheck

Flash Test

26372LEP0006 Tanaka Scientific ACO-7 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-124

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Cleveland Open Cup Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

149

9/28/2021 McCullough, Donald     0004Out of Service for Repair

2/22/2021 Lai, Binh     0057 ViewCheck

2/7/2020 Lai, Binh     0057 ViewCheck

2/11/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/309569.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59720230106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59720220107.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59720201216.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/59720191217.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-124.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/26372.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/26372.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/14920210222.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/14920200207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/14920190211.pdf


Gauges

1603-A316LVP0133 Cannon DVR-1000V Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-140

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Digital Vacuum Regulator

Surplus

Date Technician CertificateAction Status

Id Nbr.

201

11/30/2023 McCullough, Donald     0004Out of Service for Repair

2/22/2023 Lai, Binh     0057 ViewCheck

2/22/2022 Lai, Binh     0057 ViewCheck

2/19/2021 Lai, Binh     0057 ViewCheck

2/17/2020 Lai, Binh     0057 ViewCheck

2/14/2019 Lai, Binh     0057Check

2/16/2018 Lai, Binh     0057Check

2/24/2017 Lai, Binh     0057Check

1/20/2016 Lai, Binh     0057Check

Ovens and Furnaces

12A-3010FL1620 Blue M OV12A Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Oven

Surplus

Date Technician CertificateAction Status

Id Nbr.

339

10/17/2023 McCullough, Donald     0004Surplus

7/21/2023 McCullough, Donald     0004Spare Equipment

1/9/2023 Lai, Binh     0057 ViewStandardize

1/11/2022 Lai, Binh     0057 ViewStandardize

1/11/2021 Lai, Binh     0057 ViewStandardize

5/13/2020 Lai, Binh     0057 ViewStandardize

2/9/2019 Lai, Binh     0057Standardize

Page 3 of 334/8/2025 11:06 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-140.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1603-A316.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1603-A316.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20120230222.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20120220222.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20120210219.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/20120200217.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/12A-3010.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33920230109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33920220111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33920210111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33920200513.pdf


DC-6581LO0217 Blue M DC-1406C  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Oven

Surplus

Date Technician CertificateAction Status

Id Nbr.

738

10/17/2023 McCullough, Donald     0004Surplus

5/16/2023 McCullough, Donald     0004Spare Equipment

1/10/2023 Lai, Binh     0057 ViewStandardize

1/10/2022 Lai, Binh     0057 ViewStandardize

1/11/2021 Lai, Binh     0057 ViewStandardize

5/13/2020 Lai, Binh     0057 ViewStandardize

2/9/2019 Lai, Binh     0057Standardize

LO0356LO0356 James Cox & Sons CS 325-B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-185

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

RTFO

Surplus

Date Technician CertificateAction Status

Id Nbr.

747

3/27/2020 Groom, Michael D.     2629Surplus

12/13/2019 Groom, Michael D.     2629Out of Service for Repair

12/14/2018 Lai, Binh     0057Check

LO0364LO0364 James Cox & Sons CS 325-B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-185

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

RTFO

Surplus

Date Technician CertificateAction Status

Id Nbr.

748

3/27/2020 Groom, Michael D.     2629Surplus

2/24/2020 McCullough, Donald     0004Out of Service for Repair

12/19/2019 Lai, Binh     0057Check

12/14/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/DC-6581.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73820230110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73820220110.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73820210111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73820200513.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-185.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LO0356.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LO0356.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-185.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LO0364.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LO0364.pdf


OV3-21652LO0130 Blue M OV-510A-2 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Oven

Surplus

Date Technician CertificateAction Status

Id Nbr.

340

10/17/2023 McCullough, Donald     0004Surplus

7/21/2023 McCullough, Donald     0004Spare Equipment

1/9/2023 Lai, Binh     0057 ViewStandardize

1/11/2022 Lai, Binh     0057 ViewStandardize

1/11/2021 Lai, Binh     0057 ViewStandardize

5/13/2020 Lai, Binh     0057 ViewStandardize

2/9/2019 Lai, Binh     0057Standardize

Rheometer

13-9896FL2365 ATS 4-8897-1 ATS Calibrate 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Bending Beam Rheometer

Surplus

Date Technician CertificateAction Status

Id Nbr.

46

2/14/2024 McCullough, Donald     0004Surplus

5/8/2023 McCullough, Donald     0004Spare Equipment

10/6/2022 External Agency ViewCalibrate

4/7/2022 External Agency ViewCalibrate

10/5/2021 External Agency ViewCalibrate

4/17/2020 Groom, Michael D.     2629 ViewIn Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/OV3-21652.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34020230109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34020220111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34020210111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34020200513.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4620221006.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4620220407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4620211005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4620200417.pdf


Scales

N11065LBT0175 Mettler Toledo PM6100    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Precision Balance

Surplus

Date Technician CertificateAction Status

Id Nbr.

784

5/13/2021 McCullough, Donald     0004Surplus

5/3/2021 McCullough, Donald     0004Out of Service for Repair

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

Thermometers

100160-12100160 Omega UNKNOWN Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Probe Black/12"

Surplus

Date Technician CertificateAction Status

Id Nbr.

1221

12/27/2019 Groom, Michael D.     2629Missing

17701770 Ludwig Schneider ASTM47F-86 Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Surplus

Date Technician CertificateAction Status

Id Nbr.

1266

12/11/2020 McCullough, Donald     0004Missing

10/18/2019 External Agency ViewStandardize

Page 6 of 334/8/2025 11:06 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/N11065.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/N11065.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78420200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78420200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78420191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78420181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1770.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126620191018.pdf


Timing Devices

2T2T Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Surplus

Date Technician CertificateAction Status

Id Nbr.

1246

12/27/2019 Groom, Michael D.     2629Missing

7/25/2019 Lai, Binh     0057Standardize

7T7T Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Timer

Surplus

Date Technician CertificateAction Status

Id Nbr.

554

12/27/2019 Groom, Michael D.     2629Missing

7/25/2019 Lai, Binh     0057Standardize

Lab Id Lab Name

Central Chemical Lab92        

Autoclave

1011-24FL2180 Boekel 2671 Quality Assurance Standardize 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-155

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Autoclave Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

36

10/17/2023 McCullough, Donald     0004Surplus

10/11/2023 McCullough, Donald     0004Surplus

8/24/2023 McCullough, Donald     0004Spare Equipment

3/21/2023 Lai, Binh     0057 ViewStandardize

3/10/2021 Lai, Binh     0057 ViewStandardize

7/15/2019 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2T.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/7T.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/7T.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-155.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1011-24.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1011-24.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3620230321.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3620210310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3620190715.pdf


1512997-1-11512997-1-1 Kunkle 910BDCM03A Total Valve Systems Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Pressure Release Valve

Surplus

Date Technician CertificateAction Status

Id Nbr.

43

10/17/2023 McCullough, Donald     0004Surplus

10/11/2023 McCullough, Donald     0004Surplus

8/24/2023 McCullough, Donald     0004Not In Use

7/12/2023 External Agency ViewCheck

8/13/2021 External Agency ViewCheck

9/2/2020 External Agency ViewCheck

9/20/2019 External Agency ViewCheck

10/9/2018 External AgencyCheck

1771590-1-11771590-1-1 Kunkle 927BDCM06A Total Valve Systems Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Pressure Release Valve

Surplus

Date Technician CertificateAction Status

Id Nbr.

44

10/17/2023 McCullough, Donald     0004Surplus

10/11/2023 McCullough, Donald     0004Surplus

8/24/2023 McCullough, Donald     0004Not In Use

9/19/2022 External Agency ViewCheck

8/9/2021 Groom, Michael D.     2629In Service

9/2/2020 External Agency ViewCheck

12/27/2019 Groom, Michael D.     2629Spare Equipment

10/8/2018 External Agency ViewCheck

Page 8 of 334/8/2025 11:07 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1512997-1-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1512997-1-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4320230712.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4320210813.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4320200902.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4320190920.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1771590-1-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1771590-1-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4420220919.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4420200902.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4420181008.pdf


FL2184FL2184 Humboldt H-3250 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Length Comparator (Digital Indicator 10272055)

Surplus

Date Technician CertificateAction Status

Id Nbr.

1293

8/24/2023 McCullough, Donald     0004Spare Equipment

3/15/2023 Lai, Binh     0057 ViewCheck

3/17/2022 Lai, Binh     0057 ViewCheck

3/15/2021 Lai, Binh     0057 ViewCheck

8/17/2020 Lai, Binh     0057 ViewCheck

8/14/2019 Lai, Binh     0057 ViewCheck

8/21/2018 External Agency ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/72b/FL2184.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129320230315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129320220317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129320210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129320200817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129320190814.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129320180821.pdf


High Humidity Area

CABINET-CHARTFL2396 Wesstechik (4)charts Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-159

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Moist Cabinet (Temperature Logs Chem Lab)

Surplus

Date Technician CertificateAction Status

Id Nbr.

1619

10/17/2023 Groom, Michael D.     2629Surplus

7/4/2022 Lai, Binh     0057 ViewCheck

6/28/2022 McCullough, Donald     0004Out of Service for Repair

6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/4/2021 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/4/2021 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

7/4/2021 Lai, Binh     0057 ViewCheck

5/28/2021 Lai, Binh     0057 ViewCheck

4/29/2021 Lai, Binh     0057 ViewCheck

3/29/2021 Lai, Binh     0057 ViewCheck

3/1/2021 Groom, Michael D.     2629In Service

12/4/2020 Groom, Michael D.     2629Out of Service for Repair

12/3/2020 Lai, Binh     0057 ViewCheck

11/2/2020 Lai, Binh     0057 ViewCheck

10/9/2020 Lai, Binh     0057 ViewCheck

10/2/2020 Lai, Binh     0057 ViewCheck

9/28/2020 McCullough, Donald     0004In Service

9/25/2020 Lai, Binh     0057 ViewCheck

9/4/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-159.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CABINET-CHART.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920220704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920220604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920220204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920211204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920210904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920210704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920210528.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920210429.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920210329.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920201203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920201102.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920201009.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920201002.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920200925.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161920200904.pdf


CABINET-TANKSFL2396 Wesstechik Stirred Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-159

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Moist Cabinet (Tank stir record Chem Lab)

Surplus

Date Technician CertificateAction Status

Id Nbr.

1618

10/17/2023 Groom, Michael D.     2629Surplus

10/14/2022 McCullough, Donald     0004Out of Service for Repair

10/3/2022 Lai, Binh     0057 ViewCheck

9/12/2022 Lai, Binh     0057 ViewCheck

8/1/2022 Lai, Binh     0057 ViewCheck

7/11/2022 Lai, Binh     0057 ViewCheck

6/6/2022 Lai, Binh     0057 ViewCheck

5/3/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck

3/7/2022 Lai, Binh     0057 ViewCheck

2/8/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/3/2021 Lai, Binh     0057 ViewCheck

11/3/2021 Lai, Binh     0057 ViewCheck

10/7/2021 Lai, Binh     0057 ViewCheck

9/9/2021 Lai, Binh     0057 ViewCheck

8/11/2021 Lai, Binh     0057 ViewCheck

7/7/2021 Lai, Binh     0057 ViewCheck

6/9/2021 Lai, Binh     0057 ViewCheck

5/4/2021 Lai, Binh     0057 ViewCheck

4/2/2021 Lai, Binh     0057 ViewCheck

3/3/2021 Lai, Binh     0057 ViewCheck

2/8/2021 Lai, Binh     0057 ViewCheck

1/6/2021 Lai, Binh     0057 ViewCheck

12/7/2020 Lai, Binh     0057 ViewCheck

11/9/2020 Lai, Binh     0057 ViewCheck

10/7/2020 Lai, Binh     0057 ViewCheck

9/28/2020 McCullough, Donald     0004In Service

9/9/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-159.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CABINET-TANKS.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820221003.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220801.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220711.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220503.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220208.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820211203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820211103.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820211007.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210909.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210811.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210609.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210402.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210208.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820210106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820201207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820201109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/161820200909.pdf


Mixer

31-1391-318LS0097 Hobart Corportation N50 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-153

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

5 Quart Mixer

Surplus

Date Technician CertificateAction Status

Id Nbr.

128

12/6/2023 McCullough, Donald     0004Out of Service for Repair

3/10/2022 Lai, Binh     0057 ViewCheck

6/8/2020 Lai, Binh     0057 ViewCheck

12/14/2017 Lai, Binh     0057 ViewCheck

Ovens and Furnaces

1285050566685LO0399 Barnstead F48010 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Muffle Furnace

Surplus

Date Technician CertificateAction Status

Id Nbr.

706

10/17/2023 McCullough, Donald     0004Surplus

9/27/2022 McCullough, Donald     0004Out of Service for Repair

8/27/2021 External Agency ViewCheck

8/27/2020 External Agency ViewCheck

10/17/2019 External Agency ViewCheck

7/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-153.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/31-1391-318.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/31-1391-318.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12820220310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12820200608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12820171214.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1285050566685.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70620200827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70620191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70620190717.pdf


1285080607699LF0017 Thermo Scientific F48010 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Muffle Furnace

Surplus

Date Technician CertificateAction Status

Id Nbr.

705

5/6/2024 McCullough, Donald     0004Out of Service for Repair

2/15/2024 Lai, Binh     0057 ViewCheck

2/9/2024 McCullough, Donald     0004In Service

10/30/2023 McCullough, Donald     0004Out of Service for Repair

10/2/2023 McCullough, Donald     0004Out of Service for Repair

8/28/2023 External Agency ViewCheck

8/17/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

8/27/2020 External Agency ViewCheck

10/17/2019 External Agency ViewCheck

7/17/2019 Lai, Binh     0057 ViewCheck

Lab Id Lab Name

Central Bituminous Mixture Lab93        

Gyratory

238238 Troxler 1070441000 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-120

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Mold and Plate

Surplus

Date Technician CertificateAction Status

Id Nbr.

455

3/1/2023 McCullough, Donald     0004Surplus

5/24/2022 McCullough, Donald     0004Spare Equipment

5/24/2021 Lai, Binh     0057 ViewCheck

2/1/2021 Lai, Binh     0057 ViewCheck

2/19/2020 Lai, Binh     0057 ViewCheck

2/16/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1285080607699.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70520240215.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70520230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70520220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70520200827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70520191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/70520190717.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-120.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/238.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45520210524.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45520210201.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45520200219.pdf


64684FL2346 Troxler 5850 Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

http://www.odot.org/materials/C97001_WEB_REP/SOP/.pdf

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Gyratory Compactor

Surplus

Date Technician CertificateAction Status

Id Nbr.

3464

11/29/2021 McCullough, Donald     0004Surplus

9/15/2021 McCullough, Donald     0004Surplus

Micro Deval

MDC-2-932 Gilson HMA-920 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-104

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Container

Surplus

Date Technician CertificateAction Status

Id Nbr.

685

10/17/2023 McCullough, Donald     0004Surplus

6/21/2022 McCullough, Donald     0004Out of Service for Repair

6/24/2021 Lai, Binh     0057 ViewCheck

1/29/2021 Lai, Binh     0057 ViewCheck

3/23/2020 Lai, Binh     0057 ViewCheck

3/9/2019 Lai, Binh     0057Check

Ovens and Furnaces

DC-6580LO0216 Blue M DC-1406C  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Oven

Surplus

Date Technician CertificateAction Status

Id Nbr.

337

12/20/2021 McCullough, Donald     0004Surplus

5/3/2021 McCullough, Donald     0004Out of Service for Repair

10/19/2020 Lai, Binh     0057 ViewStandardize

10/18/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/64684.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-104.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/MDC-2-93.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68520210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68520210129.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/68520200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/DC-6580.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33720201019.pdf


S12E206321SELO0281 Blue M MO-406C Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Oven

Surplus

Date Technician CertificateAction Status

Id Nbr.

739

3/1/2023 McCullough, Donald     0004Surplus

5/23/2022 Lai, Binh     0057 ViewStandardize

5/12/2021 Lai, Binh     0057 ViewStandardize

10/19/2020 Lai, Binh     0057 ViewStandardize

10/18/2019 Lai, Binh     0057Standardize

Scales

D29474LBT0066 Mettler Toledo PE6000    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Precision Balance

Surplus

Date Technician CertificateAction Status

Id Nbr.

426

12/17/2020 McCullough, Donald     0004Surplus

8/24/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External AgencyCalibrate

Thermometers

080099-12080099 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. Manual

View

Calib. Form

Probe (Red/Blue)12"

Surplus

Date Technician CertificateAction Status

Id Nbr.

727

12/27/2019 Groom, Michael D.     2629Missing
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/S12E206321SE.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73920220523.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73920210512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73920201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/D29474.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42620200824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42620200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/42620191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/080099-12.pdf


080099-18080099-18 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. Manual

View

Calib. Form

Probe (Red/Blue)18"

Surplus

Date Technician CertificateAction Status

Id Nbr.

728

7/25/2022 McCullough, Donald     0004Spare Equipment

12/27/2019 Groom, Michael D.     2629Missing

3/28/2019 External AgencyStandardize

Lab Id Lab Name

Central Structural Materials Lab94

Coating Thickness Gauge

HD0227G0074 Elcometer 456 BASIC Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Display

Surplus

Date Technician CertificateAction Status

Id Nbr.

1309

2/4/2020 McCullough, Donald     0004Surplus

TB16163G0082 - 4773 - P Elcometer F1U Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Probe

Surplus

Date Technician CertificateAction Status

Id Nbr.

1770

2/16/2022 McCullough, Donald     0004Out of Service for Repair

2/4/2021 McCullough, Donald     0004Spare Equipment

11/20/2020 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/080099-18.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/HD0227.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/TB16163.pdf


Durability

SS18-7163LAT0259 Gilson SS-18 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Aggregate Durability Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

1316

8/22/2024 McCullough, Donald     0004Surplus

8/17/2023 Lai, Binh     0057 ViewCheck

8/17/2023 Lai, Binh     0057 ViewCalibrate

5/18/2023 Lai, Binh     0057 ViewCheck

5/18/2023 Lai, Binh     0057 ViewCalibrate

5/17/2023 McCullough, Donald     0004In Service

11/17/2021 McCullough, Donald     0004Spare Equipment

6/8/2021 Lai, Binh     0057 ViewCalibrate

6/8/2021 Lai, Binh     0057 ViewCheck

6/8/2020 Lai, Binh     0057Check

6/8/2020 McCullough, Donald     0004In Service

6/8/2020 Lai, Binh     0057Calibrate

Electronic Thickness Gauge

5658FL1787 Motorcar Products ETG-1 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-170

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Integral

Surplus

Date Technician CertificateAction Status

Id Nbr.

3793

8/2/2024 McCullough, Donald     0004Surplus
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SS18-7163.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131620230817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131620230817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131620230518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131620230518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131620210608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131620210608.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-170.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5658.pdf


Freezers

1548080192590L0147 Isotemp 13-986-147 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-103

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Freezer with chart recorder

Surplus

Date Technician CertificateAction Status

Id Nbr.

657

10/12/2020 Groom, Michael D.     2629Surplus

8/17/2020 Groom, Michael D.     2629Out of Service for Repair

4/30/2020 Lai, Binh     0057 ViewCheck

4/12/2019 Lai, Binh     0057 ViewCheck

L.A. Machine

LA0100LA0100 Forney LA-0851 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-148

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

L.A machine

Surplus

Date Technician CertificateAction Status

Id Nbr.

290

9/29/2020 McCullough, Donald     0004Out of Service for Repair

9/9/2020 Lai, Binh     0057 ViewCheck

9/8/2020 Groom, Michael D.     2629In Service

12/27/2019 Groom, Michael D.     2629Spare Equipment

6/10/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-103.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1548080192590.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65720200430.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/65720190412.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-148.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LA0100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29020200909.pdf


Ovens and Furnaces

P6-2685LO0120 Blue M POM-326E-1 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Oven

Surplus

Date Technician CertificateAction Status

Id Nbr.

719

3/1/2023 Groom, Michael D.     2629Surplus

2/24/2023 Groom, Michael D.     2629Surplus

8/16/2022 Lai, Binh     0057 ViewStandardize

8/16/2021 Lai, Binh     0057 ViewStandardize

3/15/2021 Lai, Binh     0057 ViewStandardize

3/23/2020 Lai, Binh     0057 ViewStandardize

3/7/2019 Lai, Binh     0057 ViewStandardize

Sample Splitters

Q3A-1439FL2186 Gilson SP-55 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Quartermaster

Surplus

Date Technician CertificateAction Status

Id Nbr.

406

3/18/2022 McCullough, Donald     0004Missing

12/27/2019 Groom, Michael D.     2629Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P6-2685.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71920220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71920210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71920210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71920200323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71920190307.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-108.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Q3A-1439.pdf


Variable Length Measurement

1241073212410732 Starrett 798B-12"/3 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Calipers 12"

Surplus

Date Technician CertificateAction Status

Id Nbr.

55

4/27/2023 McCullough, Donald     0004Surplus

8/17/2022 Lai, Binh     0057 ViewCheck

8/17/2021 Lai, Binh     0057 ViewCheck

3/15/2021 Lai, Binh     0057 ViewCheck

5/12/2020 Lai, Binh     0057 ViewCheck

5/9/2019 Lai, Binh     0057 ViewCheck

Lab Id Lab Name

Central Geotechnical Lab95        

California Bearing Ratio

7-CBRSet07 Gilson BRA-60    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Mold

Surplus

Date Technician CertificateAction Status

Id Nbr.

70

12/27/2019 Groom, Michael D.     2629Missing

1/24/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-101.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/12410732.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/12410732.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/5520220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/5520210817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/5520210315.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/5520200512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/5520190509.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-177.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/7-CBR.pdf


Consolidometers

GM1FL0279 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

GM Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

1711

7/16/2021 Groom, Michael D.     2629Surplus

12/1/2020 McCullough, Donald     0004Spare Equipment

1/9/2020 Lai, Binh     0057Standardize

GM2FL0279 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

GM Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

189

7/16/2021 Groom, Michael D.     2629Surplus

12/1/2020 McCullough, Donald     0004Spare Equipment

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3FL0279 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

GM Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

614

7/16/2021 Groom, Michael D.     2629Surplus

12/1/2020 McCullough, Donald     0004Spare Equipment

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/18920200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61420200717.pdf


GM4FL0279 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

GM Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

1647

7/16/2021 Groom, Michael D.     2629Surplus

12/1/2020 McCullough, Donald     0004Spare Equipment

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5FL0279 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

GM Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

1658

7/16/2021 Groom, Michael D.     2629Surplus

12/1/2020 McCullough, Donald     0004Spare Equipment

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6FL0279 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

GM Apparatus

Surplus

Date Technician CertificateAction Status

Id Nbr.

1668

7/16/2021 Groom, Michael D.     2629Surplus

12/1/2020 McCullough, Donald     0004Spare Equipment

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/164720200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/165820200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/166820200717.pdf


GMW1FL0279 Set 1 Homemade Homemade Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Weights Green Machine

Surplus

Date Technician CertificateAction Status

Id Nbr.

1297

7/16/2021 Groom, Michael D.     2629Surplus

11/24/2020 McCullough, Donald     0004 ViewCheck

10/15/2020 McCullough, Donald     0004In Service

1/9/2020 Lai, Binh     0057Check

GMW2FL0279 Set 2 Homemade Homemade  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Weights Green Machine

Surplus

Date Technician CertificateAction Status

Id Nbr.

1712

7/16/2021 Groom, Michael D.     2629Surplus

11/24/2020 McCullough, Donald     0004 ViewCheck

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057Check

GMW3FL0279 Set 3 Homemade Homemade  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Weights Green Machine

Surplus

Date Technician CertificateAction Status

Id Nbr.

1713

7/16/2021 Groom, Michael D.     2629Surplus

11/24/2020 McCullough, Donald     0004 ViewCheck

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/129720201124.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/171220201124.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/171320201124.pdf


GMW4FL0279 Set 4 Homemade Homemade Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Weights Green Machine

Surplus

Date Technician CertificateAction Status

Id Nbr.

1714

7/16/2021 Groom, Michael D.     2629Surplus

11/24/2020 McCullough, Donald     0004 ViewCheck

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057Check

GMW5FL0279 Set 5 Homemade Homemade Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Weights Green Machine

Surplus

Date Technician CertificateAction Status

Id Nbr.

1715

7/16/2021 Groom, Michael D.     2629Surplus

11/24/2020 McCullough, Donald     0004 ViewCheck

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057Check

GMW6FL0279 Set 6 Homemade Homemade Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Weights Green Machine

Surplus

Date Technician CertificateAction Status

Id Nbr.

1716

7/16/2021 Groom, Michael D.     2629Surplus

11/24/2020 McCullough, Donald     0004 ViewCheck

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/171420201124.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/171520201124.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/171620201124.pdf


Liquid Limit

33-LLGT33 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Surplus

Date Technician CertificateAction Status

Id Nbr.

1634

8/5/2021 McCullough, Donald     0004Missing

10/7/2020 Lai, Binh     0057 ViewCheck

10/7/2020 McCullough, Donald     0004 ViewIn Service

6-86FL1478 Humboldt H-4226N Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-173

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Device

Surplus

Date Technician CertificateAction Status

Id Nbr.

295

8/2/2021 McCullough, Donald     0004Surplus

12/9/2020 Lai, Binh     0057 ViewCheck

12/30/2019 Lai, Binh     0057 ViewCheck

1/23/2019 Lai, Binh     0057Check

Ovens and Furnaces

607416-47LO0392 Thermal Product Solutions 6050 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-182

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Oven

Surplus

Date Technician CertificateAction Status

Id Nbr.

743

9/13/2021 McCullough, Donald     0004Spare Equipment

11/20/2020 Lai, Binh     0057 ViewStandardize

11/20/2020 Lai, Binh     0057 ViewCheck

8/11/2020 Lai, Binh     0057 ViewCheck

8/11/2020 Lai, Binh     0057 ViewStandardize

8/6/2019 Lai, Binh     0057Standardize

8/6/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/33-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163420201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163420201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-173.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/6-86.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/6-86.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29520201209.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29520191230.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-182.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/607416-47.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/607416-47.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74320201120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74320201120.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74320200811.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/74320200811.pdf


Particle Size Analysis

2229722297 Taylor Instrument CL-277A   Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-175

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Hydrometer

Surplus

Date Technician CertificateAction Status

Id Nbr.

270

12/2/2020 McCullough, Donald     0004Missing

12/14/2018 Lai, Binh     0057Check

9-SC9 Kimax 20023 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-179

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Sedimentation  Cylinder

Surplus

Date Technician CertificateAction Status

Id Nbr.

284

10/20/2021 McCullough, Donald     0004Missing

11/23/2020 Lai, Binh     0057 ViewCheck

8/10/2020 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057Check

Proctor

1010 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-172

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Mold 6"

Surplus

Date Technician CertificateAction Status

Id Nbr.

359

12/27/2019 Groom, Michael D.     2629Missing

11/21/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-175.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-179.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/9-SC.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28420201123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28420200810.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-172.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/10.pdf


20-PSE20 Gilson HMA-135 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Surplus

Date Technician CertificateAction Status

Id Nbr.

376

2/10/2020 McCullough, Donald     0004Missing

2/6/2019 Lai, Binh     0057Check

FL0683FL0683 Gilson HM-550 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-117

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Manual Rammer  12"

Surplus

Date Technician CertificateAction Status

Id Nbr.

344

10/13/2021 McCullough, Donald     0004Surplus

11/16/2020 Lai, Binh     0057 ViewCheck

11/21/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

MR-1202MR-1202 ELE 24-9063 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-117

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Manual Rammer  12"

Surplus

Date Technician CertificateAction Status

Id Nbr.

345

10/17/2023 McCullough, Donald     0004Surplus

10/9/2023 McCullough, Donald     0004Out of Service for Repair

10/14/2022 Lai, Binh     0057 ViewCheck

10/13/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/21/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/20-PSE.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-117.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL0683.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34420201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-117.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/MR-1202.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34520221014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34520211013.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/34520201116.pdf


Scales

1114020462PS0375 Mettler Toledo PM4000    Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Precision Balance

Surplus

Date Technician CertificateAction Status

Id Nbr.

789

11/16/2023 McCullough, Donald     0004Not In Use

8/29/2023 External Agency ViewCalibrate

8/17/2022 External Agency ViewCalibrate

8/27/2021 External Agency ViewCalibrate

8/25/2020 External Agency ViewCalibrate

3/24/2020 External Agency ViewCalibrate

10/16/2019 External Agency ViewCalibrate

10/8/2018 External Agency ViewCalibrate

Washer

50488103LAT0034 Ploog Engineering W600 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-102

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Aggregates Washer

Surplus

Date Technician CertificateAction Status

Id Nbr.

27

12/11/2020 McCullough, Donald     0004Missing

7/16/2020 Lai, Binh     0057 ViewCheck

7/18/2019 Lai, Binh     0057Check

7/12/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1114020462.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1114020462.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78920220817.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78920200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78920200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78920191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/78920181008.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-102.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/50488103.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/50488103.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/2720200716.pdf


Weights

8-CBRW8 Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Mold Surcharge Weight

Surplus

Date Technician CertificateAction Status

Id Nbr.

99

11/4/2020 McCullough, Donald     0004Missing

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

Lab Id Lab Name

Central Independent Assurance Unit96        

Density

16182FL0961 Troxler 3440      Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Density Gauge

Surplus

Date Technician CertificateAction Status

Id Nbr.

621

5/1/2023 McCullough, Donald     0004Surplus

8/26/2020 External Agency ViewCalibrate

10/17/2019 External Agency ViewCalibrate

10/8/2018 External AgencyCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-177.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/8-CBRW.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/9920201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/16182.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/16182.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/62120200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/62120191017.pdf


Lab Id Lab Name

Central Materials Administrative Unit97

Compression Machines

030300LT0087 Geotest Instrument S5840 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Multi-Loader

Surplus

Date Technician CertificateAction Status

Id Nbr.

154

12/27/2019 Groom, Michael D.     2629Surplus

4/18/2019 External AgencyCalibrate

Dial or Digital Indicators

001456269001456269 Humboldt BG2500016 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Digital

Surplus

Date Technician CertificateAction Status

Id Nbr.

639

1/13/2020 McCullough, Donald     0004Surplus

10/15/2019 External Agency ViewCalibrate

10/15/2019 External Agency ViewStandardize

10/8/2018 External AgencyStandardize

10/8/2018 External AgencyCalibrate

930573632930573632 Humboldt DPX1216   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Digital

Surplus

Date Technician CertificateAction Status

Id Nbr.

634

12/27/2019 Groom, Michael D.     2629Surplus

4/15/2019 External AgencyCalibrate

4/15/2019 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/030300.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/001456269.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/63920191015.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/63920191015.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/930573632.pdf


941536890941536890 Humboldt DPX1216   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Digital

Surplus

Date Technician CertificateAction Status

Id Nbr.

636

12/27/2019 Groom, Michael D.     2629Surplus

4/15/2019 External AgencyStandardize

4/15/2019 External AgencyCalibrate

942725315942725315 Humboldt DPX1208   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Digital

Surplus

Date Technician CertificateAction Status

Id Nbr.

638

12/27/2019 Groom, Michael D.     2629Surplus

4/15/2019 External AgencyCalibrate

4/15/2019 External AgencyStandardize

950725895950725895 Humboldt DPX1208 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Digital

Surplus

Date Technician CertificateAction Status

Id Nbr.

631

12/27/2019 Groom, Michael D.     2629Surplus

10/1/2014 External AgencyStandardize

10/1/2014 External AgencyCalibrate

960151472960151472 Humboldt DPX1204 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Digital

Surplus

Date Technician CertificateAction Status

Id Nbr.

630

12/27/2019 Groom, Michael D.     2629Surplus

10/1/2014 External AgencyCalibrate

10/1/2014 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/941536890.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/942725315.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/950725895.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/960151472.pdf


Gauges

1754FL0626 Cannon PR2       Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-140

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pressure Regulator

Surplus

Date Technician CertificateAction Status

Id Nbr.

69

12/27/2019 Groom, Michael D.     2629Surplus

2/16/2019 Lai, Binh     0057Check

1755FL0625 Cannon PR2       Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-140

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pressure Regulator

Surplus

Date Technician CertificateAction Status

Id Nbr.

67

12/27/2019 Groom, Michael D.     2629Surplus

1/20/2016 Lai, Binh     0057Check

1757FL0624 Cannon PR2       Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-140

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pressure Regulator

Surplus

Date Technician CertificateAction Status

Id Nbr.

68

12/27/2019 Groom, Michael D.     2629Surplus

1/20/2016 Lai, Binh     0057Check

Melting Pot

FL1490FL1490 Fisher Scientific H-2953 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-164

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Sulfur Melting Pot

Surplus

Date Technician CertificateAction Status

Id Nbr.

534

12/27/2019 Groom, Michael D.     2629Surplus

7/10/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-140.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1754.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-140.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1755.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-140.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1757.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-164.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/FL1490.pdf


Scales

1119330269LBT0256 Mettler Toledo PB3001-S Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Precision Balance

Surplus

Date Technician CertificateAction Status

Id Nbr.

424

1/10/2020 McCullough, Donald     0004Surplus

10/16/2019 External Agency ViewCalibrate

10/18/2018 External AgencyCalibrate

Thermometers

160828160828 Oakton UNKNOWN   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Digital Display

Surplus

Date Technician CertificateAction Status

Id Nbr.

1202

12/27/2019 Groom, Michael D.     2629Missing

6/6/2019 External AgencyStandardize

Variable Length Measurement

DC01DC01 Marathon CO030150  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-101

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Calipers 6"

Surplus

Date Technician CertificateAction Status

Id Nbr.

59

7/6/2020 McCullough, Donald     0004Surplus

10/8/2019 Lai, Binh     0057Calibrate

10/8/2019 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1119330269.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1119330269.pdf
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