
Lab Equipment Calibration
(Discarded Equipment)

438Total Equipment:

Frequency 
(Mnths.) Count of Equip.

6 1

12 429

24 7

36 1

Lab Id Lab Name

Central Bituminous Liquid Lab91        

48624862 Ludwig Schneider ASTM 8F-86 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

723

9/12/2024 McCullough, Donald     0004Discarded

8/29/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/16/2019 External Agency ViewStandardize

Elastic Recovery

EM-5-A1Set #5 Humboldt H-1030 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-194

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Mold

Discarded

Date Technician CertificateAction Status

Id Nbr.

256

2/13/2023 McCullough, Donald     0004Discarded

2/18/2022 Lai, Binh     0057 ViewCheck

2/24/2021 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4862.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72320230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72320220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72320200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72320191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-194.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/EM-5-A1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25620220218.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/25620210224.pdf


Flash Test

220600519 Anton Paar 107267 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-124

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cleveland Open Cup

Discarded

Date Technician CertificateAction Status

Id Nbr.

3544

1/16/2024 McCullough, Donald     0004Missing

5/15/2023 Lai, Binh     0057 ViewCheck

5/5/2022 Lai, Binh     0057 ViewCheck

1/6/2021 McCullough, Donald     0004In Service

9CO9 Tanaka Scientific ACO-02-001 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-124

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cleveland Open Cup

Discarded

Date Technician CertificateAction Status

Id Nbr.

143

3/6/2023 McCullough, Donald     0004Discarded

5/13/2022 Lai, Binh     0057 ViewCheck

5/9/2022 McCullough, Donald     0004In Service

2/8/2021 McCullough, Donald     0004Spare Equipment

2/7/2020 Lai, Binh     0057 ViewCheck

2/11/2019 Lai, Binh     0057 ViewCheck

Penetration Test

026766026766 Gilson HMA-180 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-131b

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Needles

Discarded

Date Technician CertificateAction Status

Id Nbr.

758

1/15/2021 McCullough, Donald     0004Discarded

6/8/2020 Lai, Binh     0057 ViewCheck

6/6/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-124.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2206005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354420230515.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354420220505.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-124.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/9CO.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/14320220513.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/14320200207.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/14320190211.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-131b.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/026766.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75820200608.pdf


A-2180A-2180 Humboldt H-1280 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-131b

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Needles

Discarded

Date Technician CertificateAction Status

Id Nbr.

754

10/25/2023 McCullough, Donald     0004Discarded

4/14/2023 Lai, Binh     0057 ViewCheck

4/14/2022 McCullough, Donald     0004 ViewIn Service

4/14/2022 Lai, Binh     0057 ViewCheck

12/27/2019 Groom, Michael D.     2629Spare Equipment

6/6/2019 Lai, Binh     0057Check

A-2229A-2229 Humboldt H-1280 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-131b

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Needles

Discarded

Date Technician CertificateAction Status

Id Nbr.

755

4/14/2022 McCullough, Donald     0004Discarded

1/18/2022 Lai, Binh     0057 ViewCheck

1/15/2021 Lai, Binh     0057 ViewCheck

1/15/2021 McCullough, Donald     0004 ViewIn Service

12/27/2019 Groom, Michael D.     2629Spare Equipment

6/6/2019 Lai, Binh     0057Check

A-2291A-2291 Humboldt H-1280 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-131b

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Needles

Discarded

Date Technician CertificateAction Status

Id Nbr.

759

4/14/2022 McCullough, Donald     0004Discarded

1/18/2022 Lai, Binh     0057 ViewCheck

1/15/2021 Lai, Binh     0057 ViewCheck

6/8/2020 Lai, Binh     0057 ViewCheck

6/6/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-131b.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/A-2180.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75420230414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75420220414.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75420220414.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-131b.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/A-2229.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75520220118.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75520210115.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75520210115.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-131b.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/A-2291.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75920220118.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75920210115.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/75920200608.pdf


B-2249B-2249 Humboldt H-1300 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-131b

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Needles

Discarded

Date Technician CertificateAction Status

Id Nbr.

3537

9/13/2024 McCullough, Donald     0004Discarded

1/23/2024 Lai, Binh     0057 ViewCheck

10/26/2023 Lai, Binh     0057 ViewCheck

10/25/2023 McCullough, Donald     0004In Service

4/15/2022 McCullough, Donald     0004Spare Equipment

E-226E-226 Koehler K20500 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-131b

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Needles

Discarded

Date Technician CertificateAction Status

Id Nbr.

761

1/15/2021 McCullough, Donald     0004Discarded

6/8/2020 Lai, Binh     0057 ViewCheck

6/6/2019 Lai, Binh     0057Check

RTFO

4922A4922A Premier Lab Supply 950287210 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Bottle

Discarded

Date Technician CertificateAction Status

Id Nbr.

1507

11/23/2021 McCullough, Donald     0004Discarded

1/11/2021 Lai, Binh     0057 ViewCheck

7/27/2020 Lai, Binh     0057 ViewCheck

7/21/2020 McCullough, Donald     0004Spare Equipment

Page 4 of 1294/8/2025 11:18 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-131b.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/353720240123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/353720231026.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-131b.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/E-226.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/76120200608.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4922A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/150720210111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/150720200727.pdf


Sieves

113450646 Gilson V3SF #20 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3" (#20)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2100

1/21/2022 McCullough, Donald     0004Discarded

8/30/2021 External Agency ViewCheck

1/8/2021 McCullough, Donald     0004 ViewCheck

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

113450657 Gilson V3SF #20 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3" (#20)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2101

6/29/2022 McCullough, Donald     0004Discarded

8/30/2021 External Agency ViewCheck

1/8/2021 McCullough, Donald     0004 ViewCheck

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

113450688 Gilson V3SF #50 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3" (#50)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2104

1/7/2021 McCullough, Donald     0004Spare Equipment

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/11345064.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/210020210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98820210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98820200907.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/11345065.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/210120210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98920210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98920200907.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/11345068.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/99920200907.pdf


1542263689 Gilson V3SF #20 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3" (#20)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2252

1/7/2021 McCullough, Donald     0004Spare Equipment

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

1542263698 Gilson V3SF #20 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3" (#20)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2253

1/7/2021 McCullough, Donald     0004Spare Equipment

9/7/2020 Lai, Binh     0057 ViewCheck

9/5/2019 Lai, Binh     0057Check

220927274220927274 Gilson V3SF #20 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

3" (#20)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3571

10/30/2024 McCullough, Donald     0004Discarded

9/11/2024 External Agency ViewCheck

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

7/7/2022 Lai, Binh     0057 ViewCheck

7/7/2022 McCullough, Donald     0004 ViewIn Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/154226368.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98720200907.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/154226369.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/98620200907.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/220927274.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357120240911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357120230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357120220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357120220707.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/357120220707.pdf


Specific Gravity

11P11 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

1767

5/8/2024 McCullough, Donald     0004Discarded

1/18/2024 Lai, Binh     0057 ViewCheck

6/16/2023 Lai, Binh     0057 ViewCheck

11/29/2022 Lai, Binh     0057 ViewCheck

12/30/2021 Lai, Binh     0057 ViewCheck

3/23/2021 Lai, Binh     0057 ViewCheck

3/17/2021 McCullough, Donald     0004In Service

12P12 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

3469

1/30/2025 McCullough, Donald     0004Discarded

1/17/2025 Lane Hatley ViewCheck

1/18/2024 Lai, Binh     0057 ViewCheck

6/16/2023 Lai, Binh     0057 ViewCheck

11/22/2022 Lai, Binh     0057 ViewCheck

1/14/2022 Lai, Binh     0057 ViewCheck

1/3/2022 McCullough, Donald     0004In Service

15P15 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

3663

1/31/2025 McCullough, Donald     0004Discarded

1/17/2025 Lane Hatley ViewCheck

1/18/2024 Lai, Binh     0057 ViewCheck

3/20/2023 Lai, Binh     0057 ViewCheck

2/28/2023 McCullough, Donald     0004In Service

Page 7 of 1294/8/2025 11:18 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/11P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176720240118.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176720230616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176720221129.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176720211230.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176720210323.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/12P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/346920250117.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/346920240118.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/346920230616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/346920221122.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/346920220114.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/15P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366320250117.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366320240118.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/366320230320.pdf


17P17 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

3767

1/31/2025 McCullough, Donald     0004Discarded

1/30/2025 McCullough, Donald     0004In Service

2P2 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

400

2/1/2021 McCullough, Donald     0004Discarded

12/21/2020 Lai, Binh     0057 ViewCheck

12/18/2019 Lai, Binh     0057Check

31P31 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

402

2/16/2021 McCullough, Donald     0004Discarded

12/21/2020 Lai, Binh     0057 ViewCheck

12/18/2019 Lai, Binh     0057Check

3P3 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

401

5/8/2024 McCullough, Donald     0004Discarded

1/3/2022 McCullough, Donald     0004Out of Service for Repair

1/4/2021 Lai, Binh     0057 ViewCheck

12/21/2020 Lai, Binh     0057 ViewCheck

12/18/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40020201221.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/31P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40220201221.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40120210104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40120201221.pdf


5P5 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

403

5/8/2024 McCullough, Donald     0004Discarded

2/28/2023 McCullough, Donald     0004Out of Service for Repair

11/29/2022 Lai, Binh     0057 ViewCheck

1/14/2022 Lai, Binh     0057 ViewCheck

1/4/2021 Lai, Binh     0057 ViewCheck

12/21/2020 Lai, Binh     0057 ViewCheck

12/18/2019 Lai, Binh     0057Check

6P6 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

397

1/27/2021 McCullough, Donald     0004Discarded

12/21/2020 Lai, Binh     0057 ViewCheck

12/18/2019 Lai, Binh     0057Check

8P8 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

1764

5/8/2024 McCullough, Donald     0004Discarded

1/3/2022 McCullough, Donald     0004Out of Service for Repair

3/23/2021 Lai, Binh     0057 ViewCheck

3/17/2021 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/5P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40320221129.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40320220114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40320210104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/40320201221.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/6P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/39720201221.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/8P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176420210323.pdf


9P9 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

1765

9/20/2022 McCullough, Donald     0004Discarded

12/30/2021 Lai, Binh     0057 ViewCheck

3/23/2021 Lai, Binh     0057 ViewCheck

3/17/2021 McCullough, Donald     0004In Service

Thermometers

0700009507000095 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display/Blue

Discarded

Date Technician CertificateAction Status

Id Nbr.

609

3/28/2024 McCullough, Donald     0004Discarded

8/29/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/2/2019 External AgencyStandardize

07000095-1207000095 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Probe#23/Blue/12"

Discarded

Date Technician CertificateAction Status

Id Nbr.

1219

3/28/2024 McCullough, Donald     0004Discarded

8/29/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/2/2019 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/9P.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176520211230.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176520210323.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/07000095.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/07000095.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60920200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60920191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/07000095-12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/121920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/121920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/121920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/121920200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/121920191017.pdf


07000095-1807000095 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Probe#24/Blue/18"

Discarded

Date Technician CertificateAction Status

Id Nbr.

1193

3/28/2024 McCullough, Donald     0004Discarded

7/26/2022 McCullough, Donald     0004Spare Equipment

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize

080091080091 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display/Red

Discarded

Date Technician CertificateAction Status

Id Nbr.

608

3/28/2024 McCullough, Donald     0004Discarded

7/26/2022 McCullough, Donald     0004Spare Equipment

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize

080091-12080091 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Probe#22/Red/12"

Discarded

Date Technician CertificateAction Status

Id Nbr.

1222

3/28/2024 McCullough, Donald     0004Discarded

8/28/2023 McCullough, Donald     0004Spare Equipment

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/07000095-18.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119320200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119320191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080091.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/080091.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60820200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60820191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080091-12.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122220220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122220200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122220191017.pdf


100160100160 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

606

1/3/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize

198057198057 Digi-Sense 60010-40  Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

732

1/3/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize

23942394 Ertco ASTM 19F Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

1240

8/23/2021 McCullough, Donald     0004Discarded

8/26/2020 External Agency ViewStandardize

10/16/2019 External Agency ViewStandardize

5/9/2019 External AgencyStandardize

Page 12 of 1294/8/2025 11:19 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/100160.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/100160.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60620200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/60620191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/198057.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/198057.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73220200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73220191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2394.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124020200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124020191016.pdf


350350 Ertco ASTM133C01Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

1233

5/12/2022 McCullough, Donald     0004Discarded

5/10/2021 External Agency ViewStandardize

5/12/2020 External Agency ViewStandardize

5/9/2019 External AgencyStandardize

46314631 Ertco ASTM 62C Cross Precision Measurement Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

1227

5/12/2020 McCullough, Donald     0004 ViewDiscarded

5/12/2020 External Agency ViewStandardize

5/9/2019 External AgencyStandardize

4847148471 Ertco ASTM 7 F Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

1230

1/9/2024 McCullough, Donald     0004Discarded

8/29/2023 External Agency ViewStandardize

8/19/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/16/2019 External Agency ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/350.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/123320210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/123320200512.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4631.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122720200512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122720200512.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/48471.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/123020230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/123020220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/123020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/123020200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/123020191016.pdf


48574857 Ludwig Schneider ASTM 8F-86 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

724

6/1/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/16/2019 External Agency ViewStandardize

487778487778 Digi-Sense Type K Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

733

1/3/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize

8031253780312537 Control Company 4029      Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

730

8/30/2021 McCullough, Donald     0004Discarded

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4857.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72420200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72420191016.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/487778.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/487778.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73320200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73320191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/80312537.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/80312537.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73020200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73020191017.pdf


H160829H160829 Extech 407907    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

1225

1/4/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/5/2019 External AgencyStandardize

H160829-17H160829 Extech 407907    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Probe#17

Discarded

Date Technician CertificateAction Status

Id Nbr.

2

1/4/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

Timing Devices

5115456451154564 Fisher Scientific 14-648-3  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Stopwatch

Discarded

Date Technician CertificateAction Status

Id Nbr.

530

2/7/2023 McCullough, Donald     0004Discarded

2/8/2022 Lai, Binh     0057 ViewStandardize

2/8/2021 McCullough, Donald     0004 ViewStandardize

2/10/2020 Lai, Binh     0057 ViewStandardize

2/6/2019 Lai, Binh     0057Standardize

Page 15 of 1294/8/2025 11:19 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/H160829.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/H160829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122520200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/122520191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/H160829-17.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/220200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/220191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/51154564.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53020220208.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53020210208.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/53020200210.pdf


6T6T Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

1255

2/5/2021 McCullough, Donald     0004Discarded

2/10/2020 Lai, Binh     0057 ViewStandardize

2/6/2019 Lai, Binh     0057Standardize

Lab Id Lab Name

Central Chemical Lab92        

Autoclave

1011-24-PRVFL2180 Kunkle XXXBDCM0XX Quality Assurance Verify 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-155-B

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Pressure Release Valve

Discarded

Date Technician CertificateAction Status

Id Nbr.

3692

10/11/2023 McCullough, Donald     0004Discarded

8/24/2023 McCullough, Donald     0004Not In Use

7/27/2023 Lai, Binh     0057 ViewVerify

7/6/2023 McCullough, Donald     0004In Service

ACM-5ACM-5 Humboldt H-3252 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-156

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Mold

Discarded

Date Technician CertificateAction Status

Id Nbr.

39

3/1/2021 McCullough, Donald     0004Discarded

6/8/2020 Lai, Binh     0057 ViewCheck

6/5/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/6T.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/6T.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/125520200210.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SMP-155-B.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369220230727.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-156.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/ACM-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3920200608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3920190605.pdf


ACM-6ACM-6 Humboldt H-3252 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-156

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Mold

Discarded

Date Technician CertificateAction Status

Id Nbr.

40

3/1/2021 McCullough, Donald     0004Discarded

6/8/2020 Lai, Binh     0057 ViewCheck

6/5/2019 Lai, Binh     0057 ViewCheck

Cement Testing

10-CTR10 Humboldt H-3761 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Trowel

Discarded

Date Technician CertificateAction Status

Id Nbr.

3680

11/7/2023 McCullough, Donald     0004Discarded

4/24/2023 Lai, Binh     0057 ViewCheck

4/24/2023 McCullough, Donald     0004 ViewIn Service

High Humidity Area

49406002690010FL2396 Wesstechik EC20118AC Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-106

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Moist Cabinet (Display and refererence Agree)

Discarded

Date Technician CertificateAction Status

Id Nbr.

450

3/5/2021 Groom, Michael D.     2629Discarded

1/12/2021 McCullough, Donald     0004Out of Service for Repair

8/4/2020 Lai, Binh     0057 ViewCheck

8/3/2020 Groom, Michael D.     2629In Service

6/22/2020 McCullough, Donald     0004Out of Service for Repair

4/15/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-156.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/ACM-6.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4020200608.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/4020190605.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368020230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368020230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/49406002690010.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/49406002690010.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45020200804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/45020190415.pdf


Proctor

8-PSE8 Gilson HMA-135 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

380

3/7/2022 McCullough, Donald     0004Discarded

3/12/2021 Lai, Binh     0057 ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057 ViewCheck

2/25/2019 Lai, Binh     0057Check

Sieves

105194762 Gilson V12SF #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2048

10/19/2020 McCullough, Donald     0004Discarded

7/20/2020 Lai, Binh     0057 ViewCheck

7/10/2019 Lai, Binh     0057 ViewCheck

194922282V6SF-52 Gilson V6SF #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

6" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2297

10/19/2020 McCullough, Donald     0004Discarded

7/20/2020 Lai, Binh     0057 ViewCheck

7/8/2019 Lai, Binh     0057 ViewCheck

Page 18 of 1294/8/2025 11:19 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/8-PSE.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/38020210312.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/38020201118.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/38020191120.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/10519476.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81420200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81420190710.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128520200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128520190708.pdf


194922283V6SF-51 Gilson V6FS #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

6" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2298

10/19/2020 McCullough, Donald     0004Discarded

7/20/2020 Lai, Binh     0057 ViewCheck

7/8/2019 Lai, Binh     0057 ViewCheck

200SS12F5962497 Humboldt Full Heigh Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2326

10/19/2020 McCullough, Donald     0004Discarded

7/20/2020 Lai, Binh     0057 ViewCheck

7/10/2019 Lai, Binh     0057 ViewCheck

Tamping Tools

CT 14CT 14 Gilson HM-298    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

134

5/23/2022 McCullough, Donald     0004Discarded

3/7/2022 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

9/23/2020 Lai, Binh     0057 ViewCheck

7/15/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128620200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128620190708.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/200SS12F596249.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81620200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81620190710.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CT 14.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13420220307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13420210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13420200923.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/13420190715.pdf


CT 17CT 17 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1279

5/23/2022 McCullough, Donald     0004Discarded

3/7/2022 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

9/10/2020 Lai, Binh     0057 ViewCheck

9/22/2019 Lai, Binh     0057 ViewCheck

CT 18CT 18 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1280

5/2/2022 McCullough, Donald     0004Discarded

3/7/2022 Lai, Binh     0057 ViewCheck

3/8/2021 Lai, Binh     0057 ViewCheck

9/10/2020 Lai, Binh     0057 ViewCheck

9/22/2019 Lai, Binh     0057 ViewCheck

CT 19CT 19 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1458

3/30/2021 McCullough, Donald     0004Not In Use

3/8/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

7/17/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CT 17.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127920220307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127920210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127920200910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127920190922.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/CT 18.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128020220307.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128020210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128020200910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128020190922.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/145820210308.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/145820200720.pdf


CT 20CT 20 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1773

11/2/2023 McCullough, Donald     0004Discarded

4/24/2023 McCullough, Donald     0004 ViewIn Service

4/24/2023 Lai, Binh     0057 ViewCheck

5/3/2022 McCullough, Donald     0004Spare Equipment

4/20/2021 McCullough, Donald     0004Spare Equipment

CT 21CT 21 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1774

7/31/2023 McCullough, Donald     0004Discarded

4/24/2023 Lai, Binh     0057 ViewCheck

4/24/2023 McCullough, Donald     0004 ViewIn Service

4/20/2021 McCullough, Donald     0004Spare Equipment

CT 22CT 22 Gilson HM-298 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1775

7/31/2023 McCullough, Donald     0004Discarded

5/8/2023 Lai, Binh     0057 ViewCheck

5/3/2022 Lai, Binh     0057 ViewCheck

5/2/2022 McCullough, Donald     0004In Service

4/20/2021 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177320230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177320230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177420230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177420230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177520230508.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/177520220503.pdf


CT 23CT 23 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3545

11/2/2023 McCullough, Donald     0004Discarded

4/24/2023 Lai, Binh     0057 ViewCheck

4/24/2023 McCullough, Donald     0004 ViewIn Service

5/2/2022 McCullough, Donald     0004Spare Equipment

CT 24CT 24 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3546

11/2/2023 McCullough, Donald     0004Discarded

4/24/2023 Lai, Binh     0057 ViewCheck

4/24/2023 McCullough, Donald     0004 ViewIn Service

5/2/2022 McCullough, Donald     0004Spare Equipment

CT 25CT 25 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3547

4/9/2024 McCullough, Donald     0004Discarded

3/21/2024 Lai, Binh     0057 ViewCheck

8/29/2023 Lai, Binh     0057 ViewCheck

8/29/2023 McCullough, Donald     0004 ViewIn Service

5/2/2022 McCullough, Donald     0004Spare Equipment
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354520230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354520230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354620230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354620230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354720240321.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354720230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354720230829.pdf


Thermometers

080046080046 Omega HH804U    Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display/Green/Red

Discarded

Date Technician CertificateAction Status

Id Nbr.

1265

2/10/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

9/10/2020 McCullough, Donald     0004In Service

9/1/2020 McCullough, Donald     0004Out of Service for Repair

10/17/2019 Crawford, David     3494 ViewCheck

3/20/2019 External Agency ViewCheck

080087080087 Omega HH804U    Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display/Black/Green

Discarded

Date Technician CertificateAction Status

Id Nbr.

1263

2/18/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

8/26/2020 External Agency ViewCheck

10/17/2019 External Agency ViewCheck

3/20/2019 External Agency ViewCheck

210327210327 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

3505

4/6/2023 McCullough, Donald     0004Discarded

8/18/2022 External Agency ViewStandardize

2/9/2022 McCullough, Donald     0004 ViewIn Service

2/9/2022 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080046.pdf
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http://www.odot.org/materials/C97001_WEB_REP/72b/080087.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/080087.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126320200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126320191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126320190320.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/210327.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/210327.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/350520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/350520220209.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/350520220209.pdf


213457213457 VWR Scientific 61019-001 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

726

8/28/2023 McCullough, Donald     0004Discarded

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/27/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

BI-1BI-1 Durac 613106100 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Dial Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

1275

9/11/2024 McCullough, Donald     0004Discarded

8/28/2023 External Agency ViewStandardize

8/18/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

Timing Devices

111562737111562737 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

322

10/20/2023 Groom, Michael D.     2629Discarded

12/27/2019 Groom, Michael D.     2629Missing

4/17/2019 Lai, Binh     0057Standardize

4/17/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/213457.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72620220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72620200827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/72620191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/BI-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127520230828.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127520220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127520200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/127520191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111562737.pdf


192469458192469458 Fisher Scientific 15-079-697 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

737

8/20/2021 McCullough, Donald     0004Discarded

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

9/24/2019 Lai, Binh     0057 ViewStandardize

240164679240164679 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

323

1/21/2021 McCullough, Donald     0004Discarded

12/27/2019 Groom, Michael D.     2629Missing

4/17/2019 Lai, Binh     0057Check

4/17/2019 Lai, Binh     0057Standardize

240164689240164689 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

320

6/7/2022 McCullough, Donald     0004Discarded

4/4/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/192469458.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73720210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73720200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/73720190924.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/240164679.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/240164689.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32020220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32020210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32020200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32020190417.pdf


6198755061987550 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

334

7/22/2024 McCullough, Donald     0004Discarded

4/3/2024 Lai, Binh     0057 ViewStandardize

4/3/2023 Lai, Binh     0057 ViewStandardize

4/7/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057Standardize

Vicat

J-234J-234 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Vicat Ring

Discarded

Date Technician CertificateAction Status

Id Nbr.

582

10/20/2023 Groom, Michael D.     2629Discarded

11/6/2020 McCullough, Donald     0004Missing

8/7/2019 Lai, Binh     0057 ViewCheck

J-239J-239 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Vicat Ring

Discarded

Date Technician CertificateAction Status

Id Nbr.

576

4/11/2023 McCullough, Donald     0004Discarded

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/61987550.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33420240403.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33420230403.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33420220407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33420210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33420200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58220190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-239.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57620210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57620190807.pdf


Lab Id Lab Name

Central Bituminous Mixture Lab93

Gauges

221225639221225639 Fisher Scientific 06-664-19 Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Manometer Digital

Discarded

Date Technician CertificateAction Status

Id Nbr.

3526

7/25/2024 McCullough, Donald     0004Discarded

8/29/2023 External Agency ViewCalibrate

7/12/2023 External Agency ViewCalibrate

8/23/2022 External Agency ViewCalibrate

3/9/2022 McCullough, Donald     0004In Service

2/7/2022 External Agency ViewCalibrate

4143056141430561 Fisher Scientific 8215      Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Manometer Digital

Discarded

Date Technician CertificateAction Status

Id Nbr.

670

8/31/2021 McCullough, Donald     0004Discarded

8/26/2020 External Agency ViewCalibrate

10/14/2019 External Agency ViewCalibrate

11/14/2018 External Agency ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/352620230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/352620230712.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/352620220823.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/352620220207.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/41430561.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/41430561.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67020200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67020191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/67020181114.pdf


Rice Test System

SPF-55 Pyrex 5320      Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-119

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Rice Flask 4000mL

Discarded

Date Technician CertificateAction Status

Id Nbr.

1171

10/30/2023 McCullough, Donald     0004Discarded

6/19/2023 Lai, Binh     0057 ViewStandardize

6/17/2022 Lai, Binh     0057 ViewStandardize

6/16/2021 Lai, Binh     0057 ViewStandardize

12/18/2020 Lai, Binh     0057 ViewStandardize

12/5/2019 Lai, Binh     0057Standardize

12/5/2018 Lai, Binh     0057Standardize

Sieves

01268558Set-20 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3440

10/11/2022 McCullough, Donald     0004Missing

10/15/2021 McCullough, Donald     0004In Service

8/30/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2021 Lai, Binh     0057 View

7/15/2020 Lai, Binh     0057 View

7/15/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-119.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/SPF-5.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117120230619.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117120220617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117120210616.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/117120201218.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/344020210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83620210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83620210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83620200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/83620200715.pdf


1118720411187204 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3350

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

8/26/2021 Groom, Michael D.     2629In Service

7/15/2021 Lai, Binh     0057 View

7/15/2021 Lai, Binh     0057 ViewCheck

7/14/2020 Lai, Binh     0057 View

7/14/2020 Lai, Binh     0057 ViewCheck

7/16/2019 Lai, Binh     0057Check

7/16/2019 Lai, Binh     0057

99091139SET-20 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#4)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2596

10/11/2022 McCullough, Donald     0004Missing

8/27/2021 External Agency ViewCheck

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2020 Lai, Binh     0057 ViewCheck

Thermometers

080098080098 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display/Blue/Red

Discarded

Date Technician CertificateAction Status

Id Nbr.

612

2/9/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

3/28/2019 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/335020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85320210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85320210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85320200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85320200714.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/259620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/87920210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/87920200715.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080098.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/080098.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61220200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61220191017.pdf


486034-6486034 Digi-Sense Type K Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Probe#28/6"

Discarded

Date Technician CertificateAction Status

Id Nbr.

5

8/30/2021 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/14/2019 External Agency ViewStandardize

Timing Devices

259762259762 Fisher Scientific 14-649-15 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

557

5/10/2024 McCullough, Donald     0004Missing

5/11/2023 Lai, Binh     0057 ViewStandardize

5/12/2022 Lai, Binh     0057 ViewStandardize

5/11/2021 Lai, Binh     0057 ViewStandardize

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize

DaiggerDaigger Daigger 5025 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

331

9/11/2020 McCullough, Donald     0004 ViewDiscarded

9/11/2020 Lai, Binh     0057 ViewCheck

9/11/2020 Lai, Binh     0057 ViewStandardize

9/12/2019 Lai, Binh     0057Standardize

9/12/2019 Lai, Binh     0057Check

Page 30 of 1294/8/2025 11:20 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/520200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/520191014.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/259762.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55720230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55720220512.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55720210511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55720200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/Daigger.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33120200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33120200911.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/33120200911.pdf


Lab Id Lab Name

Central Structural Materials Lab94

Bath

1710-03896SWB-1 PolyScience MX-CA11B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Bath Heater

Discarded

Date Technician CertificateAction Status

Id Nbr.

1783

4/6/2022 McCullough, Donald     0004Discarded

8/12/2021 Lai, Binh     0057 ViewCheck

7/26/2021 McCullough, Donald     0004In Service

4/28/2021 McCullough, Donald     0004Spare Equipment

2205-021562205-02156 PolyScience MX-CA11B Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-115

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Bath Heater

Discarded

Date Technician CertificateAction Status

Id Nbr.

3600

9/10/2024 McCullough, Donald     0004Discarded

9/12/2023 Lai, Binh     0057 ViewCheck

9/12/2022 McCullough, Donald     0004 ViewIn Service

9/12/2022 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1710-03896.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/178320210812.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-115.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2205-02156.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/2205-02156.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360020230912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360020220912.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360020220912.pdf


Retainer for Neoprene Pad

1A1A Humboldt H-2496CR  Quality Assurance Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

6" Steel Cap

Discarded

Date Technician CertificateAction Status

Id Nbr.

710

11/17/2023 McCullough, Donald     0004Discarded

8/8/2023 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCalibrate

8/24/2021 Lai, Binh     0057 ViewCalibrate

1/8/2021 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCalibrate

1/11/2019 Lai, Binh     0057 ViewCalibrate

1B1B Humboldt H-2496CR  Quality Assurance Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-107

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

6" Steel Cap

Discarded

Date Technician CertificateAction Status

Id Nbr.

711

11/17/2023 McCullough, Donald     0004Discarded

8/8/2023 Lai, Binh     0057 ViewCalibrate

8/9/2022 Lai, Binh     0057 ViewCalibrate

8/24/2021 Lai, Binh     0057 ViewCalibrate

1/8/2021 Lai, Binh     0057 ViewCalibrate

1/14/2020 Lai, Binh     0057 ViewCalibrate

1/11/2019 Lai, Binh     0057 ViewCalibrate
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71020230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71020220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71020210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71020210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71020200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71020190111.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-107.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1B.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71120230808.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71120220809.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71120210824.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71120210108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71120200114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/71120190111.pdf


Sieves

01268560E20 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

12" (#20)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1897

8/31/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

10/19/2020 McCullough, Donald     0004In Service

9/14/2020 Lai, Binh     0057 ViewCheck

7/17/2020 McCullough, Donald     0004Spare Equipment

0188733Set#46 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1905

8/19/2022 McCullough, Donald     0004Discarded

7/6/2021 McCullough, Donald     0004Missing

9/14/2020 Lai, Binh     0057 ViewCheck

02206766Set#46 Fisher Scientific 0488110BB Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1908

9/12/2024 Groom, Michael D.     2629Discarded

10/23/2023 Groom, Michael D.     2629In Service

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

6/13/2022 McCullough, Donald     0004 ViewCheck

6/13/2022 McCullough, Donald     0004 ViewIn Service

7/23/2021 McCullough, Donald     0004Spare Equipment

7/15/2021 Lai, Binh     0057 ViewCheck

7/15/2020 Lai, Binh     0057 ViewCheck

7/6/2020 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/01268560.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/189720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/138220200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46320200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190820230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190820220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190820220613.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/190820220613.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133120210715.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133120200715.pdf


03170856Set#46 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1920

8/19/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

03170857Set#46 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2407

9/12/2024 McCullough, Donald     0004Discarded

8/30/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

04436645AG2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (1")

Discarded

Date Technician CertificateAction Status

Id Nbr.

1924

8/19/2022 McCullough, Donald     0004 ViewDiscarded

1/5/2022 McCullough, Donald     0004 ViewCheck

1/4/2022 McCullough, Donald     0004In Service

9/10/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/103720200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/240720230830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/240720220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/240720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/104420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192420220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/192420220105.pdf


0612070906120709 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

12" (#20)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3442

8/31/2022 McCullough, Donald     0004Discarded

10/15/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

8/5/2021 Lai, Binh     0057 View

8/5/2021 Lai, Binh     0057 ViewCheck

10/2/2020 Lai, Binh     0057 View

10/2/2020 Lai, Binh     0057 ViewCheck

10/1/2020 McCullough, Donald     0004In Service

7/17/2020 McCullough, Donald     0004Spare Equipment

06409400Set#42 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2521

8/19/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

071710572Set#46 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1968

6/13/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

9/29/2020 McCullough, Donald     0004In Service

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/06120709.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/344220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/138320210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/138320210805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/138320201002.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/138320201002.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/252120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85420200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/196820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/105520200914.pdf


0736950307369503 Gilson V8SF #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1976

6/6/2023 McCullough, Donald     0004Discarded

8/31/2022 McCullough, Donald     0004 ViewIn Service

8/31/2022 External Agency ViewCheck

12/27/2019 Groom, Michael D.     2629Spare Equipment

10278538Set#44 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#30)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2025

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

10278538-50Set#44 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#50)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2026

7/6/2021 McCullough, Donald     0004Missing

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

10278539Set#42 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#30)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2027

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/197620220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/197620220831.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202520220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86520200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/88720200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/88720190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202720220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/202720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86220200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/86220190917.pdf


1187615Set#43 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2111

8/19/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

9/29/2020 McCullough, Donald     0004In Service

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057Check

AG1-3.75AG1 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (3/4")

Discarded

Date Technician CertificateAction Status

Id Nbr.

3449

10/11/2022 McCullough, Donald     0004Missing

G 1-1G Gilson TSA-101 1" Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

16"X24" (1")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2184

8/29/2023Discarded

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/211120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/85620200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/218420221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/218420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96720200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96720190917.pdf


G 1-3G Gilson TSA-101 1" Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

16"X24" (1")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2187

8/29/2023 McCullough, Donald     0004Discarded

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 16-2G Gilson TSA102 #16 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

16"X24" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2189

9/3/2020 McCullough, Donald     0004Missing

9/17/2019 Lai, Binh     0057Check

G 3/4-1G Gilson TSA100 3/4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

16"X24" (3/4")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2191

8/29/2023 McCullough, Donald     0004Discarded

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/218720221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/218720210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96920200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96920190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/219120221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/219120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97820200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97820190917.pdf


G 3/4-2G Gilson TSA100 3/4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

16"X24" (3/4")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2192

8/29/2023 McCullough, Donald     0004Discarded

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 3/4-4G Gilson TSA100 3/4 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

16"X24" (3/4")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2193

8/29/2023 McCullough, Donald     0004Discarded

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

G 8-3G Gilson TSA-101 #8 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

16"X24" (#8)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2208

8/29/2023 McCullough, Donald     0004Discarded

10/27/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

9/14/2020 Lai, Binh     0057 ViewCheck

9/17/2019 Lai, Binh     0057 ViewCheck

9/6/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/219220221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/219220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97620200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97620190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/219320221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/219320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97720200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97720190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/220820221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/220820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96520200914.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96520190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96520180906.pdf


PWR16-1Set#43 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3085

8/19/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

Set#46Set#46 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2226

8/31/2022 McCullough, Donald     0004Discarded

STP-7Set#46 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Pan

Discarded

Date Technician CertificateAction Status

Id Nbr.

3406

8/19/2022 McCullough, Donald     0004Discarded

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

Specific Gravity

PF15PF15 Pyrex 5660      Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-191

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

500mL

Discarded

Date Technician CertificateAction Status

Id Nbr.

1164

8/23/2022 McCullough, Donald     0004Discarded

8/27/2021 Lai, Binh     0057 ViewStandardize

2/3/2021 Lai, Binh     0057 ViewStandardize

2/14/2020 Lai, Binh     0057 ViewStandardize

5/23/2019 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/308520210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/340620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-191.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116420210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116420210203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116420200214.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/116420190523.pdf


Tamping Tools

STR 8STR 8 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Rod - small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1187

8/15/2024 McCullough, Donald     0004Missing

11/27/2023 McCullough, Donald     0004 ViewIn Service

11/27/2023 Lai, Binh     0057 ViewCheck

12/27/2019 Groom, Michael D.     2629Spare Equipment

STR-10STR-10 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Rod - small

Discarded

Date Technician CertificateAction Status

Id Nbr.

436

11/17/2023 McCullough, Donald     0004Discarded

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

STR-4STR-4 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Rod - small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1183

11/17/2023 McCullough, Donald     0004Discarded

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

11/14/2018 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR 8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118720231127.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118720231127.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR-10.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43620230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43620220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43620210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43620201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/43620191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118320230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118320220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118320210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118320201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118320191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/118320181114.pdf


STR-6STR-6 Humboldt H-2905.1  Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Rod - small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1282

8/15/2024 McCullough, Donald     0004Missing

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

TR-4TR-4 Gilson HM-48 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-149

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Rod - large

Discarded

Date Technician CertificateAction Status

Id Nbr.

550

11/17/2023 McCullough, Donald     0004Discarded

8/16/2023 Lai, Binh     0057 ViewCheck

8/16/2022 Lai, Binh     0057 ViewCheck

8/16/2021 Lai, Binh     0057 ViewCheck

11/16/2020 Lai, Binh     0057 ViewCheck

11/12/2019 Lai, Binh     0057 ViewCheck

11/14/2018 Lai, Binh     0057 ViewCheck

Thermometers

080050080050 Omega HH804U Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display/Blue/Blue

Discarded

Date Technician CertificateAction Status

Id Nbr.

12

1/6/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewStandardize

8/26/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/8/2019 External AgencyStandardize
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/STR-6.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128220230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128220220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128220210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128220201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128220191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-149.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/TR-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/TR-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55020230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55020220816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55020210816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55020201116.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55020191112.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/55020181114.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/080050.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/080050.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1220210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1220200826.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1220191017.pdf


111685952111685952 Control Company 4373      Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Digital Display & attached probe

Discarded

Date Technician CertificateAction Status

Id Nbr.

1191

8/29/2023 McCullough, Donald     0004Discarded

10/27/2022 External Agency ViewStandardize

8/27/2021 External Agency ViewStandardize

8/25/2020 External Agency ViewStandardize

10/17/2019 External Agency ViewStandardize

4/8/2019 External AgencyStandardize

Timing Devices

P21P21 Cooper FT24 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

327

1/8/2021 McCullough, Donald     0004Discarded

3/18/2020 Lai, Binh     0057 ViewStandardize

3/12/2019 Lai, Binh     0057Standardize

Unit Weight

AASHTO-4AASHTO - 4 Humboldt H-4975 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Rubber Mallet - Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1843

8/24/2022 McCullough, Donald     0004Discarded

8/12/2021 Lai, Binh     0057 ViewCheck

8/9/2021 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119120221027.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119120210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119120200825.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/119120191017.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P21.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/P21.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/32720200318.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184320210812.pdf


AASHTO-5AASHTO - 5 Humboldt H-4975 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Rubber Mallet - Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1844

3/26/2025 McCullough, Donald     0004Discarded

8/16/2024 Lai, Binh     0057 ViewCheck

8/16/2023 Lai, Binh     0057 ViewCheck

8/15/2022 Lai, Binh     0057 ViewCheck

8/12/2021 Lai, Binh     0057 ViewCheck

8/9/2021 McCullough, Donald     0004In Service

ASTM-3ASTM-3 Humboldt H-4976 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-150

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Rubber Mallet - Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1841

8/12/2021 McCullough, Donald     0004Discarded

8/9/2021 McCullough, Donald     0004In Service

Lab Id Lab Name

Central Geotechnical Lab95        

Liquid Limit

27-LLGT27 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

8

10/7/2020 McCullough, Donald     0004Discarded

12/9/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184420240816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184420230816.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184420220815.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/184420210812.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-150.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/27-LLGT.pdf


28-LLGT28 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

9

10/7/2020 McCullough, Donald     0004Discarded

12/9/2019 Lai, Binh     0057Check

29-LLGT29 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

10

12/10/2020 McCullough, Donald     0004Discarded

10/7/2020 Lai, Binh     0057 ViewCheck

12/9/2019 Lai, Binh     0057Check

2-LLGT2 Humboldt H-4232 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Curved)

Discarded

Date Technician CertificateAction Status

Id Nbr.

298

10/7/2020 McCullough, Donald     0004Discarded

12/9/2019 Lai, Binh     0057 ViewCheck

1/11/2019 Lai, Binh     0057Check

30-LLGT30 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1631

12/10/2020 McCullough, Donald     0004Discarded

10/7/2020 Lai, Binh     0057 ViewCheck

10/7/2020 McCullough, Donald     0004 ViewIn Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/28-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/29-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/1020201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/2-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/29820191209.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/30-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163120201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163120201007.pdf


31-LLGT31 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1632

8/2/2021 McCullough, Donald     0004Discarded

10/7/2020 Lai, Binh     0057 ViewCheck

10/7/2020 McCullough, Donald     0004 ViewIn Service

32-LLGT32 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1633

12/10/2020 McCullough, Donald     0004Discarded

10/7/2020 McCullough, Donald     0004 ViewIn Service

10/7/2020 Lai, Binh     0057 ViewCheck

34-LLGT34 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1735

8/2/2021 McCullough, Donald     0004Discarded

12/10/2020 McCullough, Donald     0004In Service

12/8/2020 Lai, Binh     0057 ViewCheck

35-LLGT35 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1736

8/2/2021 McCullough, Donald     0004Discarded

12/10/2020 McCullough, Donald     0004In Service

12/8/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/31-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163220201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163220201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/32-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163320201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163320201007.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/34-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173520201208.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/35-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173620201208.pdf


36-LLGT36 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1737

8/2/2021 McCullough, Donald     0004Discarded

12/10/2020 McCullough, Donald     0004In Service

12/8/2020 Lai, Binh     0057 ViewCheck

37-LLGT37 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1832

10/4/2022 McCullough, Donald     0004Discarded

10/5/2021 Lai, Binh     0057 ViewCheck

8/2/2021 McCullough, Donald     0004 ViewIn Service

8/2/2021 Lai, Binh     0057 ViewCheck

38-LLGT38 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1833

10/4/2022 McCullough, Donald     0004Discarded

10/5/2021 Lai, Binh     0057 ViewCheck

8/2/2021 McCullough, Donald     0004 ViewIn Service

8/2/2021 Lai, Binh     0057 ViewCheck

39-LLGT39 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1834

2/16/2022 McCullough, Donald     0004Discarded

10/5/2021 Lai, Binh     0057 ViewCheck

8/2/2021 McCullough, Donald     0004 ViewIn Service

8/2/2021 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/36-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/173720201208.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/37-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183220211005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183220210802.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183220210802.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/38-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183320211005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183320210802.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183320210802.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/39-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183420211005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183420210802.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183420210802.pdf


40-LLGT40 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1835

10/4/2022 McCullough, Donald     0004Discarded

10/5/2021 Lai, Binh     0057 ViewCheck

8/2/2021 McCullough, Donald     0004 ViewIn Service

8/2/2021 Lai, Binh     0057 ViewCheck

41-LLGT41 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3512

10/4/2022 McCullough, Donald     0004Discarded

2/16/2022 Lai, Binh     0057 ViewCheck

2/16/2022 McCullough, Donald     0004 ViewIn Service

42-LLGT42 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3608

10/9/2023 McCullough, Donald     0004Discarded

10/5/2023 Lai, Binh     0057 ViewCheck

10/5/2022 Lai, Binh     0057 ViewCheck

10/4/2022 McCullough, Donald     0004In Service

43-LLGT43 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3609

4/19/2023 McCullough, Donald     0004Discarded

10/5/2022 Lai, Binh     0057 ViewCheck

10/4/2022 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/40-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183520211005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183520210802.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/183520210802.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/41-LLGT.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351220220216.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/351220220216.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360820231005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360820221005.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/360920221005.pdf


44-LLGT44 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3610

10/9/2023 McCullough, Donald     0004Discarded

10/5/2023 Lai, Binh     0057 ViewCheck

4/19/2023 McCullough, Donald     0004In Service

10/6/2022 McCullough, Donald     0004Spare Equipment

10/5/2022 Lai, Binh     0057 ViewCheck

10/4/2022 McCullough, Donald     0004In Service

45-LLGT45 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3611

4/19/2023 McCullough, Donald     0004Discarded

10/5/2022 Lai, Binh     0057 ViewCheck

10/4/2022 McCullough, Donald     0004In Service

Particle Size Analysis

3-SC3 Kimax 20023 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-179

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Sedimentation  Cylinder

Discarded

Date Technician CertificateAction Status

Id Nbr.

282

10/13/2021 McCullough, Donald     0004Discarded

11/23/2020 Lai, Binh     0057 ViewCheck

8/10/2020 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/361020231005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/361020221005.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-174.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/361120221005.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-179.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3-SC.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28220201123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/28220200810.pdf


7-SC7 Gilson SA-5 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-179

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Sedimentation  Cylinder

Discarded

Date Technician CertificateAction Status

Id Nbr.

272

11/16/2023 McCullough, Donald     0004Discarded

10/14/2022 Lai, Binh     0057 ViewCheck

10/14/2021 Lai, Binh     0057 ViewCheck

11/23/2020 Lai, Binh     0057 ViewCheck

8/10/2020 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057Check

DC1#1 Gilson SA-16 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-178

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Dispersion Cup

Discarded

Date Technician CertificateAction Status

Id Nbr.

1807

8/5/2021 McCullough, Donald     0004Discarded

1/21/2020 Lai, Binh     0057 ViewCheck

1/22/2018 Lai, Binh     0057 ViewCheck

7/16/2016 McCullough, Donald     0004In Service

DC2#2 Hamilton Beach SA-16 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-178

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Dispersion Cup

Discarded

Date Technician CertificateAction Status

Id Nbr.

1808

4/14/2022 McCullough, Donald     0004Discarded

10/18/2021 Lai, Binh     0057 ViewCheck

1/21/2020 Lai, Binh     0057 ViewCheck

1/22/2018 Lai, Binh     0057 ViewCheck

7/16/2016 McCullough, Donald     0004In Service
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-179.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/7-SC.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/27220221014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/27220211014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/27220201123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/27220200810.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-178.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/180720200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/180720180122.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-178.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/180820211018.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/180820200121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/180820180122.pdf


DC4#4 Humboldt H-4265 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-178

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Dispersion Cup

Discarded

Date Technician CertificateAction Status

Id Nbr.

1810

6/8/2021 McCullough, Donald     0004Discarded

StockStock Kimax 20023 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-179

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Sedimentation  Cylinder

Discarded

Date Technician CertificateAction Status

Id Nbr.

285

8/22/2023 McCullough, Donald     0004Spare Equipment

10/14/2022 Lai, Binh     0057 ViewCheck

10/14/2021 Lai, Binh     0057 ViewCheck

11/23/2020 Lai, Binh     0057 ViewCheck

8/10/2020 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057Check

Proctor

22-PSE22 Gilson HMA-135 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

3740

3/4/2025 McCullough, Donald     0004Discarded

11/7/2024 Lai, Binh     0057 ViewCheck

11/8/2023 McCullough, Donald     0004 ViewIn Service

11/8/2023 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374020241107.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374020231108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/374020231108.pdf


3-PSE3 Humboldt H-4144.12 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

375

10/26/2023 McCullough, Donald     0004Discarded

10/10/2023 Lai, Binh     0057 ViewCheck

10/14/2022 Lai, Binh     0057 ViewCheck

10/14/2021 Lai, Binh     0057 ViewCheck

11/19/2020 Lai, Binh     0057 ViewCheck

2/7/2020 Lai, Binh     0057 ViewCheck

2/6/2019 Lai, Binh     0057Check

6-PSE6 Humboldt H-4144.12 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

371

10/26/2023 McCullough, Donald     0004Discarded

10/10/2023 Lai, Binh     0057 ViewCheck

10/14/2022 Lai, Binh     0057 ViewCheck

10/14/2021 Lai, Binh     0057 ViewCheck

11/19/2020 Lai, Binh     0057 ViewCheck

2/7/2020 Lai, Binh     0057 ViewCheck

2/6/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/3-PSE.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37120211014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37120201119.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/37120200207.pdf


7-PSE7 Humboldt H-4144.12 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

1311

10/26/2023 McCullough, Donald     0004Discarded

10/10/2023 Lai, Binh     0057 ViewCheck

10/14/2022 Lai, Binh     0057 ViewCheck

10/14/2021 Lai, Binh     0057 ViewCheck

11/19/2020 Lai, Binh     0057 ViewCheck

2/10/2020 McCullough, Donald     0004In Service

2/7/2020 Lai, Binh     0057 ViewCheck

12/27/2019 Groom, Michael D.     2629Discarded

2/8/2018 Lai, Binh     0057Check

Sieves

01061335F2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#170)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1873

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

9/10/2020 McCullough, Donald     0004Spare Equipment

11/7/2019 Lai, Binh     0057Check

01061336F4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#170)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2059

8/27/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/7-PSE.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131120221014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131120211014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131120201119.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/131120200207.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/187320220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/187320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205920210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/104920201118.pdf


01061340F2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2053

2/10/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

01061342F1 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2054

8/27/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

01061348R4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2055

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

01061349R2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2056

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205320210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/107020201118.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205620220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205620210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/46620201118.pdf


01061350F1 Gilson V8BH #140 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#140)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2057

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

01061351F2 Gilson V8BH #140 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#140)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1875

8/31/2022 McCullough, Donald     0004 ViewDiscarded

9/10/2020 McCullough, Donald     0004Spare Equipment

11/7/2019 Lai, Binh     0057Check

01061352F4 Gilson V8BH #140 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#140)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2058

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

01061355F4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#70)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2060

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/205820210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/103520201118.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/206020220819.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/206020210827.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/111220201118.pdf


01150205F3 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#80)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1880

2/10/2022 McCullough, Donald     0004Discarded

9/10/2020 McCullough, Donald     0004Spare Equipment

11/7/2019 Lai, Binh     0057Check

01248515F4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#80)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2133

2/10/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

01248517R1 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1888

8/31/2022 McCullough, Donald     0004Discarded

9/10/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057Check

01248520R3 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1889

8/31/2022 McCullough, Donald     0004Discarded

9/10/2020 McCullough, Donald     0004Spare Equipment

11/7/2019 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf


01248528AG2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#10)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2082

8/30/2021 McCullough, Donald     0004 ViewDiscarded

6/23/2021 McCullough, Donald     0004In Service

11/18/2020 Lai, Binh     0057 ViewCheck

02189169AG3 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (3/4")

Discarded

Date Technician CertificateAction Status

Id Nbr.

1906

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

4/30/2021 McCullough, Donald     0004 ViewIn Service

4/30/2021 Lai, Binh     0057 ViewCheck

9/10/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057Check

02189171AG3 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (3/8")

Discarded

Date Technician CertificateAction Status

Id Nbr.

1907

8/30/2021 McCullough, Donald     0004 ViewDiscarded

4/30/2021 McCullough, Donald     0004 ViewIn Service

9/10/2020 McCullough, Donald     0004Spare Equipment

02189175AG3 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#10)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2344

8/30/2021 McCullough, Donald     0004 ViewDiscarded

6/29/2021 McCullough, Donald     0004In Service

11/18/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/234420210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/81720201118.pdf


0227347AG4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#10)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2636

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

8/26/2021 McCullough, Donald     0004In Service

7/6/2021 McCullough, Donald     0004Missing

11/18/2020 Lai, Binh     0057 ViewCheck

0227352AG3 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#4)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2635

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

8/26/2021 McCullough, Donald     0004In Service

7/6/2021 McCullough, Donald     0004Missing

11/18/2020 Lai, Binh     0057 ViewCheck

04436644AG3 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (1")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2634

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/91520201118.pdf


07369516W200 Gilson V8SF #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1978

6/29/2021 McCullough, Donald     0004Missing

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

08169437R4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1989

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 McCullough, Donald     0004 ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

092410061AW Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#12)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2577

8/30/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

09389668W200 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2578

8/19/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

6/24/2021 Lai, Binh     0057 ViewCheck
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10478876AG2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#10)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2038

7/6/2021 McCullough, Donald     0004Missing

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

10519479AG4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2051

8/30/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

1151669911516699 Gilson V12SF#200B Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200) (Reinforced)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2771

8/19/2022 McCullough, Donald     0004Discarded

8/30/2021 McCullough, Donald     0004 ViewIn Service

8/30/2021 External Agency ViewCheck

1186584AG4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2109

8/30/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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1245653AW Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2130

8/30/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

161521500AG1 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2262

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

7369516W200 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2547

8/19/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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9412668R4 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2579

2/10/2022 McCullough, Donald     0004Discarded

11/23/2021 Lai, Binh     0057 ViewCheck

11/23/2021 McCullough, Donald     0004 ViewIn Service

9/10/2020 McCullough, Donald     0004Spare Equipment

11/7/2019 Lai, Binh     0057Check

9912128999121389 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#8)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2599

8/30/2021 McCullough, Donald     0004 ViewDiscarded

4/30/2021 McCullough, Donald     0004 ViewIn Service

AG1-12-AAG1 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#12)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2623

8/30/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

AG1-3/8-AAG1 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (3/8")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2626

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck
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AG1-3-AAG1 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (3")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2627

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

AG2-1/2AAG2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (1/2")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2631

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

AG2-3/4AAG2 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (3/4")

Discarded

Date Technician CertificateAction Status

Id Nbr.

2632

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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AG4-4AAG4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#4)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3331

8/19/2022 McCullough, Donald     0004Discarded

8/30/2021 External Agency ViewCheck

6/23/2021 McCullough, Donald     0004In Service

11/18/2020 Lai, Binh     0057 ViewCheck

AW4-19BAW Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#4)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2642

6/29/2021 McCullough, Donald     0004Missing

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

EE198129Tall-1 Humboldt H-3946 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2842

2/10/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

7/6/2020 McCullough, Donald     0004In Service

7/1/2020 Lai, Binh     0057 ViewCheck
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EE198883Tall-2 Humboldt H-3946 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2843

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

7/6/2020 McCullough, Donald     0004In Service

7/1/2020 Lai, Binh     0057 ViewCheck

EE198916Tall-3 Humboldt H-3946 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2844

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 McCullough, Donald     0004 ViewDiscarded

8/3/2021 McCullough, Donald     0004Surplus

7/6/2020 McCullough, Donald     0004In Service

7/1/2020 Lai, Binh     0057 ViewCheck

F1-100-AF1 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#100)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2854

9/12/2024 McCullough, Donald     0004 ViewDiscarded

8/30/2023 External Agency ViewCheck

8/19/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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F1-16-AF1 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2856

9/12/2024 McCullough, Donald     0004 ViewDiscarded

8/30/2023 External Agency ViewCheck

8/19/2022 External Agency ViewCheck

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

F3-200-AF3 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2871

8/31/2022 McCullough, Donald     0004Discarded

9/10/2020 McCullough, Donald     0004Spare Equipment

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

F4-200-AF4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2877

8/27/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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G03726AG4 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2210

8/30/2021 McCullough, Donald     0004 ViewDiscarded

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

PR-1-4APR Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (1")

Discarded

Date Technician CertificateAction Status

Id Nbr.

3072

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

PR-3/4-2APR Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (3/4")

Discarded

Date Technician CertificateAction Status

Id Nbr.

3078

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/30/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/307820210830.pdf
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R1-40-3-BR1 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3101

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

R1-40-4-BR1 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3102

2/10/2022 McCullough, Donald     0004Discarded

9/10/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

R2-200-3-BR2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3105

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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R2-200-4-CR2 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3106

6/29/2021 McCullough, Donald     0004Missing

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

R2-40-2-AR2 Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3108

2/10/2022 McCullough, Donald     0004Discarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

R3-200-3-AR3 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3111

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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R4-200-4BR4 Gilson UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3115

8/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

8/27/2021 McCullough, Donald     0004 ViewDiscarded

11/7/2019 Lai, Binh     0057Check

R4-40-3-BR4 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3117

8/19/2022 McCullough, Donald     0004 ViewDiscarded

8/27/2021 External Agency ViewCheck

11/18/2020 Lai, Binh     0057 ViewCheck

11/7/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

SLL-3SLL-3 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Lid

Discarded

Date Technician CertificateAction Status

Id Nbr.

3391

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 McCullough, Donald     0004 ViewDiscarded

SLL-4SLL-4 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Lid

Discarded

Date Technician CertificateAction Status

Id Nbr.

3392

8/19/2022 McCullough, Donald     0004Discarded

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck
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SLP-10SLP-10 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Pan Spacer

Discarded

Date Technician CertificateAction Status

Id Nbr.

3364

8/19/2022 McCullough, Donald     0004Discarded

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

SLP-12SLP-12 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Pan

Discarded

Date Technician CertificateAction Status

Id Nbr.

3366

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 McCullough, Donald     0004 ViewDiscarded

SLP-13SLP-13 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Pan

Discarded

Date Technician CertificateAction Status

Id Nbr.

3367

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 McCullough, Donald     0004 ViewDiscarded

SLP-2SLP-2 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Pan

Discarded

Date Technician CertificateAction Status

Id Nbr.

3356

8/19/2022 McCullough, Donald     0004Discarded

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck
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SLP-7SLP-7 Gilson Unknown Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" Pan

Discarded

Date Technician CertificateAction Status

Id Nbr.

3361

8/19/2022 McCullough, Donald     0004Discarded

9/30/2021 McCullough, Donald     0004In Service

8/27/2021 External Agency ViewCheck

W200-25-CW200 Dual 1 inch Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3283

6/29/2021 McCullough, Donald     0004Missing

11/18/2020 Lai, Binh     0057 ViewCheck

11/20/2019 Lai, Binh     0057Check

Timing Devices

SE-1SE-1 Daigger 5025 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

332

6/3/2021 McCullough, Donald     0004Discarded

12/2/2020 Lai, Binh     0057 ViewStandardize

4/23/2020 Lai, Binh     0057 ViewStandardize

4/4/2019 Lai, Binh     0057Standardize

10/18/2018 Lai, Binh     0057Standardize
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West WallWest Wall Pegasus Quartz Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Clock - Wall

Discarded

Date Technician CertificateAction Status

Id Nbr.

587

3/13/2024 McCullough, Donald     0004Discarded

11/7/2023 Lai, Binh     0057 ViewStandardize

11/4/2022 Lai, Binh     0057 ViewStandardize

11/3/2021 Lai, Binh     0057 ViewStandardize

12/2/2020 Lai, Binh     0057 ViewStandardize

4/23/2020 Lai, Binh     0057 ViewStandardize

4/4/2019 Lai, Binh     0057Standardize

10/18/2018 Lai, Binh     0057Standardize

Weights

10A-CBRW10A Gilson BRA-63    Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

125

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewSpare Equipment

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

10-CBRSP10 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1693

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004In Service

1/16/2020 Lai, Binh     0057Standardize
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10-CBRW10 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

124

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewSpare Equipment

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

10S-CBRW10S Gilson BRA-63    Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

86

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewSpare Equipment

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

11A-CBRW11A Gilson BRA-63    Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

83

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewSpare Equipment

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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11-CBRSP11 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1694

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004In Service

1/16/2020 Lai, Binh     0057Standardize

11-CBRW11 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

85

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

11S-CBRW11S Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

87

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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12A-CBRW12A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

107

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

12-CBRSP12 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1695

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004In Service

1/16/2020 Lai, Binh     0057Standardize

12-CBRW12 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

123

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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12S-CBRW12S Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

121

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

13A-CBRW13A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

105

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

13-CBRW13 Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

90

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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14A-CBRW14A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

119

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

14-CBRSP14 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1688

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

14-CBRW14 Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

1268

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126820201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/126820201019.pdf


15-CBRW15 Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

122

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

16-CBRSP16 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1687

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

16-CBRW16 Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

104

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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17-CBRW17 Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

120

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

18-CBRSP18 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1685

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

18-CBRW18 Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

79

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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1-CBRSP1 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1689

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

1-CBRW1 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

91

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

20-CBRW20 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

82

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

Page 81 of 1294/8/2025 11:22 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-177.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1-CBRSP.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-177.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1-CBRW.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/9120201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/9120201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-177.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/20-CBRW.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/8220201019.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/8220201019.pdf


21-CBRW21 Gilson BRA-63    Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

126

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

22-CBRW22 Gilson BRA-63    Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

84

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

2A-CBRW2A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

102

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

2-CBRSP2 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1679

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize
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2-CBRW2 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

80

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

2S-CBRW2S Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

88

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

3A-CBRW3A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

92

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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3-CBRSP3 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1682

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

3-CBRW3 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

89

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

4A-CBRW4A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

94

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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4-CBRSP4 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1681

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

4-CBRW4 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

93

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

5-CBRSP5 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1680

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

5-CBRW5 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

95

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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6-CBRSP6 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1686

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

6-CBRW6 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

96

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

7-CBRSP7 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1678

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize

7-CBRW7 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

97

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize
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7S-CBRW7S Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

98

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

8A-CBRW8A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

100

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

8-CBRSP8 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1683

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize
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8S-CBRW8S Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

101

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

9A-CBRW9A Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

106

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

9-CBRSP9 Gilson BRA-67 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Swell Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

1684

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004Spare Equipment

10/28/2019 Lai, Binh     0057Standardize
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9-CBRW9 Gilson BRA-64 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Slotted Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

81

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/19/2020 Lai, Binh     0057 ViewStandardize

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

9S-CBRW9S Gilson BRA-63 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-177

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

CBR Annular Surcharge Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

103

10/23/2023 McCullough, Donald     0004Discarded

10/19/2020 Lai, Binh     0057 ViewStandardize

10/19/2020 McCullough, Donald     0004 ViewIn Service

10/28/2019 Lai, Binh     0057Standardize

10/23/2018 Lai, Binh     0057Standardize

GM1-101 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1304

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize

GM1-1~16A01 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1299

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize
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GM1-1~16B01 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1300

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize

GM1-1~201 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1303

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize

GM1-1~32B01 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1298

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize

GM1-1~401 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1302

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize
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GM1-1~801 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1301

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize

GM1-201 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1305

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize

GM1-401 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1306

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize

GM1-801 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1307

10/23/2023 McCullough, Donald     0004Discarded

1/9/2020 Lai, Binh     0057Standardize
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http://www.odot.org/materials/C97001_WEB_REP/72b/GM1-1~8.pdf
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GM2-1~16A02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

193

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM2-1~16B02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

194

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM2-1~202 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

613

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM2-1~32A02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

190

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

Page 92 of 1294/8/2025 11:23 AM

http://www.odot.org/materials/C97001_WEB_REP/72b/GM2-1~16A.pdf
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GM2-1~32B02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

191

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM2-1~402 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

196

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM2-1~802 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

195

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM2-202 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

192

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

Page 93 of 1294/8/2025 11:23 AM

http://www.odot.org/materials/C97001_WEB_REP/72b/GM2-1~32B.pdf
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/19220200717.pdf


GM2-402 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

616

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM2-802 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

615

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-1~16A02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1640

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-1~16B02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1641

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61620200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GM2-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61520200717.pdf
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GM3-1~203 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1637

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-1~32A02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1642

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-1~32B02 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1643

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-1~402 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1638

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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GM3-1~802 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Small

Discarded

Date Technician CertificateAction Status

Id Nbr.

1639

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-202 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1644

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-402 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1645

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM3-802 Homemade Homemade  Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1646

10/23/2023 McCullough, Donald     0004Discarded

10/15/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

Page 96 of 1294/8/2025 11:23 AM

http://www.odot.org/materials/C97001_WEB_REP/72b/GM3-1~8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/163920200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GM3-2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/164420200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GM3-4.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/164520200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GM3-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/164620200717.pdf


GM4-1~16A04 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1652

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM4-1~16B04 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1653

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM4-1~204 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1648

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM4-1~32A04 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1654

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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GM4-1~404 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1650

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM4-1~804 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1651

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM4-204 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1655

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM4-404 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1656

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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GM4-804 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1657

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5-1~16A05 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1662

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5-1~16B05 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1663

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5-1~205 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1659

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

Page 99 of 1294/8/2025 11:23 AM

http://www.odot.org/materials/C97001_WEB_REP/72b/GM4-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/165720200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GM5-1~16A.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/166220200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GM5-1~16B.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/166320200717.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/GM5-1~2.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/165920200717.pdf


GM5-1~32A05 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1664

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5-1~405 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1660

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5-1~805 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1661

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5-205 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1665

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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GM5-405 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1666

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM5-805 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1667

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6-1~16A06 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1672

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6-1~16B06 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1673

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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GM6-1~206 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1669

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6-1~32A06 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1674

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6-1~406 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1670

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6-1~806 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1671

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize
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GM6-206 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1675

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6-406 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1676

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

GM6-806 Homemade Homemade Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Consolidometer Weight Large

Discarded

Date Technician CertificateAction Status

Id Nbr.

1677

10/23/2023 McCullough, Donald     0004Discarded

10/16/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewStandardize

WF1-1/2AWF1-1/2A Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

185

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize
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WF1-1/2BWF1-1/2B Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

181

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-1/4WF1-1/4 Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

186

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-1AWF1-1A Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

179

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-1BWF1-1B Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

169

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize
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WF1-2AWF1-2A Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

164

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-2BWF1-2B Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

165

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-4WF1-4 Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

166

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-AWF1-A Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

167

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize
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WF1-BWF1-B Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

168

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-CWF1-C Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

170

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-C1-1WF1-C1-1 Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

171

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-C1-2WF1-C1-2 Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

172

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize
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WF1-DWF1-D Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

173

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-EWF1-E Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

174

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-FWF1-F Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

175

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-GWF1-G Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

176

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize
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WF1-HWF1-H Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

177

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-IWF1-I Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

178

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-JWF1-J Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

184

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-KWF1-K Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

187

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize
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WF1-LWF1-L Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

188

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-MWF1-M Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

182

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-NWF1-N Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

183

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

WF1-OWF1-O Wykeham-Farrance UNKNOWN Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-196

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Consolidometer Weight

Discarded

Date Technician CertificateAction Status

Id Nbr.

180

10/23/2023 McCullough, Donald     0004Discarded

3/24/2020 Lai, Binh     0057 ViewStandardize

3/8/2019 Lai, Binh     0057Standardize

Page 109 of 1294/8/2025 11:24 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-196.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/18820200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-196.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/18220200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-196.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/18320200324.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-196.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/18020200324.pdf


Lab Id Lab Name

Central Materials Administrative Unit97

Cement Testing

SCM-2222 Humboldt H-2810    Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

2" Steel Cube Mold

Discarded

Date Technician CertificateAction Status

Id Nbr.

492

12/27/2019 Groom, Michael D.     2629Discarded

2/5/2019 Lai, Binh     0057Check

SCM-5252 Humboldt H-2810    Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-152

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

2" Steel Cube Mold

Discarded

Date Technician CertificateAction Status

Id Nbr.

494

12/27/2019 Groom, Michael D.     2629Discarded

2/5/2019 Lai, Binh     0057Check

Ductility

18SP18 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

229

12/27/2019 Groom, Michael D.     2629Discarded

8/30/2019 Lai, Binh     0057Check
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1LP1 Humboldt H-1090.3 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Large Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

228

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

1SP1 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

230

12/27/2019 Groom, Michael D.     2629Discarded

8/15/2019 Lai, Binh     0057Check

2LP2 Humboldt H-1090.3 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Large Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

224

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

2SP2 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

237

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check
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3LP3 Humboldt H-1090.3 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Large Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

225

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

3SP3 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

238

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

4LP4 Humboldt H-1090.3 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Large Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

226

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

4SP4 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

239

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check
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5LP5 Humboldt H-1090.3 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Large Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

227

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

5SP5 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

240

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

6SP6 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

241

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

7SP7 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

242

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check
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8SP8 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

243

12/27/2019 Groom, Michael D.     2629Discarded

8/12/2019 Lai, Binh     0057Check

9SP9 Humboldt H-1090 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-126

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Small Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

244

12/27/2019 Groom, Michael D.     2629Discarded

8/13/2018 Lai, Binh     0057Check

Graduated Cylinders

G-1G-1 KIMAX 20024-D Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-151

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

664

12/27/2019 Groom, Michael D.     2629Discarded

7/22/2019 Lai, Binh     0057Standardize

Gyratory

20752075 Troxler 1070441000 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-120

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Mold and Plate

Discarded

Date Technician CertificateAction Status

Id Nbr.

454

12/27/2019 Groom, Michael D.     2629Discarded

2/16/2019 Lai, Binh     0057Check
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Liquid Limit

1-LLGT1 Humboldt H-4232 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Curved)

Discarded

Date Technician CertificateAction Status

Id Nbr.

296

12/27/2019 Groom, Michael D.     2629Discarded

11/6/2018 Lai, Binh     0057Check

22-LLGT22 Humboldt H-4229 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

303

12/27/2019 Groom, Michael D.     2629Discarded

1/23/2019 Lai, Binh     0057Check

23-LLGT23 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

299

12/27/2019 Groom, Michael D.     2629Discarded

1/11/2019 Lai, Binh     0057Check

24-LLGT24 Humboldt H-4229 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

302

12/27/2019 Groom, Michael D.     2629Discarded

1/23/2019 Lai, Binh     0057Check
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25-LLGT25 Humboldt H-4229 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

301

12/27/2019 Groom, Michael D.     2629Discarded

1/23/2019 Lai, Binh     0057Check

26-LLGT26 Humboldt H-4229P Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Flat)

Discarded

Date Technician CertificateAction Status

Id Nbr.

300

12/27/2019 Groom, Michael D.     2629Discarded

1/11/2019 Lai, Binh     0057Check

3-LLGT3 Humboldt H-4232 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-174

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Grooving Tool (Curved)

Discarded

Date Technician CertificateAction Status

Id Nbr.

297

12/27/2019 Groom, Michael D.     2629Discarded

1/11/2019 Lai, Binh     0057Check

Load Cell

425056425056 Artech 20210-5K  Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Load Cell

Discarded

Date Technician CertificateAction Status

Id Nbr.

309

12/27/2019 Groom, Michael D.     2629Discarded

8/17/2015 External AgencyCheck
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Penetration Test

E-222E-222 Koehler K20500 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-131b

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Needles

Discarded

Date Technician CertificateAction Status

Id Nbr.

760

8/19/2020 McCullough, Donald     0004Discarded

6/8/2020 Lai, Binh     0057 ViewCheck

6/6/2019 Lai, Binh     0057Check

Proctor

17-PSE17 Gilson HMA-135 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

373

12/27/2019 Groom, Michael D.     2629Discarded

1-PSE1 Humboldt H-4144.12 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

374

2/10/2020 McCullough, Donald     0004Discarded

2/6/2019 Lai, Binh     0057Check

2-PSE2 Gilson HMA-135 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Straight Edge

Discarded

Date Technician CertificateAction Status

Id Nbr.

372

12/27/2019 Groom, Michael D.     2629Discarded

2/8/2018 Lai, Binh     0057Check
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B-PMRB Gilson HMA-110 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-172

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Proctor Mold 4"

Discarded

Date Technician CertificateAction Status

Id Nbr.

357

12/27/2019 Groom, Michael D.     2629Discarded

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

Sample Splitters

FL0095FL0095 Gilson SP-55 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-108

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Quartermaster

Discarded

Date Technician CertificateAction Status

Id Nbr.

405

12/27/2019 Groom, Michael D.     2629Discarded

9/5/2019 Lai, Binh     0057Check

Sieves

01248503W200 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1883

12/27/2019 Groom, Michael D.     2629Discarded

0124852101248521 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1890

7/17/2020 McCullough, Donald     0004Discarded
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022069751 Fisher Scientific UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1909

12/27/2019 Groom, Michael D.     2629Discarded

7/8/2019 Lai, Binh     0057Check

0227331W200 Gilson 2 in. deep Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1912

12/27/2019 Groom, Michael D.     2629Discarded

0227349AG1 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

12" (#40)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1914

12/27/2019 Groom, Michael D.     2629Discarded

3/21/2019 Lai, Binh     0057Check

06172147W200 Gilson V8CF #200 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1946

12/27/2019 Groom, Michael D.     2629Discarded

7/24/2019 Lai, Binh     0057Check
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073694985 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1974

12/27/2019 Groom, Michael D.     2629Discarded

7/10/2019 Lai, Binh     0057Check

073695007 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1975

12/27/2019 Groom, Michael D.     2629Discarded

7/10/2019 Lai, Binh     0057Check

073695126 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1977

12/27/2019 Groom, Michael D.     2629Discarded

7/8/2019 Lai, Binh     0057Check

093896654 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

1999

12/27/2019 Groom, Michael D.     2629Discarded

7/8/2019 Lai, Binh     0057Check
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11965943 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2112

12/27/2019 Groom, Michael D.     2629Discarded

7/8/2019 Lai, Binh     0057Check

1245654AG4 Gilson UNKNOWN Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2129

4/14/2021 McCullough, Donald     0004Discarded

9/10/2020 McCullough, Donald     0004Spare Equipment

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

1310198772 Hogentogler UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2153

12/27/2019 Groom, Michael D.     2629Discarded

7/10/2019 Lai, Binh     0057Check

161611495AG1 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

12" (#16)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2264

12/27/2019 Groom, Michael D.     2629Discarded

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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200SS12F598445AG2 Gilson UNKNOWN   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2327

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check

AW200-19CAW Dual UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

2641

11/22/2021 McCullough, Donald     0004Missing

9/10/2020 McCullough, Donald     0004Spare Equipment

11/21/2019 Lai, Binh     0057Check

PR-3-1APR Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (3")

Discarded

Date Technician CertificateAction Status

Id Nbr.

3081

12/27/2019 Groom, Michael D.     2629Discarded

R1-200-3-AR1 Gilson UNKNOWN   Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3098

7/17/2020 McCullough, Donald     0004Discarded

11/20/2019 Lai, Binh     0057Check

11/21/2018 Lai, Binh     0057Check
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R3-200-4-BR3 Gilson V8CH #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3112

12/27/2019 Groom, Michael D.     2629Discarded

11/21/2018 Lai, Binh     0057Check

R3-200-4CR3 Dual V8CH #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#200)

Discarded

Date Technician CertificateAction Status

Id Nbr.

3113

8/31/2022 McCullough, Donald     0004Discarded

9/10/2020 McCullough, Donald     0004Spare Equipment

12/20/2019 Lai, Binh     0057Check

Sling Psycrometers

SP-3SP-3 Taylor Instrument 1328A Cross Precision Measurement Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. Manual

View

Calib. Form

Sling Psycrometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

1145

7/9/2020 External Agency ViewCalibrate

7/9/2020 McCullough, Donald     0004 ViewOut of Service for Repair

7/3/2019 External Agency ViewCalibrate
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Specific Gravity

4P4 Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

395

12/27/2019 Groom, Michael D.     2629Discarded

12/18/2018 Lai, Binh     0057Check

AA Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

396

12/27/2019 Groom, Michael D.     2629Discarded

12/18/2018 Lai, Binh     0057Check

BB Pyrex 1620-25   Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-188

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Pycnometer

Discarded

Date Technician CertificateAction Status

Id Nbr.

398

12/27/2019 Groom, Michael D.     2629Discarded

12/18/2018 Lai, Binh     0057Check

SGS5SGS5 Pyrex 5600      Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-191

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

500mL

Discarded

Date Technician CertificateAction Status

Id Nbr.

1163

12/27/2019 Groom, Michael D.     2629Discarded

3/6/2019 Lai, Binh     0057Standardize

Page 124 of 1294/8/2025 11:24 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/4P.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-188.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-191.pdf


Tamping Tools

CT 11CT 11 Gilson HM-298    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

133

12/27/2019 Groom, Michael D.     2629Discarded

9/12/2018 Lai, Binh     0057Check

CT 12CT 12 Gilson HM-298    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

132

12/27/2019 Groom, Michael D.     2629Discarded

9/12/2018 Lai, Binh     0057Check

CT 13CT 13 Gilson HM-298    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

131

12/27/2019 Groom, Michael D.     2629Discarded

9/12/2018 Lai, Binh     0057Check

CT 15CT 15 Gilson HM-298    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

135

12/27/2019 Groom, Michael D.     2629Discarded

7/15/2019 Lai, Binh     0057Check
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CT 16CT 16 Gilson HM-298    Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Cement Tamper (Rubber)

Discarded

Date Technician CertificateAction Status

Id Nbr.

136

12/27/2019 Groom, Michael D.     2629Discarded

7/15/2019 Lai, Binh     0057Check

Thermometers

07000035-107000035 Omega HH804U    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Probe#00/Green/Blue/12"

Discarded

Date Technician CertificateAction Status

Id Nbr.

1196

12/27/2019 Groom, Michael D.     2629Discarded

10/15/2018 External AgencyStandardize

36803680 Ertco UNKNOWN   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

1235

12/27/2019 Groom, Michael D.     2629Discarded

7/3/2019 External AgencyStandardize

4569045690 Ertco UNKNOWN   Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Liquid in Glass

Discarded

Date Technician CertificateAction Status

Id Nbr.

1226

12/27/2019 Groom, Michael D.     2629Discarded

5/7/2019 External AgencyStandardize
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9842N9842N Taylor Instrument 9842N     Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

1190

12/27/2019 Groom, Michael D.     2629Discarded

6/6/2019 External AgencyStandardize

H160828H160828 Extech 407907    Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

Digital Display

Discarded

Date Technician CertificateAction Status

Id Nbr.

264

12/27/2019 Groom, Michael D.     2629Spare Equipment

4/5/2019 External AgencyCalibrate

4/5/2019 External AgencyStandardize

H160828-4H160828 Extech 407907 Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

Probe#08/4"

Discarded

Date Technician CertificateAction Status

Id Nbr.

265

8/25/2021 McCullough, Donald     0004Discarded

12/27/2019 Groom, Michael D.     2629Spare Equipment

4/5/2019 External AgencyCalibrate

4/5/2019 External AgencyStandardize

X1037416T-881 Cole-Parmer 90090-06  Calibration Solutions Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

T-Handle

Discarded

Date Technician CertificateAction Status

Id Nbr.

1195

12/27/2019 Groom, Michael D.     2629Discarded

3/28/2019 External AgencyStandardize
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Timing Devices

111563075111563075 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Timer

Discarded

Date Technician CertificateAction Status

Id Nbr.

324

12/27/2019 Groom, Michael D.     2629Discarded

4/17/2019 Lai, Binh     0057Check

4/17/2019 Lai, Binh     0057Standardize

F-SWF Cole-Parmer Stopwatch Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

Stopwatch

Discarded

Date Technician CertificateAction Status

Id Nbr.

533

12/27/2019 Groom, Michael D.     2629Discarded

3/28/2019 Lai, Binh     0057Standardize

Variable Length Measurement

0935606509356065 Starrett 760       Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-105

Verif. Procedure ODOT Form 72b Equip. Manual

View

Calib. Form

View

Micrometer 1"

Discarded

Date Technician CertificateAction Status

Id Nbr.

699

12/27/2019 Groom, Michael D.     2629Discarded

1/17/2019 Lai, Binh     0057Check

0935606609356066 Starrett 760       Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-105

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Micrometer 1"

Discarded

Date Technician CertificateAction Status

Id Nbr.

700

12/27/2019 Groom, Michael D.     2629Discarded

6/10/2019 Lai, Binh     0057Check
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0935607509356075 Starrett 760       Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-105

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View

Micrometer 1"

Discarded

Date Technician CertificateAction Status

Id Nbr.

698

12/27/2019 Groom, Michael D.     2629Discarded

6/10/2019 Lai, Binh     0057Check

65008986500898 Mitutoyo 151-272   Calibration Solutions Calibrate 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

Micrometer Head

Discarded

Date Technician CertificateAction Status

Id Nbr.

448

12/27/2019 Groom, Michael D.     2629Discarded

10/8/2018 External AgencyCalibrate
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