
Lab Equipment Calibration
(Repurposed Equipment)

6Total Equipment:

Frequency 
(Mnths.) Count of Equip.

3 1

12 5

Lab Id Lab Name

Central Chemical Lab92        

Sieves

105194772 Gilson V12SF #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

12" (#200)

Equipment Repurposed

Date Technician CertificateAction Status

Id Nbr.

2049

7/16/2020 McCullough, Donald     0004Equipment Repurposed

194922286V6FS-50 Gilson V6FS #200 Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

6" (#200) (drain cover)

Equipment Repurposed

Date Technician CertificateAction Status

Id Nbr.

2299

11/8/2023 McCullough, Donald     0004Equipment Repurposed

8/29/2023 External Agency ViewCheck

8/18/2022 External Agency ViewCheck

8/30/2021 External Agency ViewCheck

4/15/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

4/18/2020 Lai, Binh     0057Check

7/8/2019 Lai, Binh     0057 ViewCheck
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http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/229920230829.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/229920220818.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/229920210830.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128720210415.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128720200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/128720190708.pdf


C16-3C16-3 Dual UNKNOWN Calibration Solutions Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

8" (#16)

Equipment Repurposed

Date Technician CertificateAction Status

Id Nbr.

2780

4/16/2021 Lai, Binh     0057 ViewCheck

7/20/2020 Lai, Binh     0057 ViewCheck

7/6/2020 McCullough, Donald     0004In Service

4/18/2020 Lai, Binh     0057Check

Lab Id Lab Name

Central Bituminous Mixture Lab93        

Corelok Vacuum

1005LVP0082 InstroTek I-225 Quality Assurance Check 3

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-118

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View

Corelok Vacuum System

Equipment Repurposed

Date Technician CertificateAction Status

Id Nbr.

618

12/14/2020 McCullough, Donald     0004Equipment Repurposed

9/10/2020 Lai, Binh     0057 ViewCheck

6/15/2020 Lai, Binh     0057 ViewCheck

3/18/2020 Lai, Binh     0057 ViewCheck

12/9/2019 Lai, Binh     0057Check

9/16/2019 Lai, Binh     0057 ViewCheck

6/6/2019 Lai, Binh     0057 ViewCheck

3/15/2019 Lai, Binh     0057 ViewCheck

Page 2 of 34/8/2025 11:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133320210416.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/133320200720.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-118.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/1005.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/1005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61820200910.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61820200615.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61820200318.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61820190916.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61820190606.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/61820190315.pdf


Lab Id Lab Name

Central Materials Administrative Unit97

Sieves

G 4-9G Gilson TSA-100 #4 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

16"X24" (#4)

Equipment Repurposed

Date Technician CertificateAction Status

Id Nbr.

2204

2/4/2020 McCullough, Donald     0004Out of Service for Repair

9/17/2019 Lai, Binh     0057 ViewCheck

G 8-1G Gilson TSA-101 #8 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-183

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View

16"X24" (#8)

Equipment Repurposed

Date Technician CertificateAction Status

Id Nbr.

2207

7/10/2020 McCullough, Donald     0004Out of Service for Repair

9/17/2019 Lai, Binh     0057 ViewCheck

9/6/2018 Lai, Binh     0057 ViewCheck

Page 3 of 34/8/2025 11:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-183.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/96320190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-183.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97020190917.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/97020180906.pdf

