
Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Cement Testing

125LAT0269 TESTING Bluhm&Feuerdt 1.0297 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-142

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/30/2024X

Central Chemical Lab92    

Blaine Air-Permeability Apparatus (linear measure)

In Service

Date Technician CertificateAction Status

Id Nbr.

3569

11/14/2023 Corbin, Roger B. Jr.     3424Out of Service for Repair

6/30/2022 Lai, Binh     0057 ViewCheck

6/30/2022 McCullough, Donald     0004 ViewIn Service

6/22/2022 McCullough, Donald     0004Spare Equipment

Page 1 of 23

X Equipment Calibration is Expired

4/8/2025 11:27 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-142.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/125.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/125.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356920220630.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/356920220630.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Freezers

T-1161369001200623L0217 Thermo Scientific TSX2320FA1 Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/4/2025X

Central Bituminous Mixture Lab93

Freezer (Temperature Logs AD)

In Service

Date Technician CertificateAction Status

Id Nbr.

1741

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

Page 2 of 23

X Equipment Calibration is Expired

4/8/2025 11:27 AM

http://www.odot.org/materials/C97001_WEB_REP/72b/T-1161369001200623.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120231104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120230104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120221204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120221104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120221004.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

9/4/2022 Lai, Binh     0057 ViewCheck

8/4/2022 Lai, Binh     0057 ViewCheck

7/4/2022 Lai, Binh     0057 ViewCheck

6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/4/2021 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/4/2021 Lai, Binh     0057 ViewCheck

7/28/2021 Lai, Binh     0057 ViewCheck

6/24/2021 Lai, Binh     0057 ViewCheck

5/27/2021 Lai, Binh     0057 ViewCheck

4/22/2021 Lai, Binh     0057 ViewCheck

3/25/2021 Lai, Binh     0057 ViewCheck

2/25/2021 Lai, Binh     0057 ViewCheck

2/4/2021 Lai, Binh     0057Check

1/28/2021 Lai, Binh     0057 ViewCheck

1/7/2021 Lai, Binh     0057Check

12/30/2020 Lai, Binh     0057 ViewCheck

7/31/2020 Lai, Binh     0057 ViewCheck

7/10/2020 Lai, Binh     0057Check

7/8/2020 McCullough, Donald     0004In Service

Page 3 of 23

X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120211204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210728.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210624.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210527.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210422.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210325.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210225.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120210128.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120201230.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/174120200731.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

AFS49ML-20060008L0218 Summit Appliance AFS49MLDL2 Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

Needs Procedure

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025X

Central Structural Materials Lab94

Freezer (Temperature Logs Stru Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

1691

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

9/4/2022 Lai, Binh     0057 ViewCheck

7/4/2022 Lai, Binh     0057 ViewCheck

6/4/2022 Lai, Binh     0057 ViewCheck

Page 4 of 23

X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120231104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120230104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120221204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120221104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120221004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220604.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

5/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/1/2021 Lai, Binh     0057 ViewCheck

8/1/2021 Lai, Binh     0057 ViewCheck

7/1/2021 Lai, Binh     0057 ViewCheck

5/31/2021 Lai, Binh     0057 ViewCheck

4/30/2021 Lai, Binh     0057 ViewCheck

3/28/2021 Lai, Binh     0057 ViewCheck

2/28/2021 Lai, Binh     0057 ViewCheck

2/1/2021 Lai, Binh     0057 ViewCheck

1/31/2021 Lai, Binh     0057 ViewCheck

1/1/2021 Groom, Michael D.     2629In Service

12/17/2020 McCullough, Donald     0004Out of Service for Repair

10/22/2020 McCullough, Donald     0004In Service

Page 5 of 23

X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210901.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210801.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210701.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210531.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210430.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210328.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210228.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210201.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/169120210131.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

High Humidity Area

MIX-AREA-HUMIDITYLAT0252 - MR2 ODOT Minimum50% Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-159

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025X

Central Chemical Lab92    

Cement Room (Humidity and Temperature Log)

In Service

Date Technician CertificateAction Status

Id Nbr.

127

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Lai, Binh     0057 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/5/2024 Lai, Binh     0057 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

Page 6 of 23

X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-159.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240305.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720231104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720230104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720221204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720221104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720221004.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

9/4/2022 Lai, Binh     0057 ViewCheck

8/5/2022 Lai, Binh     0057 ViewCheck

8/4/2022 Lai, Binh     0057 ViewCheck

7/4/2022 Lai, Binh     0057 ViewCheck

6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/4/2021 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/4/2021 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

7/6/2021 Lai, Binh     0057 ViewCheck

6/9/2021 Lai, Binh     0057 ViewCheck

5/10/2021 Lai, Binh     0057 ViewCheck

4/10/2021 Lai, Binh     0057 ViewCheck

3/10/2021 Lai, Binh     0057 ViewCheck

2/26/2021 Lai, Binh     0057 ViewCheck

1/20/2021 Lai, Binh     0057Check

9/28/2020 McCullough, Donald     0004In Service

7/17/2020 Lai, Binh     0057 ViewCheck
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X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720211204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210706.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210609.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210510.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210310.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720210226.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/12720200717.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

WTS-001LAT0228 - MR2 Unknown Temperatur Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025X

Central Chemical Lab92

Cure Tank  (Temperature Logs Chem Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

3736

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/5/2024 Lai, Binh     0057 ViewCheck

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424Check

10/4/2023 Lai, Binh     0057 ViewCheck

9/4/2023 Lai, Binh     0057 ViewCheck

8/4/2023 Lai, Binh     0057 ViewCheck

7/4/2023 McCullough, Donald     0004 ViewIn Service

7/4/2023 Lai, Binh     0057 ViewCheck
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X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240305.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373620230704.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

MR1-TEMPERATURELAT0251 - MR1 ODOT Temperatur Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/4/2025X

Central Structural Materials Lab94

Moisture Room (Temperature Logs Stru Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

1620

3/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2025 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

2/9/2024 McCullough, Donald     0004In Service

2/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2024 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

11/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

10/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

9/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

8/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

7/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

6/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

5/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

4/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

3/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

2/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

1/4/2023 Corbin, Roger B. Jr.     3424 ViewCheck

12/4/2022 Lai, Binh     0057 ViewCheck

11/4/2022 Lai, Binh     0057 ViewCheck

10/4/2022 Lai, Binh     0057 ViewCheck

9/4/2022 Lai, Binh     0057 ViewCheck

8/4/2022 Lai, Binh     0057 ViewCheck
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X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020250304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020250204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020250104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020241204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020241004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020240104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020231204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020231104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020231004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020230104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020221204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020221104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020221004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220804.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

7/4/2022 Lai, Binh     0057 ViewCheck

6/4/2022 Lai, Binh     0057 ViewCheck

5/4/2022 Lai, Binh     0057 ViewCheck

4/4/2022 Lai, Binh     0057 ViewCheck

3/4/2022 Lai, Binh     0057 ViewCheck

2/4/2022 Lai, Binh     0057 ViewCheck

1/4/2022 Lai, Binh     0057 ViewCheck

12/4/2021 Lai, Binh     0057 ViewCheck

11/4/2021 Lai, Binh     0057 ViewCheck

10/4/2021 Lai, Binh     0057 ViewCheck

9/4/2021 Lai, Binh     0057 ViewCheck

8/4/2021 Lai, Binh     0057 ViewCheck

7/4/2021 Lai, Binh     0057 ViewCheck

6/4/2021 Lai, Binh     0057 ViewCheck

5/4/2021 Lai, Binh     0057 ViewCheck

4/4/2021 Lai, Binh     0057 ViewCheck

3/4/2021 Lai, Binh     0057 ViewCheck

2/4/2021 Lai, Binh     0057 ViewCheck

1/4/2021 Lai, Binh     0057 ViewCheck

11/30/2020 Lai, Binh     0057 ViewCheck

11/13/2020 Lai, Binh     0057 ViewCheck

10/13/2020 Groom, Michael D.     2629In Service

9/28/2020 McCullough, Donald     0004Out of Service for Repair

10/16/2019 Lai, Binh     0057Check
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X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020220104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020211204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020211104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020211004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210904.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210804.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210704.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210504.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210304.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210204.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020210104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020201130.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/162020201113.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Timing Devices

111583833111583833 Fisher Scientific 06-662-56 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Central Chemical Lab92    

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

527

4/8/2024 Lai, Binh     0057 ViewStandardize

4/6/2023 Lai, Binh     0057 ViewStandardize

4/4/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057Standardize

6198778961987789 Fisher Scientific 14-649-17 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Central Chemical Lab92    

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1248

4/8/2024 Lai, Binh     0057 ViewStandardize

4/5/2023 Lai, Binh     0057 ViewStandardize

4/4/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/23/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057Standardize
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X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/111583833.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720230406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52720200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/61987789.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820230405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820220404.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124820200423.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

C56317C56317 GraLab 171       Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Central Chemical Lab92    

Timer

In Service

Date Technician CertificateAction Status

Id Nbr.

1249

4/8/2024 Lai, Binh     0057 ViewStandardize

4/6/2023 Lai, Binh     0057 ViewStandardize

4/11/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

DD Fisher Scientific 06-662-56 Quality Assurance Standardize 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-114

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/8/2025

Central Chemical Lab92    

Stopwatch

In Service

Date Technician CertificateAction Status

Id Nbr.

521

4/8/2024 Lai, Binh     0057 ViewStandardize

4/5/2023 Lai, Binh     0057 ViewStandardize

4/7/2022 Lai, Binh     0057 ViewStandardize

4/20/2021 Lai, Binh     0057 ViewStandardize

4/28/2020 Lai, Binh     0057 ViewStandardize

4/17/2019 Lai, Binh     0057 ViewStandardize
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X Equipment Calibration is Expired

4/8/2025 11:28 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/C56317.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920230406.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920220411.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/124920200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-114.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/D.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120230405.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120220407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120210420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120200428.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/52120190417.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Cement Testing

FL1293FL1293 Humboldt H-3050 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

571

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

P-280P-280 Humboldt H-3050 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

570

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

Tamping Tools

CT 27CT 27 Humboldt H-2860 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-144

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Cement Tamper (Rubber)

In Service

Date Technician CertificateAction Status

Id Nbr.

3549

4/10/2024 Lai, Binh     0057 ViewCheck

4/9/2024 McCullough, Donald     0004In Service

5/2/2022 McCullough, Donald     0004Spare Equipment

Page 13 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57120230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57120210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/P-280.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57020230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57020210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57020190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-144.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/354920240410.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Vicat

J-227J-227 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

583

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-228J-228 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

572

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-229J-229 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

573

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

Page 14 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-227.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58320230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58320210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58320190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-228.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57220230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57220210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57220190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-229.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57320230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57320210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57320190807.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

J-230J-230 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

584

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-231J-231 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

578

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-232J-232 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

577

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

Page 15 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-230.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58420230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58420210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58420190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-231.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57820230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57820210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57820190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-232.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57720230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57720210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57720190807.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

J-233J-233 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

579

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-235J-235 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

575

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-236J-236 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

580

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

Page 16 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-233.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57920230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57920210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57920190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-235.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57520230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57520210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57520190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-236.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58020230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58020210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58020190807.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

J-237J-237 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

574

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

J-238J-238 Humboldt H-3080 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-145

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/10/2025

Central Chemical Lab92    

Vicat Ring

In Service

Date Technician CertificateAction Status

Id Nbr.

581

4/10/2023 Lai, Binh     0057 ViewCheck

4/8/2021 Lai, Binh     0057 ViewCheck

8/7/2019 Lai, Binh     0057 ViewCheck

Page 17 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-237.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57420230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57420210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/57420190807.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-145.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/J-238.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58120230410.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58120210408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/58120190807.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Meters

APM0509APM0509 Gilson HM-30S Structural Branch Standardize 3

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-168

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/13/2025

Central Structural Materials Lab94    

Air Meter (Pressure)

In Service

Date Technician CertificateAction Status

Id Nbr.

1760

1/13/2025 D.Gitting / K. Ucero ViewStandardize

10/14/2024 D. Gittings,  K. Ucero ViewStandardize

8/26/2024 McCullough, Donald     0004In Service

10/16/2023 McCullough, Donald     0004Out of Service for Repair

7/13/2023 Lai, Binh     0057 ViewStandardize

4/17/2023 Lai, Binh     0057 ViewStandardize

1/23/2023 Lai, Binh     0057 ViewStandardize

10/28/2022 Lai, Binh     0057 ViewStandardize

8/5/2022 Lai, Binh     0057 ViewStandardize

5/2/2022 Lai, Binh     0057 ViewStandardize

2/1/2022 Lai, Binh     0057 ViewStandardize

11/3/2021 Lai, Binh     0057 ViewStandardize

9/8/2021 Lai, Binh     0057 ViewStandardize

6/11/2021 Lai, Binh     0057Standardize

3/3/2021 McCullough, Donald     0004 ViewIn Service

3/3/2021 Lai, Binh     0057 ViewStandardize

Page 18 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-168.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/APM0509.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/APM0509.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020250113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020241014.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020230713.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020230417.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020230123.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020221028.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020220805.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020220502.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020220201.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020211103.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020210908.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020210303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/176020210303.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

LAE0750LAE0750 Gilson HM-30 Structural Branch Standardize 3

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-168

Verif. Procedure ODOT Form 72b

View

Equip. Manual

View

Calib. Form

View 4/13/2025

Central Structural Materials Lab94    

Air Meter (Pressure)

In Service

Date Technician CertificateAction Status

Id Nbr.

3695

1/13/2025 D. Gitting / K. Ucero ViewStandardize

10/10/2024 Katerlyne Ucero ViewStandardize

7/10/2024 Lai, Binh     0057 ViewStandardize

4/8/2024 Lai, Binh     0057 ViewStandardize

1/8/2024 Lai, Binh     0057 ViewStandardize

10/9/2023 Lai, Binh     0057 ViewStandardize

7/27/2023 Lai, Binh     0057 ViewStandardize

7/19/2023 McCullough, Donald     0004In Service

Cement Testing

H-8LA0009 Precision Scientific 24360 Quality Assurance Check 24

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-142

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/14/2025

Central Chemical Lab92    

Blaine Air-Permeability Apparatus

In Service

Date Technician CertificateAction Status

Id Nbr.

32

11/14/2023 Lai, Binh     0057 ViewCheck

3/23/2023 Lai, Binh     0057 ViewCheck

3/26/2021 Lai, Binh     0057 ViewCheck

1/30/2019 Lai, Binh     0057 ViewCheck

Page 19 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-168.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/LAE0750.pdf
http://www.odot.org/materials/C97001_WEB_REP/EQUIP_MANUAL/LAE0750.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520250113.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520241010.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520240710.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520240408.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520240108.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520231009.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/369520230727.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-142.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/H-8.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220231114.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220230323.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220210326.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/3220190130.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Pressurized Aging Vessel

12-9274LAE0588 ATS PAV3 ATS Calibrate 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

4/17/2025

Central Bituminous Liquid Lab91    

Pressurized Aging Vessel

In Service

Date Technician CertificateAction Status

Id Nbr.

775

10/17/2024 External Agency ViewCalibrate

6/13/2024 External Agency ViewCalibrate

11/9/2023 External Agency ViewCalibrate

5/11/2023 External Agency ViewStandardize

5/11/2023 External Agency ViewCalibrate

10/5/2022 External Agency ViewCalibrate

10/5/2022 External Agency ViewStandardize

4/7/2022 External Agency ViewStandardize

4/7/2022 External Agency ViewCalibrate

10/5/2021 External Agency ViewCalibrate

10/5/2021 External Agency ViewStandardize
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X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/12-9274.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520241017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520240613.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520231109.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520221005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520221005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520220407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520220407.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520211005.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/77520211005.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Rheometer

23-23776-1LT0096 ATS BBR2S ATS Calibrate 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

4/17/2025

Central Bituminous Liquid Lab91    

Bending Beam Rheometer

In Service

Date Technician CertificateAction Status

Id Nbr.

3683

10/17/2024 External Agency ViewCalibrate

6/4/2024 External Agency ViewCalibrate

1/11/2024 External Agency ViewCalibrate

5/11/2023 Lai, Binh     0057 ViewCalibrate

5/8/2023 McCullough, Donald     0004In Service

4/20/2023 External Agency ViewCalibrate

4/20/2023 McCullough, Donald     0004 ViewIn Service

23-24690-1LT0097 ATS BBR2S ATS Calibrate 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

OS100

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

4/17/2025

Central Bituminous Liquid Lab91    

Bending Beam Rheometer

In Service

Date Technician CertificateAction Status

Id Nbr.

3757

10/17/2024 External Agency ViewCalibrate

6/17/2024 External Agency ViewCalibrate

2/14/2024 McCullough, Donald     0004In Service

1/26/2024 External Agency ViewCalibrate

Page 21 of 23

X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/23-23776-1.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368320241017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368320240604.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368320240111.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368320230511.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368320230420.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368320230420.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/OS100.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375720241017.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375720240617.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/375720240126.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

Cement Testing

11-CTR11 Humboldt H-3761 Quality Assurance Check 12

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-176

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/18/2025

Central Chemical Lab92

Trowel

In Service

Date Technician CertificateAction Status

Id Nbr.

3681

4/18/2024 Lai, Binh     0057 ViewCheck

4/24/2023 Lai, Binh     0057 ViewCheck

4/24/2023 McCullough, Donald     0004 ViewIn Service

Cement Testing

N-004N-004 Gilson WT-1 Quality Assurance Check 6

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SOP-143

Verif. Procedure ODOT Form 72b

View

Equip. ManualCalib. Form

View 4/22/2025

Central Chemical Lab92    

325 Sieve Spray Nozzle

In Service

Date Technician CertificateAction Status

Id Nbr.

1136

10/22/2024 Lai, Binh     0057 ViewCheck

4/18/2024 Lai, Binh     0057 ViewCheck

10/20/2023 Lai, Binh     0057 ViewCheck

5/18/2023 Lai, Binh     0057 ViewCheck

11/21/2022 Lai, Binh     0057 ViewCheck

5/17/2022 Lai, Binh     0057 ViewCheck

11/15/2021 Lai, Binh     0057 ViewCheck

6/11/2021 Lai, Binh     0057 ViewCheck

12/16/2020 Lai, Binh     0057 ViewCheck

6/22/2020 Lai, Binh     0057 ViewCheck

12/17/2019 Lai, Binh     0057 ViewCheck

6/12/2019 Lai, Binh     0057 ViewCheck

12/18/2018 Lai, Binh     0057 ViewCheck
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X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-176.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368120240418.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368120230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/368120230424.pdf
http://www.odot.org/materials/C97001_WEB_REP/SOP/SOP-143.pdf
http://www.odot.org/materials/C97001_WEB_REP/72b/N-004.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620241022.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620240418.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620231020.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620230518.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620221121.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620220517.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620211115.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620210611.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620201216.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620200622.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620191217.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620190612.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/113620181218.pdf


Lab Equipment Calibrations Expired or Expiring in the Current Month 50Total Count of Equip.:

High Humidity Area

WTS-001SRWTS-001 Unknown Stirred Quality Assurance Check 1

ODOT Equip. Id Serial Number Manufacturer Name Model Number Calib. Source Calib. Method (Months)

Freq.

Calib. Due Dt.

SMP-106

Verif. Procedure ODOT Form 72b Equip. ManualCalib. Form

View 4/30/2025

Central Chemical Lab92

Cure Tank (stir record Chem Lab)

In Service

Date Technician CertificateAction Status

Id Nbr.

3739

3/31/2025 Alex Bennett ViewCheck

3/3/2025 Alex Bennett ViewCheck

2/3/2025 Alex Bennett ViewCheck

1/6/2025 Alex Bennett ViewCheck

12/2/2024 Chris Long ViewCheck

11/4/2024 Alex Bennett ViewCheck

11/27/2023 Lai, Binh     0057 ViewCheck

11/3/2023 Lai, Binh     0057 ViewCheck

10/8/2023 Lai, Binh     0057Check

9/8/2023 Lai, Binh     0057 ViewCheck

8/8/2023 Lai, Binh     0057 ViewCheck

7/11/2023 Lai, Binh     0057Check

7/4/2023 McCullough, Donald     0004In Service
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X Equipment Calibration is Expired

4/8/2025 11:29 AM

http://www.odot.org/materials/C97001_WEB_REP/SOP/SMP-106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920250331.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920250303.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920250203.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920250106.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920241202.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920241104.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920231127.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920231103.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920230908.pdf
http://www.odot.org/materials/C97001_WEB_REP/CALIB_CERTS/373920230808.pdf

